I Life Science Laboratories, Inc. Analytical Results
5000 Brittonfield Parkway, Suite 200
East Syracuse, NY 13057 (315) 437-0200 StateCertNo:
I CLIENT: O’Brien & Gere Engineers, Inc. Lab ID: 0902080-001A
Project:  GEAE-Quarterly GW Sampling Client Sample ID: OSMW-7DFebi82009
l W Order: 0902080 Collection Date:  02/18/09 11:40
Matrix: WATER Date Received: 02/19/09 10:12
Inst. ID: MS01 11 Sample Size: 10 mL PrepDate:
ColumnID: Rx-VMS Y% Moisture: BatchNo: R16516
l Revision:  02/26/09 8:29 TestCode: 82g0W CAL FilelD: 1-SAMP-T4837.D
Col Type: e )
I Analyte Result M;@QL MDL Units DF Date Analyzed
VOLATILE ORGANIC COMPOUNDS BY GC/MS SW8260B
1,1,1-Trichloroethane ND 0.50 0.10 ug/L 1 02/25/08 12:57
1,1,2,2-Tetrachioroethane ND 0.50 0.10 ug/l 1 02/25/08 12:57
I 1,1,2-Trichloroethane ND 0.50 0.16 Ho/lL 1 02/25/09 12:57
1,1-Dichioroethane ND 0.50 0.10 pg/L 1 02/25/08 12:57
1,1-Dichioroethene ND 0.50 0.16 po/L 1 02/25/09 12:57
I 1,2-Dichloroethane ND 0.50 0.16 po/L 1 02/25/09 12:57
1,2-Dichioropropane ND 0.50 0.16 pg/L 1 02/25/09 12:57
2-Butanone ND 10.0 1.00 ol 1 02/25/09 12:57
2-Hexanone ND 5.00 1.00 Haoll 1 02/25/09 12:57
l 4-Methyl-2-pentanone ND 5.00 1.00 Hg/L 1 02/25/08 12:57
Acetone -/'5.54@ 10.0 1.00 pg/L 1 02/25/09 12:57
Benzene ND 0.50 0.10 g/l 1 02125/09 12:57
l Bromodichloromethane ND 0.50 0.10 ug/L 1 02/25/09 12:57
Bromoform ND 1.00 0.33 pgiL 1 02/25/08 12:57
Bromomethane ND 1.00 0.33 pgil 1 02725/08 12:57
Carbon disuffide ND 0.50 011 pa/L. 1 02/25/08 12:57
I Carbon tetrachloride ND 0.50 . 0.10 pa/L 1 02/25/08 12:57
Chiorobenzene ND 0.50 0.10 pg/L 1 02/25/08 12:57
Chloroethane 3 ND 1.00 0.33 Mg/l 1 02/25/08 12:57
I Chiorofom ND 0.50 0.10 polL 1 02/25/09 12:57
Chioromethane ND 1.00 0.33 po/L 1 02/25/09 12:57
cis-1,2-Dichloroethene ND 0.50 0.10 pal 1 02/25/09 12:57
cis-1,3-Dichloropropene ND 0.50 0.16 po/L 1 02/25/09 12.57
I Dibromochloromethane ND 0.50 0.10 HolL 1 02/25/09 12:57
Ethylbenzene ND 0.50 0.10 ugit 1 02/25/09 12:57
Methylene chioride ND 2.00 0.16 poll 1 02/25/09 12:57
I Styrene ND 0.50 0.10 pgiL 1 02125/09 12:57
Tetrachloroethene ND 0.50 0.10 pg/L 1 02/25/09 12:57
Toluene ND 0.50 0.10 pglL 1 02/25/09 12:57
trans-1,2-Dichloroethene ND 0.50 0.10 wgll 1 02/25/09 12:57
I trans-1,3-Dichloropropene ND 0.50 0.16 ug/L 1 02125/09 42:57
Trichloroethene ND 0.50 0.10 Mg/l 1 02/25/08 12:57
Vinyl acetate ND 2.00 1.00 Mo/l 1 02/25/08 12:57
I Vinyl chioride __620 1.00 033 g/l 1 02/25/08 12:57
Quslifiers:  * Velue cxceeds Maximum Contaminant Level B Analyte detected in the associated Method Blank
E Value exceeds the instrument calibration range H Holding times for preparation or analysis exceeded
I J  Analyte detected below the PQI. ND Not Detected at the Practical Quantitation Limit (PQL)
P Prim./Conf. column %D or RPD exceeds limit S Spike Recovery outside accepted recovery limits
l Print Date: 02/26/09 8:29 430961 Project Supervisor: Pamela J. Titus 13




Life Science Laboratories, Inc. Analytical Results
5000 Brittonfield Parkway, Suite 200

@ East Syracuse, NY 13057 (315) 437-0200 StateCertNo:

CLIENT: O’Brien & Gere Engineers, Inc. Lab ID: 0902080-001A

Project: GEAE-Quarterly GW Sampling Client Sample ID: QSMW-7DFebl82009
W Order: 0902080 Collection Date: 02/18/09 11:40

Matrix: WATER Date Received: 02/19/09 10:12

Inst. ID: MSO01 11 Sample Size: 10 mL PrepDate:

ColumnID: Rtx-VMS %Moisture: BatchNo: R16516

Revision: 02/26/09 8:29 TestCode: 8260W CAL FilelD: 1-SAMP-T4837.D

Col Type:

Analyte " Result Qual PQL MDL Units DF Date Analyzed

VOLATILE ORGANIC COMPOUNDS BY GC/MS SW8260B

Xylenes (total) ND J 0.30 po/lL 1 02/25/09 12:57
Surr: 1,2-Dichloroethane-d4 101 %REC 1 02/25/09 12:57
Surmr: 4-Bromofluorobenzene 97 1 02/25/09 12:57
Sumr: Toluene-d8 98 1 02/25/09 12:57

Qualifiers: Value exceeds Maximum Contaminant Level B Analyte detected in the associated Method Blank
Value exceeds the instrument calibration range H Holding times for preparation or analysis exceeded
Analytc detected below the PQL ND Not Detected at the Practical Quantitation Limit (PQL)
Prim./Conf. column %D or RPD exceeds limit S Spike Recovery outside accepted recovery limmits
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Print Date: 02/26/09 8:29 430961 Project Supervisor: Pamela J. Titus




I Life Science Laboratories, Inc. Analytical Results
5000 Brittonfield Parkway, Suite 200 '
East Syracuse, NY 13057 (315) 437-0200 StateCertNo:
I CLIENT: O'Brien & Gere Engineers, Inc. Lab ID: 0902080-002A
. Project: GEAE-Quarterly GW Sampling Client Sample ID: OSMW-8SFebi82009
I W Order: 0902080 Collection Date:  02/18/09 12:10
Matrix: WATER Date Received: 02/19/09 10:12
Inst. ID:  MSO1 11 Sample Size: 10 mL PrepDate:
ColumnID: Rix-VMS YoMoisture: BatchNo: R16516
I Revision: 02/26/09 8:29 TestCode: 8260W CAL FileID: 1-SAMP-T4838D
Cﬂl Type: m
I Analyte Result QuaiPQL MDL Units DF Date Analyzed
VOLATILE ORGANIC COMPOUNDS BY GC/MS SW3a260B
1,1,1-Trichloroethane ND 0.50 0.10 pgiL 1 02/25/09 13:30
I 1,1,2,2-Tetrachioroethane ND 0.50 0.10 g/l 1 02/25/09 13:30
1,1,2-Trichloroethane ND 0.50 0.16 gl 1 02/25/09 13:30
1,1-Dichlcrosthane S| 0.50 0.10 pg/L 1 02/25/09 13:30
1,1-Dichloroethene ND 0.50 0.16 g/l 1 02/25/09 13:30
l 1,2-Dichloroethane ND 0.50 0.16 uglL 1 02/25/09 13:30
1,2-Dichloropropane ND 0.50 0.16 pg/L 1 02/25/09 13:30
2-Butanone ND 10.0 1.00 po/l 1 02/25/09 13:30
2-Hexanone ND 5.00 1.00 paiL 1 02/25/09 13:30
I 4-Methyl-2-pentanone ND 5.00 1.00 polL 1 02/25/09 13:30
Acetone 3.42{) 10.0 1.00 T 02/25/08 13:30
Benzene ND 0.50 0.10 pglL 1 02/25/09 13:30
I Bromadichloromethane ND 0.50 0.10 paiL 1 02/25/08 13:30 -
Bromoform ND 1.00 0.33 pgiL 1 02/25/09 13:30
Bromomethane ND 1.00 0.33 polL 1 02/25/09 13:30
Carbon disulfide ND 0.50 0.1 polL 1 02/25/09 13:30
l Carbon tetrachloride ND 0.50 0.10 ugiL 1 02/25/08 13:30
Chlorobenzene ' ND 0.50 0.10 porL 1 02/25/08 13:30
Chioroethane ND 1.00 0.33 pg/L 1 02/25/09 13:30
I Chloroform ND 0.50 0.10 pgiL 1 02/25/08 13:30
Chioromethane ND 1.00 0.33 pglL 1 02/25/09 13:30
cis-1,2-Dichloroethene —1.48 0.50 0.10 pgiL 1 02/25/09 13:30
cis-1,3-Dichloropropene ND 0.50 0.16 gL 1 02/25/09 13:30
I Dibromochioromethane ND 0.50 0.10 pgiL 1 02/25/09 13:30
Ethylbenzene ND 0.50 0.10 ugL 1 02/25/09 13:30
Methylene chioride ND 2.00 0.16 pg/L 1 02/25/09 13:30
I Styrene ND.. 050 0.10 pgiL 1 02/25/09 13:30
Tetrachloroethene 0.1{J ) 0.50 0.10 Hg/L 1 02/25/09 13:30
Toluene ND 0.50 0.10 o/l 1 02/25/09 13:30
trans-1,2-Dichloroethene ND 0.50 0.10 ugiL 1 02/25/09 13:30
I trans-1,3-Dichloropropene ND 0.50 0.16 ug/lL 1 02/25/09 13:30
Trichloroethene ND 0.50 0.10 pgiL 1 02/25/09 13:30
Viny! acetate ND 2.00 1.00 pg/lL 1 02/25/08 13:30
I Vinyl chioride —6.86 1.00 0.33 paiL 1 02/25/09 13:30 ‘
Qualifiers:  °  Value exceeds Maximum Contaminant Level B Analyte detected in the associated Method Blank 1
E Value exceeds the instrument calibration range H Holding times for preparation or analysis excecded |
I J  Analyte detected below the PQL ND Not Detected at the Practical Quantitation Limit (PQL)
) P Prim./Conf. column %D or RPD exceeds limit S Spike Recovery outside accepted recovery limits
l Print Date: 02/26/09 8:29 430962 Project Supervisor: Pamela J. Titus : 15




Life Science Laboratories, Inc. ~ Analytical Results
5000 Brittonfield Parkway, Suite 200
East Syracuse, NY 13057 (315) 437-0200 StateCertNo:
CLIENT: OBrien & Gere Engineers, Inc. Lab ID: 0902080-002A
Project: GEAE-Quarterly GW Sampling Client Sample 1D: OSMW-8SFebl182009
W Order: (0902080 Collection Date:  02/18/09 12:10
Matrix: WATER Date Received: 02/19/09 10:12
Inst. ID: MSO01 11 Sample Size: 10 mL PrepDate:
ColumniD: Rx-VMS Y% Moisture: BatchNo: R16516
Revision: 02/26/09 8:29 TestCode: 8260W CAL FileID: 1-SAMP-T4838.D
Col Type:
Analyte Result Qual PQL MDL Units DF Date Analyzed
VOLATILE ORGANIC COMPOUNDS BY GC/MS ) SwW8260B
Xylenes (total) ND 1.00 0.3 pgiL 1 02125/09 13:30
Surr: 1,2-Dichloroethane-d4 101 75-134 16 %REC 1 02/25/08 13:30
Surr: 4-Bromofluorobenzene 97 75-125 0.10 %REC 1 02/25/09 13:30
Surr: Toluene-d8 98 75-125 0.10 %REC 1 02/25/09 13:30
Qualifiers: " Value exceeds Maximum Contaminant Level " B Analyte detected in the associated Method Blank
E Value exceeds the instrument calibration range H Holding times for preparation or analysis exceeded
J  Analyte detected below the PQL ND Not Detected at the Practical Quantitation Limit (PQL)
P Prim/Conf. column %D or RPD exceeds limit S Spike Recovery outside accepted recovery limits
Print Date: 02/26/09 8:29 430962 Project Supervisor: Pamela J. Titus
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l Life Science Laboratories, Inc. Analytical Results
5000 Brittonfield Parkway, Suite 200
I East Syracuse, NY 13057 (315) 437-0200 StateCertNo:
CLIENT: O’Brien & Gere Engineers, Inc. Lab ID: 0902080-003A
Project: GEAE-Quarterly GW Sampling Client Sample ID: OSMW-8DFeb182009
l W Order: 0902080 ' Collection Date:  02/18/09 12:20
Matrix: WATER Date Received: 02/19/09 10:12
Inst. ID: MS01 11 Sample Size: 10 mL PrepDate:
ColumnID: Rix-VMS % Moisture; BatchNo: R16516
l Revision:  02/26/09 8:29 TestCode) 8P60W CAL FileID: 1-SAMP-T4839.D
Col Type: D
I Analyte Resulf Q%‘l PQL MDL Units DF Date Analyzed
VOLATILE ORGANIC COMPOUNDS BY GCMS Sw8260B
1,1,1-Trichloroethane ND 0.50 0.10 po/l 1 02/25/09 14:03
l 1,1,2,2-Tetrachloroethane ND 0.50 0.10 gl 1 02/25/09 14:03
1.1,2-Trichloroethane ND 0.50 0.16 Hg/L : 02/25/09 14:03
1,1-Dichloroethane ND 0.50 0.10 pe/l 1 02/25/09 14:03
1,1-Dichloroethene ND 0.50 0.16 V7 R 1 02/25/09 14:03
l 1,2-Dichloroethane ND 0.50 0.16 ug/L 1 02/25/09 14:03
1,2-Dichlcropropane ND 0.50 0.16 po/l 1 02/25/08 14:03
2-Butanone ND 10.0 1.00 pail By 02/25/09 14:03
l 2-Hexanone ND 5.00 1.00 poiL 1 02/25/09 14:03
4-Methyt-2-pentanone ND 5.00 1.00 pa/l 1 02/25/09 14:03
Acetone 3.33@ 10.0 1.00 pg/L | 02/25/08 14:03
Benzene ND 0.50 0.10 pgiL 1 02/25/09 14:03
I Bromodichioromethane ND 0.50 0.10 Mgl 1 02/25/09 14:03
Bromoform ND 1.00 0.33 paill 1 02/25/09 14:03
Bromomethane ND 1.00 0.33 pgll 1 02/25/09 14:03
Carbon disulfide ND 0.50 .11 pg/lL 1 02[25109 14:03
I Carbon tetrachioride ND 0.50 0.10 17/ 1 02/25/09 14:03
Chiorobenzene ND 0.50 0.10 po/l 1 02/25/09 14.03
Chloroethane ND. 1.00 0.33 pg/l 1 02/25/09 14:03
l Chioroform ND 0.50 0.10 g/l 1 02/25/09 14:03
Chloromethane ND 1.00 0:33 ug/L 1 02/25/09 14:03
cis-1,2-Dichioroethene ND 0.50 0.10 Ha/L 1 02/25/09 14:03
cis-1,3-Dichloropropene ND 0.50 0.16 g/l 1 02/25/09 14:03
I Dibromochloromethane ND 0.50 0.10 ug/L 1 02/25/09 14:03
Ethylbenzene ND 0.50 0.10 ugL 1 02/25/09 14:03
Methylene chioride ND 2.00 0.16 pg/ll 1 02/25/09 14:03
l Styrene ND 0.50 0.10 ug/L 1 02/25/09 14:.03
Tetrachioroethene ND 0.50 0.10 po/l 1 02/25/09 14.03
Toluene : ND 0.50 0.10 polL 1 02/25/08 14:03
trans-1,2-Dichloroethene ND 0.50 0.10 po/t 1 02/25/08 14:03
I trans-1,3-Dichloropropene ND 0.50 0.16 polL 1 02725/09 14.03
Trichlcroethene ND 0.50 0.10 pgfL 1 02725/09 14:03
Vinyl acetate ND 2.00 1.00 uglL 1 02/25/09 14:03
I Vinyl chioride 191 1.00 0.33 Wil 1 02/25/08 14:03
Qualifiers:  °  Yalue exceeds Maximum Contaminant Level B Analyte detected in the associatcd Mcthod Blank
E Valuc exceeds the instrument calibration range H Holding times for preparation or analysis exceeded
l J  Analyte detected below the PQL ND Not Detected at the Practical Quantitation Limit (PQL)
P Prim./Conf. column %D or RPD excceds limit S Spike Recovery outside accepted recovery limits
l Print Date: 02/26/09 8:29 430963 Project Supervisor: Pamela J. Titus 17




Life Science Laboratories, Inc.

5000 Brittonfield Parkway, Suite 200
East Syracuse, NY 13057

(315) 437-0200

Analytical Results

StateCenNo:

CLIENT: O’Brien & Gere Engineers, Inc.
Project: GEAE-Quarterly GW Sampling
W Order: (902080
Matrix: WATER
Inst. ID:  MSO1 11
ColumnID: Rtx-VMS
Revision:  02/26/09 8:29
Col Type:

% Moisture:

Sample Size: 10 mL

TestCode: 8260W CAL

Lab ID: 0902080-003A

Client Sample ID: OSMW-8DFeb182009
Collection Date:  02/18/09 12:20

Date Received: 02/19/09 10:12

PrepDate:
BatchNo:
FilelD:

R16516
1-SAMP-T4839.D

Analyte

Result Qual PQL

Units Date Analyzed

VOLATILE ORGANIC COMPOUNDS BY GC/MS

Xylenes (total) ND
Surr: 1,2-Dichloroethane-d4 103
Surr: 4-Bromafluorobenzene a7
Sumr: Toluene-d8 98

1.00
75-1
754125
75-125

SW82608

g/l 02/25/09 14:03
%REC 02/25/09 14:03
%REC 02/25/09 14:03
%REC 02/25/09 14:03

Qualifiers: Value exceeds Maximum Contaminant Lével

Value exceeds the instrument calibration range

Analyte detected below the PQL

Prim./Conf. column %D or RPD) exceeds limit

B Analyte detected in the associated Method Blank

H Holding times for preparation or analysis exceeded
ND Not Detected at the Practical Quantitation Limit (PQL)

S  Spike Recovery outside accepted recovery limits

Print Date: 02/26/09 8:29 430963

Project Supervisor: Pamela J. Titus




Life Science Laboratories, Inc. Analytical Results
5000 Brittonfield Parkway, Suite 200
East Syracuse, NY 13057 (315) 437-0200 StateCertNo:
CLIENT: OBrien & Gere Engineers, Inc, Lab ID: 0902080-004A
Project: GEAE-Quarterly GW Sampling Client Sample ID: ADW-8DFebl82009
W Order: 0902080 Collection Date: 02/18/09 11:30
Matrix: WATER Date Received: 02/19/09 10:12
Inst. ID: MS01 11 Sample Size: 10 mL PrepDate:
ColumnID: Rix-VMS %Moisture; BatchNo: R16516
Revision:  02/26/09 8:29 Testcﬂ\éow CAL FilelD: 1-SAMP-T4840.D
Col Type: i Q
v s
Analyte Result Qual PQL MDL Upits DF Date Analyzed
VOLATILE ORGANIC COMPOUNDS BY GC/MS SW8260B
1,1,1-Trichloroethane ND 0.50 0.10 uo/L 1 02/25/09 14:36
1,1,2,2-Tetrachlioroethane ND 0.50 0.10 pg/ll 1 02/25/09 14:36
1,1.2-Trichloroethane ND 0.50 0.16 po/ll 1 02/25/09 14:36
1,1-Dichloroethane ND 0.50 0.10 Mol 1 02/25/09 14:36
1,1-Dichioroethene ND 0.50 0.16 pg/L 1 02/25/09 14:36
1,2-Dichloroethane ND 0.50 0.16 pg/L 1 02/25/09 14:36
1,2-Dichioropropane ND 0.50 0.16 pg/L 1 02/25/09 14:36
2-Butancne ND 10.0 1.00 ug/L 1 02/25/09 14:36
2-Hexanone ND 5.00 1.00 ML 1 02/25/08 14:36
4-Methyl-2-pentanone ND 5.00 1.00 uolL 1 02/25/09 14:36
Acetone 3.31 @ 10.0 1.00 Ho/L 1 02/25/08 14:36
Benzene ND 0.50 0.10 po/L 1 02/25/089 14:36
Bromodichloromethane ND 0.50 0.10 pa/L 1 02/25/09 14:36
Bromoform ND 1.00 0.33 g/t 1 02/25/08 14:36
Bromomethane NO 1.00 0.33 pg/l 1 02/25/09 14:36
Carbon disulfide ND 0.50 0.11 pg/L 1 02725/08 14:36
Carbon tetrachloride ND 0.50 0.10 po/lL 1 02/25/09 14:326
Chlorobenzene ND 0.50 0.10 Ho/L 1 02/25/09 14:36
Chloroethane ND 1.00 0.33 pg/L 1 02/25/09 14:36
Chlorcform ND 0.50 0.10 poiL 1 02/25/09 14:36
Chloromethane ND 1.00 0.33 (17 8 1 02/25/09 14:36
cis-1,2-Dichloroethene ND 0.50 0.10 Mo/l 1 02/25/08 14:36
cis-1,3-Dichloropropene ND 0.50 0.16 ug/L 1 02/25/09 14:36
Dibromochloromethane ND 0.50 0.10 Hg/L 1 02/25/09 14:36
Ethylbenzene ; ND 0.50 0.10 Mg/l 1 02/25/09 14:36
Methylene chloride ND 2.00 0.16 ug/L 1 02/25/09 14:36
Styrene ND 0.50 0.10 o/l 1 02/25/09 14:36
Tetrachloroethene ND 0.50 0.10 Hg/L 1 02/25/09 14:36
Toluene ND 0.50 0.10 pa/L 1 02/25/09 14:36
trans-1,2-Dichloroethene ND 0.50 0.10 Mo/l 1 02/25/08 14:36
trans-1,3-Dichloropropene ND 0.50 0.16 pg/L 1 02/25/09 14:36
Trichloroethene ND 0.50 0.10 po/L 1 02/25/09 14:36
Vinyl acetate ND 2.00 1.00 polL 1 02/25/09 14:36
Vinyl chloride —185 1.00 0.33 palL 1 02/25/09 14:36
Qualifiers:  °  Value exceeds Maximum Contaminant Level ‘B Analyte detccted in the associated Method Blank
E  Value exceeds the instrument calibration range H Holding times for preparation or analysis exceeded
J  Analyte detected below the PQL ND Not Detected at the Practical Quantitation Limit (PQL)
P Prim./Conf. column %D or RPD exceeds limit S Spike Recovery outside accepted recovery limits
Print Date: 02/26/09 8:29 430964 Project Supervisor: Pamela J. Titus
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Life Science Laboratories, Inc. Analytical Results
5000 Brittonfield Parkway, Suite 200
East Syracuse, NY 13057 (315) 437-0200 StateCertNo:
CLIENT: OBrien & Gere Engineers, Inc. Lab ID: 0902080-004A
Project: GEAE-Quarterly GW Sampling Client Sample ID: A DW-8DFebl 82009
W Order: 0902080 Collection Date: 02/18/09 11:30
Matrix: WATER Date Received: 02/19/09 10:12
Inst. ID: MS01 11 Sample Size: 10 mL PrepDate:
ColumnlD: Rtx-VMS % Moisture: BatchNo: RI16516
Revision:  02/26/09 8:29 TestCode: 8260W CAL FilelD: 1-SAMP-T4840.D
Col Type:
Analyte : Result Qual PQL MDL Units DF Date Analyzed
VOLATILE ORGANIC COMPOUNDS BY GC/MS SW8260B
Xylenes (total) ND 1.00 0.30 TL7 8 1 02/25/09 14:36
Surr: 1,2-Dichloroethane-d4 103 75 0.16 %REC 1 02/25/09 14:36
Surr: 4-Bromofluorobenzene 97 [ 78125 0.10 %REC 1 02/25/09 14:36
Surr: Toluene-d8 99 75-125 0.10 %REC 1 02125/09 14:36
Quaifiers:  ° Value exceeds Maximym Contaminant Level B Analyte detected in the associated Method Blank
E  Value exceeds the instrument calibration range H Holding times for preparation or analysis cxceeded
J  Analyte detected below the PQL ND Not Detected at the Practical Quantitation Linit (PQL)
P Prim./Conf. cotumn %D or RPD exceeds limit S Spike Recovery outside accepted recovery limits
Print Date: 02/26/09 8:29 430964 Project Supervisor: Pamela J. Titus
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Life Science Laboratories, Inc. Analytical Results
5000 Brittonfield Parkway, Suite 200
East Syracuse, NY 13057 (315) 437-0200 StateCertNo:
CLIENT: O'Brien & Gere Engineers, Inc. Lab ID: 0902080-00SA
Project:  GEAE-Quarterly GW Sampling Client Sample ID: TBFehl182009
W Order: 0902080 Collection Date:  02/18/09 11:30
Matrix: WATER Q Date Received: 02/19/09 10:12
Tnst. ID: MSO01 11 Sample Size: 10 mL PrepDate:
ColumnID: Rtx-VMS %Moisture: BatchNo: R16516
Revision:  02/26/09 8:29 TestCode: 8260W CAL FilelD: 1-SAMP-T4841.D
Col Type:
Analyte - Result Qual PQL MDL Units DF Date Analyzed
VOLATILE ORGANIC COMPQUNDS BY GC/MS SW382608
1,1,1-Trichloroethane ND 0.50 0.10 polL 1 02/25/09 15:09
1,1,2.2-Tetrachloroethane ND 0.50 0.10 oL 1 02/25/09 15:09
1,1,2-Trichiorosthane : ND 0.50 0.16 palL 1 02/25/09 15:09
1,1-Dichloroethane ND 0.50 0.10 pglL 1 02/25/09 15:09
1,1-Dichioroethene ND 0.50 0.16 g/l 1 02/25/08 15:09
1,2-Dichloroethane ND 0.50 0.16 pgiL 1 02/25/09 15:09
1,2-Dichloropropane ND 0.50 0.16 ugL 1 02/25/09 15:09
2-Butanone ND 10.0 1.00 Mg/l 1 02725/08 15:09
2-Hexanone ND 5.00 1.00 waL 1 02/25/08 15:09
4-Methyl-2-pentanone ND 5.00 1.00 Mg/l 1 02/25/09 15:09
Acetone ND 10.0 1.00 Mgl 1 02/25/08 15:09
Benzene ND 0.50 0.10 pafL 1 02/25/08 15:09
Bromodichicromethane ND 0.50 0.10 Ho/L 1 02/25/09 15:09
Bromoform ND 1.00 0.33 ugnL 1 02/25/09 15:09
8romomethane ND 1.00 0.33 pa/l 1 02/25/09 15:08
Carbon disulfide ND 0.50 0.11 pa/l 1 02/25/09 15:09
Carbon tetrachloride ND 0.50 0.10 ug/L 1 02/25/09 15:09
Chiorobenzene ND 0.50 0.10 Ho/l | 02/25/09 15:09
Chioroethane ND 1.00 0.33 pg/L 1 02/25/09 15:08
Chloroform ND 0.50 0.10 o/l 1 02/25/09 15:08
Chloromethane ‘ ND 1.00 0.33 poll 1 02/25/09 15:09
cis-1,2-Dichloroethene ND 0.50 0.10 Ho/L 1 02/25/09 15:08
cis-1,3-Dichloropropene ND 0.50 0.16 (17 1 02/25/08 15.09
Dibromochioromethane ND 0.50 0.10 po/L 1 02/25/09 15:09
Ethylbenzene ND 0.50 0.10 poL 1 02/25/09 15:09
Methylene chiloride ND 2.00 0.16 pg/L 1 02/25/09 15:09
Styrene ND 0.50 0.10 polL 1 02/25/08 15:09
Tetrachloroethene ND 0.50 0.10 Hall 1 02/25/08 15:09
Toluene ND 0.50 0.10 HgL 1 02/25/08 15:09
trans-1,2-Dichloroethene ND 0.50 0.10 HgiL 1 02725/09 15:09
trans-1,3-Dichloropropene ND 0.50 0.16 pg/L 1 02r25/08 15:09
Trichloroethene ND 0.50 0.10 Mo/l 1 02/25/09 15:09
Vinyl acetate ND 2.00 1.00 pgh. 1 02/25/09 15:09
Vinyl chloride ND 1.00 0.33 pa/L 1 02/25/09 15:09
Qualifiers:  °  Value excesds Maximum Contaminant Level B Analyte detected in the associated Method Blank
E Vale exceeds the instrument calibration range H Holding times for preparation or analysis excesded
J  Analyte detected below the PQL ND Not Detected at the Practical Quantitation Lirait (PQL)
P Prim./Conf. column %D or RPT} exceeds limit S Spike Recovery outside accepted recovery limits
Print Date: 02/26/09 8:29 430965 Project Supervisor: Pamela J. Titus




Life Science Laboratories, Inc. Analytical Results

5000 Brittonfield Parkway, Suite 200
East Syracuse, NY 13057 (315) 437-0200 StateCertNo:

CLIENT: O'Brien & Gere Engineers, Inc. Lab ID: 0902080-005A
Project: GEAE-Quarterly GW Sampling Client Sample ID: TBFebI82009
W Order: 0902080 Collection Date:  02/18/09 11:30
Matrix: WATER Q Date Received: 02/19/09 10:12
Inst. ID:  MSO01 11 Sample Size: 10 mL PrepDate:

ColumnID: Rtx-VMS % Moisture: BatchNo: R16516

Revision:  02/26/09 8:29 TestCode: 8260W CAL FilelD: 1-SAMP-T4841.D
Col Type:

Analyte Result Quat PQL . MDL Units DF Date Analyzed

VOLATILE ORGANIC COMPOUNDS BY GC/MS SW82608
Xylenes (total) J 0.30 Mo/l
Surr: 1,2-Dichloroethane-d4 104 0.16 %REC
Surr: 4-Bromoflucrobenzene 97 0.10 %REC
Surr: Toluene-d8 0.10 %REC

02/25/09 15:09
02/25/09 15:09
02/25/09 15:09

1
1
1
1 02/25/09 15:09

*  Value exceeds Maximum Contaminant Level B Analytc detected in the associated Method Blank
E Valuc exceeds the instrument calibration range H Holding times for preparation or analysis exceeded

1 Analyte detected below the PQL ND Not Detected at the Practical Quantitation Limit (PQL)
P Prim./Conf. colurmn %D or RPD exceeds limit S Spike Recovery outside accepted recovery limits

Qualifiers:

N
N

Print Date: 02/26/09 8:29 430965 Project Supervisor: Pamela J. Titus
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l Life Science Laboratories, Inc. Analytical Results
5000 Brittonfield Parkway, Suite 200
l ast Syracuse, NY 13057 (315) 437-0200 StateCertNo:
CLIENT: OBrien & Gere Engineers, Inc. Lab ID: 0902080-006A
Project: GEAE-Quarterly GW Sampling . Client Sample ID: OSMW-I1PFebl182009
l W Order: 0902080 Collection Date:  02/18/09 13:45
Matrix: WATER Date Received: 02/19/09 10:12
Inst. ID:  MSO1 11 Sample Size: 10 mL PrepDate:
ColumulD: Rtx-VMS %Moisture; BatchNo: R16516
I Revision:  02/26/09 8:29 TestCode: f?;zsow CAL FilelD: 1-SAMP-T4842.D
Col Type: \ \ 0
I Analyte Result Qual PQL MDL Units DF Date Analyzed
VOLATILE ORGANIC COMPOUNDS BY GC/MS SW8260B
1,1,1-Trichioroethane ND 0.50 0.10 pgiL 1 02/25/09 15:42
I 1,1,2,2-Tetrachloroethane ND 0.50 0.10 gL 1 02/25/09 15:42
1,1,2-Trichloroethane ND 0.50 0.18 pglL 1 02/25/09 15:42
1.1-Dichloroethane —2.78 0.50 0.10 polL 1 02/25/09 15:42
1,1-Dichloroethene ND 0.50 0.16 palL 1 02/25/09 15:42
l 1,2-Dichloroethane ND 0.50 0.16 po/L 1 02/25/09 15:42
1,2-Dichioropropane ND 0.50 0.16 pgiL 1 02/25/09 15:42
2-Butanone ND 10.0 1.00 pg/L 1 02/25/09 15:42
I 2-Hexanone ND 5.00 1.00 pgl 1 02/25/09 15:42
4-Methyl-2-pentanone ND 500 1.00 pgiL 1 02/25/09 15:42
Acetone 2.33 U 10.0 1.00 pgiL 1 02/25/08 15:42
Benzene ND 0.50 0.10 oL 1 02/25/09 15:42
l Bromodichloromethane ND 0.50 0.10 pglL 1 02/25/09 15:42 |
Bromoform ND 1.00 0.33 pglL 1 02/25/00 15:42 |
Bromomethane ND 1.00 0.33 pg/l 1 02/25/08 15:42
Carbon disulfide ND 0.50 0.11 pgiL 1 02/25/08 15:42
l Carbon tetrachioride ND 0.50 0.10 ugiL 1 02/25/08 15:42
Chiorobenzene ND 0.50 0.10 ugiL 1 02/25/09 15:42
Chioroethane ND 1.00 0.33 gL 1 02/25/09 15:42
I Chioroform ND 0.50 0.10 palL 1 02/25/09 15:42
Chioromethane ND 1.00 0.33 paiL 1 02/25/09 15:42
cis-1,2-Dichloroethene 082 0.50 0.10 g/l 1 02/25/09 15:42
cis-1,3-Dichloropropene ND 0.50 0.16 pa 1 - 02/25/09 15:42
l Dibromochloromethane . ND 0.50 0.10 pa/L 1 02/25/09 15:42
Ethylbenzene ND 0.50 0.10 pgiL 1 02/25/09 15:42
Methylene chloride ND 2.00 0.16 polL 1 02/25/09 15:42
I Styrene ND 0.50 0.10 pa/L 1 02/25/09 15:42
Tetrachioroethene ND 0.50 0.10 ugil 1 02/25/09 15:42
Toluene ND 0.50 0.10 polL 1 02/25/09 15:42
trans-1,2-Dichloroethene : 0‘11@) 0.50 0.10 polL 1 02/25/09 15:42
l trans-1,3-Dichloropropene ND 0.50 0.16 oL 1 02/25/09 15:42
Trichloroethene 0.160) 050 0.10 palL 1 02/25/09 15:42
Vinyl acetate ND 2.00 1.00 pglL 1 02/25/09 15:42
' Vinyl chioride ND 1.00 . 033 pgfL 1 02/25/09 15:42
Qualifiers:  ° Value exceeds Maximum Contaminant Level B Analyte detected in the associated Method Blank
£ Value exceeds the instrument calibration range H Holding times for preparation or analysis exceeded
l 1 Analyte detected below the PQL ND Not Detected at the Practical Quantitation Limit (PQL)
P Prim./Conf. column %D or RPD cxceeds limit S  Spike Recovery outside accepted recovery limits
I Print Date: 02/26/09 8:29 430966  Project Supervisor: Pamela J. Titus 23




Life Science Laboratories, Inc.

5000 Brittonfield Parkway, Suite 200
East Syracuse, NY 13057 (315) 437-0200

Analytical Results

StateCertNo:

CLIENT:
Project:
W Order:
Matrix:
Inst. ID:

ColumnID: Rix-VMS

Revision:
Col Type:

O’Brien & Gere Engineers, Inc.
GEAE-Quarterly GW Sampling

0902080
WATER
MSO01 11 Sample Size: 10 mL
%Moisture:
TestCode:

02/26/09 8:29 8260W CAL

Lab ID: 0902080-006A

Client Sample ID: OSMW-1PFeb182009
Collection Date:  02/18/09 13:45

Date Received: 02/19/09 10:12

PrepDate:
BatchNo:
FilelD:

R16516
1-SAMP-T4842.D

Analyte

Result Qual PQL

MDL Units DF Date Analyzed

VOLATILE ORGANIC COMPOUNDS BY GC/MS
Xylenes (total) ND

Sumr: 1,2-Dichloroethane-d4

104

Surr: 4-Bromofivorobenzene
Surmr: Toluene-d8

Qualificrs:

SwWs260B
pall
%REC
%REC
%REC

0.30
0.16
0.10
0.10

02/25/08 15:42
Q2/25/09 15:42
02125/09 15:42
02/25/09 15:42

*  Value exceeds Maximum Contaminant Level
E Value exceeds the instrument calibration range
J  Analyte detected below the PQL

P Prim./Conf. column %D or RPD exceeds limit

B Analyte detected in the associated Method Blank

H Holding times for preparation or analysis exceeded
ND Not Detected at the Practical Quantitation Limit (PQL)

S Spike Recovery outside accepted recovery limits

Print Date: 02/26/09 8:29

430966

Project Supervisor: Pamela J. Titus
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Life Science Laboratories, Inc. Analytical Results
5000 Brittonfield Parkway, Suite 200 ' ‘
East Syracuse, NY 13057 (315) 4370200 StateCertNo:
CLIENT: O'Brien & Gere Engineers, Inc. Lab ID: 0902080-007A
Project: GEAE-Quarterly GW Sampling Client Sample ID: OSMW-1SFeb182009
W Order: 0902080 Collection Date:  02/18/09 13:55
Matrix: WATER Date Received: 02/19/09 10:12
Inst. ID:  MSO1 11 Sample Size: 10 mL PrepDate:
ColumplID: Rtx-VMS %Moisture: BatchNo: R16505
Revision:  02/25/09 11:23 TestCode: 8260W CAL FileID: 1-SAMP-T4819.D
Col Type:
Analyte Result Qual PQL MDL Units DF Date Analyzed
VOLATILE ORGANIC COMPOUNDS BY GC/MS SW8260B
1,1,1-Trichloroethane ND 50.0 10,0 polL @ 02/24/09 21:05
1,1,2,2-Tetrachloroethane ND 50.0 10.0 po/L 02/24/08 21:05
1,1,2-Trichloroethane ND 50.0 16.0 polL 100 02/24/09 21:05
1.1-Dichlcroethane — 56.0 50.0 10.0 pg/L 100 02/24/08 21:05
1,1-Dichloroethene ND 50.0 16.0 po/L 100 02/24/09 21:05
1,2-Dichlcroethane ND 50.0 16.0 ug/lL 100 02/24/09 21:05
1,2-Dichloropropane ND 50.0 16.0 pg/l 100 02724/09 21:05
2-Butanone ND 1000 100 1.1/ R 100 02/24/08 21:05
2-Hexanone ND 500 100 HoL 100 02/24/09 21:05
4-Methyi-2-pentanone ND 500 100 ug/L 100 02/24/09 21:05
Acetone ND 1000 100 pgiL 100 02/24/08 21:05
Benzene ND 50.0 10.0 ug/L 100 02/24/09 21:05
Bromodichloromethane ND 50.0 10.0 Ha/L 100 02/24/09 21:05
Bromoform ND 100 33.0 Mg/l 100 02/24/09 21:05
Bromomethane ND 100 33.0 Hg/lL 100 02/24/09 21:05
Carbon disulfide ND 50.0 11.0 Hg/l 100 02/24/09 21:05
Carbon tetrachloride ND 50.0 10.0 pg/l 100 02/24/08 21:05
Chiorobenzene ND 50.0 10.0 pa/L 100 02/24/09 21:05
Chioroethane ND 100 33.0 po/L 100 02/24/09 21:05
Chloroform ND 50.0 10.0 pg/l 100 02/24/09 21:05
Chloromethane ND 100 33.0 pa/l 100 02/24/08 21:05
cis-1,2-Dichloroethene ~——2890 50.0 10.0 pa/k 100 02/24/09 21:05
cis-1,3-Dichloropropene ND 50.0 16.0 po/ll 100 02/24/09 21:05
Dibromochloromethane ND 50.0 10.0 polL 100 02724/08 21:05
Ethylbenzene ND 50.0 10.0 pglL 100 02/24/08 21:05
Methylene chloride ND 200 16.0 pol 100 02/24/08 21:05
Styrene ND 50.0 10.0 pg/L 100 02/24/09 21:05
Tetrachloroethene ND 50.0 10.0 pofl 100 02/24/08 21:05
Tolvene ND 50.0 10.0 poll 100 02/24/09 21:05
trans-1,2-Dichloroethene R I | 50.0 10.0 gl 100 02/24/09 21:05
trans-1,3-Dichloropropene ND 50.0 16.0 pg/L 100 02/24/08 21:05
Trichloroethene ND 50.0 10.0 Mg/l 100 02/24/09 21:05
Vinyl acetate ND 200 100 ug/l 100 02/24/09 21:05
Vinyl chloride 268 100 33.0 ug/l 100 02/24/09 21:08
Qualifiers:  °  Value exceeds Maximum Contaminant Level B Analyte detected in the associated Method Blank
E Value exceeds the instrument calibration range H. Holding times for preparation or analysis exceeded
J  Analyte detected below the PQL ND Not Detected at the Practical Quantitation Limit (PQL)
P Prm./Conf. column %D or RPD exceeds limit S Spike Recovery outside accepted recovery limits
Print Date: 02/26/09 8:29 430905 Project Supervisor: Pamela J. Titus




Life Science Laboratories, Inc. Analytical Results
5000 Brittonfield Parkway, Suite 200
East Syr_acuse, NY 13057 (315) 437-0200 _ StateCertNo:

CLIENT: O’Brien & Gere Engineers, Inc. Lab ID: 0902080-007A

Project: GEAE-Quarterly GW Sampling

W Order: 0902080
Matrix: WATER

Client Sample ID: OSMW-1SFeb182009

Collection Date:  02/18/09 13:55
Date Received: 02/19/09 10:12

Inst. ID:  MSOI1 11 Sample Size: 10 mL PrepDate:
ColumnID: Rix-VMS % Maisture: BatchNo: R16505
Revision:  02/25/09 11:23 TestCode: B260W CAL FilelD: 1-SAMP-T4819.D
Col Type:
Analyte Result Qual PQL MDL Units DF Date Analyzed
VOLATILE ORGANIC COMPOUNDS BY GC/MS SW8260B
Xylenes (total) 30.0 pol 100 02/24/09 21:05
Surr: 1,2-Dichloroethane-d4 16.0 %REC 100 02/24/09 21:05
Surr: 4-Bromofiucrobenzene 10.0 %REC 100 02/24/09 21:05
Surr: Toluene-d8 10.0 %REC 100 02/24/09 21:05
Qualifiers:  °  Value exceeds Maximum Contaminant Level B Analyte detected in the associated Method Blank
E  Value exceeds the instrument calibration range H Holding times for preparation or analysis exceeded
J  Analyte detected below the PQL ND Not Detected at the Practical Quantitation Limit (PQL)
P Prim./Conf. column %D or RPD exceeds limit

S Spike Recovery outside accepted recovery limits

Print Date: 02/26/09 8:29 430905 Project Supervisor: Pamela J. Titus
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l Life Science Laboratories, Inc. Analytical Results
Brittonfield Parkway, Suite 200
East Syracuse, NY 13057 (315) 437-0200 StateCertNo:
l CLIENT: O'Brien & Gere Engineers, Inc. Lab ID: 0902080-003A
Project: GEAE-Quarterly GW Sampling Client Sample ID: OSMW-1DFebi182009
I W Order: 0902080 Collection Date:  02/18/09 14:05
Matrix: WATER Date Received: 02/19/09 10:12
Inst. ID: MSO01 11 Sample Size: 10 mL PrepDate:
ColumnID: Rtx-VMS % Moisture: BatchNo: R16516
l Revision:  02/26/09 8:29 TestCode: 8(2:\60W CAL FilelD: 1-SAMP-T4343.D
Col Type: O e
l Analyte Rmn&ﬁ@rm MDL Units  DF Date Analyzed
VOLATILE ORGANIC COMPOUNDS BY GC/MS 3 SW8260B
1,1,1-Trichloroethane ND 125 2.50 polL @ 02/25/09 16:14
1,1,2,2-Tetrachloroethane ND 12.5 2.50 pglL 25 02/25/09 16:14
I 1,1,2-Trichlorosthane ND 125 4.00 pgiL 25 02/25/09 16:14
1,1-Dichloroethane ~—17.8 125 2.50 pglL 25 02/25/09 16:14
1,1-Dichloroethene ND 125 4.00 po/L 25 02/25/08 16:14
I 1,2-Dichloroethane ND 125 4.00 ug/L 25 02/25/09 16:14
1,2-Dichloropropane ND 125 4.00 gL 25 02/25/09 16:14
2-Butanone ND 250 25.0 pglL 25 02/25/09 16:14
2-Hexanone ND 125 25.0 pg/L 25 02/25/09 16:14
I 4-Methyl-2-pentanone ND 125 25.0 pg/L 25 02/25/09 16:14
Acetone ND 250 25.0 pg/L 25 02/25/09 16:14
Benzene ND 125 2.50 Ha/L 25 02/25/09 16:14
I Bromodichloromethane ND 125 250 Hg/L 25 02/25/09 16:14
Bromoform ND 25.0 8.25 Hg/L 25 02/25/09 16:14
Bromomethane ND 25.0 8.25 polL 25 02/25/09 16:14
Carbon disulfide ND 12,8 275 pglL 25 02/25/08 16:14
I Carbon tetrachlonde ND 12.5 2.50 pa/l 25 02/25/09 16:14
Chiorobenzene ND 12,5 2.50 pglt 25 02/25/02 16:14
Chioroethane ND 25.0 8.25 pglL 25 02/25/09 16:14
l Chioroform ND 125 2.50 pgl 25 02/25/09 16:14
Chloromethane ND 25.0 8.25 polL 25 02/25/09 16:14
cis-1,2-Dichioroethene — 516 125 2.50 pg/L 25 02125/09 16:14
cis-1,3-Dichloropropene ND 125 4.00 po/L 25 02/25/09 16:14
l Dibromochicromethane ND 125 2.50 pa/L 25 02/25/09 16:14
Ethylbenzene ND 125 2.50 ugiL 25 02/25/09 16:14
Methylene chloride ND 50.0 400 po/lL 25 02/25/09 16:14
' Styrene ND 125 250 pgiL 25 02/25/09 16:14
Tetrachlcroethene ND 12.5 2.50 po/L 25 02/25/09 16:14
Toluene ND 125 2.50 Ho/L 25 02/25/09 16:14
trans-1,2-Dichloroethene —11.4J 12.5 2.50 Hg/l 25 02/25/09 16:14
I trans-1,3-Dichloropropene ND 12,5 4.00 pgiL 25 02/25/09 16:14
Trichiorcethene ND 125 2.50 pg/lL 25 02/25/09 16:14
Vinyl acstate ND 50.0 250 po/l 25 02/25/08 16:14
I Viny! chioride 164 250 8.25 poL 25 02/25/09 16:14
Qualifiers:  * Valucoxceeds Maximum Contaminant Level B Analyte detected in the associated Method Blank
E Value exceeds the instrument calibration range H Holding times for preparation or analysis cxcceded
l J  Analyte detected below the PQL ND Not Detected at the Practical Quantitation Limit (PQL)
P Prim./Conf. column %D or RPD exceeds limit S Spike Recovery outside accepted recovery limits
l Print Date: 02/26/09 8:29 430967 Project Supervisor: Pamela J. Titus 27




Life Science Laboratories, Inc. Analytical Results
5000 Brittonfield Parkway, Suite 200
East Syracuse, NY 13057 (315) 437-0200 StateCertNo:
CLIENT: O'Brien & Gere Engineers, Inc. Lab ID: 0902080-008A
Praject: GEAE-Quarterly GW Sampling Client Sample ID: OSMW-IDFebi182009
W Order: 0902080 Collection Date:  02/18/09 14:05
Matrix: WATER Date Received: 02/19/09 10:12
Inst. ID:  MSOI1 11 Sample Size: 10 mL PrepDate:
ColumniD: Rtx-VMS %Moisture: BatchNo: R16516
Revision:  02/26/09 8:29 TestCode: 38260W CAL FileID: 1-SAMP-T4843 D
Col Type:
Analyte Result Qual PQL MDL Units DF Date Analyzed
VOLATILE ORGANIC COMPOUNDS BY GC/MS SW8260B
Xylenes {total) ND 7.50 polL 25 02/25/09 16:14
Surr: 1,2-Dichiorcethane-d4 105 400 %REC 25 02/25/09 16:14
Surr: 4-Bromoflucrobenzene 97 250 %REC 25 02/25/09 16:14
Surr: Toluene-d8 o8 250 %REC 25 02/25/08 16:14
Qualifiers:  * Value exceeds Maximum Contaminant Level B Analyte detected in the associated Method Blank
E Value exceeds the instrument calibration range H Holding times for preparation or analysis exceeded
J  Analyte detected below the PQL ND Not Detected at the Practical Quantitation Limit (PQL)
P Prim./Conf. column %D or RPD exceeds limit S  Spike Recovery outside accepted recovery limits
Print Date: 02/26/09 8:29 430967 Project Supervisor: Pamela J. Titus
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l Life Science Laboratories, Inc. Analytical Results
5000 Brittonfield Parkway, Suite 200
East Syracuse, NY 13057 _(315) 437-0200 StateCertNo:
l CLIENT: O'Brien & Gere Engineers, Inc. Lab ID: 0902080-009A
Project: GEAE-Quarterly GW Sampling Client Sample ID: OSMW-2PFebl82009
W Order: (0902080 Collection Date:  02/18/09 13:30
' Matrix: WATER Date Received: 02/19/09 10:12
Inst. ID:  MS01 11 Sample Size: 10 mL PrepDate:
ColumnID: Rtx-VMS %Moistures BatchNo: R16516
I Revision: 02/26/09 8:29 T " §260W CAL FilelD: 1-SAMP-T4844.D
Col Type:
l Analyte Result Qual PQL MDL Units DF Date Analyzed
VOLATILE ORGANIC COMPOUNDS BY GC/MS SW8260
1,1,1-Trichloroethane —58 250 0.50 o s/ 02/25/09 16:47
1,1,2 2-Tetrachloroethane ND 2.50 0.50 po/L 5 02/25/09 16:47
I 1,1,2-Trichlorosthane ND 2.50 0.80 uglL 5 02/25/09 16:47
1,1-Dichioroethane 2.3&9 2.50 0.50 HgiL 5 02/25/09 16:47
1,1-Dichioroethene N 2.50 0.80 polL 5 02/25/08 16:47
I 1,2-Dichioroethane ND 2.50 0.80 w5 02/25/09 16:47
1,2-Dichloropropane ND 250 0.80 pg/L 5 02/25/08 16:47
2-Butanone ND 50.0 5.00 po/lL 5 02125/08 16:47
2-Hexanone ND 25.0 5.00 g/l 5 02/25/09 16:47
I 4-Methyl-2-pentanone ND 25.0 5.00 gL 5 02/25/09 16:47
Acetone 5-5((.|/) 50.0 5.00 gL 5 02/25/09 16:47
Benzene ND 2.50 0.50 g/l 5 02/25/09 16:47
l Bromodichloromethane NO 2.50 0.50 ugiL 5 02/25/09 16:47
Bromoform ND 5.00 1.65 pg/L 5 02/25/09 16:47
Bromomethane ND 5.00 165 Mg/l 5 02/25/09 16:47
Carbon disulfide ND 2.50 0.55 pgiL 5 02/25/09 16:47
I Carbon tetrachloride ND 2.50 0.50 pgiL 5 02/25/09 16:47
Chiorobenzene ND 2.50 0.50 wg/L 5 02/25/09 16:47
Chloroethane ND 5.00 1.65 pg/L 5 02/25/09 16:47
I Chioraform ND 2.50 0.50 polL 5 02/25/09 16:47
Chloromethane ND 5.00 1.65 pgll 5 02/25/09 16:47
cis-1,2-Dichloroethene —2.50 2.50 0.50 uglL 5 02/25/09 16:47
cis-1,3-Dichloropropene ND 2.50 0.80 pagiL 5 02/25/08 16:47
l Dibromochicromethane ND 2.50 0.50 gL 5 02/25/08 16:47
Ethyibenzene ND 2.50 0.50 pglL 5 02/25/09 16:47
Methylene chioride ND 10.0 0.80 g/l 5 02/25/09 16:47
I Styrene ND 2.50 0.50 g/l 5 02/25/08 16:47
Tetrachlorosthene ND 2.50 0.50 gL 5 02/25/09 16:47
Toluene ND 2.50 0.50 g/l 5 02/25/09 16:47
trans-1,2-Dichloroethene ND 2.50 0.50 pa/L 5 02125/09 16:47
I trans-1,3-Dichioropropene ND 250 0.80 pg/L S 02/25/09 16:47
Trichloroethene <110 2.50 0.50 g/l 5 02/25/09 16:47
Vinyl acetate ND 10.0 5.00 pgil 5 02/25/09 16:47
l Vinyl chioride ND 5.00 1.65 V78 5 02/25/09 16:47
Qualifiers:  *  Valuc cxceeds Maximum Contaminant Level "B Analyte detected in the associated Method Blank
E Value exceeds the instrument calibration range H Holding times for preparation or analysis exceeded
l 1 Analyte detected below the PQL ND Not Detectzd at the Practical Quantitation Limit (PQL)
P Prim./Conf. column %D or RPD exceeds limit S Spike Recovery outside accepted recovery limits
l Print Date: 02/26/09 8:29 430968  Project Supervisor: Pamela J. Titus 29




Life Science Laboratories, Inc. Analytical Results
5000 Brittonfield Parkway, Suite 200
East Syracuse, NY 13057 (315) 437-0200 3 StateCertNo:

CLIENT: O'Brien & Gere Engincers, Inc. Lab ID: 0902080-009A

Project: GEAE-Quarterly GW Sampling

Client Sample ID: OSMW-2PFeb182009

W Order: 0902080 Collection Date:  02/18/09 13:30
Matrix: WATER Date Received: 02/19/09 10:12
Inst. 1D: MSQO1 11 Sample Size: 10 mL PrepDate:
ColumniID: Rtx-VMS % Moisture: BatchNo: R16516
Revision: 02/26/09 8:29 TestCode: 8260W CAL FileID: 1-SAMP-T4844.D
Col Type:
Analyte Result Qual PQL MDL Units DF Date Analyzed
VOLATILE ORGANIC COMPOUNDS BY GC/MS SW32608
Xylenes (total) ND 5.00 " 1.50 Hg/L 5 02/25/09 16:47
Sum: 1,2-Dichloroethane-d4 106 75-134 0.80 %REC 5 02/25/08 16:47
Sum: 4-Bromofluorobenzene 98 75 0.50 %REC S 02/25/09 16:47
Sum: Toluene-d8 a7 125 0.50 %REC 5 02/25/09 16:47
Qualifirs:  °  Value exceeds Maximum Contammant Level B Analyte detected in the associated Method Blank
E Value exceeds the instrument calibration range H Holding times for preparation or analysis excecded
J  Analyte detected below the PQL ND Not Detected at the Practical Quantitation Limit (PQL)
P Prim./Conf. column %D or RPD exceeds limit S Spike Recovery outside accepted recovery limits
Print Date: 02/26/09 8:29 430968 Project Supervisor: Pamela J. Titus
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Life Science Laboratories, Inc. Analytical Results
5000 Brittonfield Parkway, Suite 200
East Syracuse, NY 13057 (315) 4370200 StateCertNo:
CLIENT: O’Brien & Gere Engineers, Inc. Lab ID: 0902030-010A
Project: GEAE-Quarterly GW Sampling Client Sample ID: EBFebi82009
W Order: 0902080 Collection Date:  02/18/09 14:30
Matrix: WATER Q Date Received: 02/19/09 10:12
Inst. TD:  MSO1 11 Sample Size: 10 mL PrepDate:
ColumnID: Rx-VMS % Moisture: BatchNo: R16516
Revision: 02/26/09 8:29 TestCode: 8260W CAL FilelD: 1-SAMP-T4845.D
Col Type:
Analyte Result Qual PQL MDL Units DF Date Analyzed
VOLATILE ORGANIC COMPOUNDS BY GC/MS SW82608
1.1,1-Trichloroethane ND 0.50 0.10 Mo/l 1 02/25/08 17:20
1,1,2,2-Tetrachloroethane ND 0.50 0.10 pg/L 1 02/25/08 17:20¢
1,1,2-Trichloroethane ND 0.50 0.16 poL 1 02/25/09 17:20
1,1-Dichloroethane ND 0.50 0.10 pgL 1 02/25/09 17:20
1,1-Dichloroethene ND 0.50 0.18 po/lL 1 02/25/08 17:20
1,2-Dichloroethane ND 0.50 0.16 po/l 1 02/25/08 17:20
1,2-Dichloropropane ND 0.50 0.16 pa/l 1 02/25/09 17:20
2-Butanone ND 10.0 1.00 poll 1 02/25/08 17:20
2-Hexanone ND 5.00 1.00 pg/l 1 02/25/09 17:2C
4-Methyl-2-pentanone ND 5.00 1.00 Mg/l 1 02/25/09 17.20
Acetone ND 10.0 1.00 pg/L 1 02/25/09 17:20
Benzene ND 0.50 0.10 pg/L 1 02125/08 17:20
Bromodichloromethane ND 0.50 0.10 pg/L 1 02r25/089 17:20
Bromoform ND 1.00 0.33 g/l 1 02r25/09 17:20
Bromomethane ND 1.00 0.33 pg/L 1 02/25/09 17:20
Carbon disulfide ND 0.50 0.11 B 1 02/25/09 17:20
Carbon tetrachloride ND 0.50 0.10 g/l 1 02/25/09 17:20
Chiorobenzene ND 0.50 0.10 pg/L 1 02/25/09 17:20
Chioroethane ND 1.00 0.33 /L 1 02/25/09 17:20
Chioroform ND 0.50 0.10 gL 1 02/25/09 17:20
Chioromethane ND 1.00 0.33 pgil 1 02/25/09 17:20
cis-1,2-Dichloroethene ND 0.50 0.10 g/l 1 02/25/09 17:20
cis-1,3-Dichloropropene ND 0.50 0.16 Mgl 1 02/25/09 17:20
Dibromochioromethane ND 0.50 0.10 Mg/l 1 02/25/09 17:20
Ethylbenzene ND 0.50 0.10 Mo/ 1 02/25/09 17:20
Methylene chloride ND 2.00 0.16 po/L 1 02/25/09 17:20
Styrene ND 0.50 0.10 po/L 1 02/25/03 17:20
Tetrachloroethene ND 0.50 0.10 HolL 1 02/25/08 17:20
Toluene ND 0.50 0.10 HO/L 1 02/25/02 17:20
trans-1,2-Dichloroethene ND 0.50 0.10 po/l 1 02/25/08 17:20
trans-1,3-Dichioropropene ND 0.50 0.16 pg/l 1 02/25/08 17:20
Trichloroethene ND 0.50 0.10 pa/L 1 02/25/09 17:20
Vinyl acetate ND 2.00 1.00 pall 1 02/25/09 17:20
Vinyl chloride ND 1.00 0.33 pafL 1 02/25/09 17:20
Qualifiers:  °  Value exceeds Maximum Contaminant Level B Analyte detected in the associated Method Blank
E Value exceeds the instrument calibration range H Holding times for preparation or analysis cxcecded
J  Analyte detected below the PQL ND Not Detccted at the Practical Quantitation Limit (PQL)
P Prim./Conf. column %D or RPD excecds limit S Spike Recovery outside accepted recovery limits
Print Date: 02/26/09 8:29 430969 Project Supervisor: Pamela J. Titus



Life Science Laboratories, Inc. Analytical Results
5000 Brittonfield Parkway, Suite 200

East Syracuse, NY 13057 (315) 437-0200 StateCertNo:

CLIENT: O’Brien & Gere Engineers, Inc. Lab ID: 0902080-010A
Project: GEAE-Quarterly GW Sampling Client Sample ID: EBFebl182009
W Order: 0902080 Collection Date:  02/18/09 14:30
Matrix: WATER Q Date Received:  02/19/09 10:12
Imst. ID:  MSOl 11 Sample Size: 10 mL PrepDate: ‘
ColumnID: Rtx-VMS % Moisture: BatchNe: R16516

Revision: 02/26/09 8:29 TestCode: 8260W CAL FilelD: 1-SAMP-T4845 D
Col Type:

Analyte Result Qual PQL MDL Units DF Date Analyzed

VOLATILE ORGANIC COMPOUNDS BY GC/MS SW8260B

Xylenes (total) ND 0.30 pa/t 1 02/25/09 17:20
Surr: 1,2-Dichloroethane-d4 108 %REC 1 02/25/09 17:20
Surr: 4-Bromofluorobenzene %REC 1 02/25/09 17:20
Surmr: Toluene-d8 %REC 1 02/25/09 17:20

Qualifiers: Value exceeds Maximum Contaminant Level "B Analyte detected in the associated Method Blank
Value exceeds the instrument calibration range H Holding times for preparation or analysis exceeded
Analyte detected below the PQL ND Not Detected at the Practical Quantitation Limit (PQL)
Prim./Conf. column %D or RPD exceeds limit S Spike Recovery outside accepted recovery limits

w
N

Print Date: 02/26/09 8:29 430969 Project Supervisor: Pamela J. Titus
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l Life Science Laboratories, Inc. Analytical Results
5000 Brittonfield Parkway, Suite 200 :
l East Syracuse, NY 13057 (315) 437-0200 StateCertNo:
CLIENT: O'Brien & Gere Engineers, Inc. Lab ID: 0902083-001A
Project: GEAE-Quarterly GW Sampling Client Sample ID: TBFebl92009
l W Order: 0902088 Collection Date:  02/19/09 9:00
Matrix: WATER Q Date Received: 02/20/09 10:30
Inst. ID:  MSO1 11 Sample Size: 10 mL PrepDate:
l ColumnID: Rix-VMS %Moisture: BatchNo: R16532
Revision: 02/27/09 9:50 TestCode: 8260W CAL FileID: 1-SAMP-T4868.D
Col Type:
I Analyte Result Qual PQL ' MDL Units DF Date Analyzed
VOLATILE ORGANIC COMPOUNDS BY GC/MS ’ SW8260B
1,1,1-Trichloroethane ND 0.50 0.10 pg/l 1 02/26/09 17:48
I 1,1,2,2-Tetrachloroethane ND 0.50 0.10 . g 1 02/26/09 17:48
1,1,2-Trichloroethane ND 0.50 0.16 pgiL 1  02/26/09 17:48
“1,1-Dichioroethane ND 0.50 0.10 porL 1 02/26/09 17:48
1,1-Dichloroethene ' ' ND 050 0.16 po/L 1 | 02/26/09 17:48
' 1,2-Dichioroethane ND 0.50 0.16 pg/L 1 02/26/09 17:48
1,2-Dichloropropane ND 0.50 0.16 pa/L 1 02/26/09 17:48
2-Butanone ND 10.0 1.00 pall 1 02/26/09 17:48
l 2-Hexanone ND 5.00 1.00 pa/l 1 02/26/09 17:48
4-Methyl-2-pentanone ND 5.00 1.00 HolL 1 02/26/09 17:4B
Acetone ND 10.0 1.00 HolL 1 02/26/09 17:48
Benzene ND 0.50 0.10 paiL 1 02/26/09 17:48
I Bromeodichloromethane ND 0.50 0.10 pglL 1 02/26/09 17:48
Bromoform ND 1.00 0.33 pg/L 1 02/26/09 17:48
Bromomethane ND 1.00 0.33 poiL 1 02/26/09 17:48
l Carbon disulfide ND 0.50 0.11 polL 1 02/26/09 17:48
Carbon tetrachloride ND 0.50 0.10 polL 1 02/26/09 17:48
Chlorobenzene ND 0.50 0.10 pg/l 1 02/26/09 17:48
Chloroethane ND 1.00 0.33 po/l 1 02/26/09 17:48
I Chieroform ND 0.50 0.10 pglL 1 .02/26/09 17:48
Chioromethane ND 1.00 0.33 pglL 1 02/26/09 17:48
cis-1,2-Dichloroethene ND 0.50 0.10 polL 1 02/26/09 17:48
I cis-1,3-Dichioropropene ND 0.50 0.16 pgiL 1 02/26/09 17:48
Dibromochioromethane ND 0.50 0.10 po/l 1 02/26/09 17:48 |
Ethylbenzene ND 0.50 0.10 poi 1 02/26/09 17:48 |
Methyleng chioride ND 2.00 0.16 pol 1 02/26/08 17:48 |
I Styrene ND 0.50 0.10 ug/lt. 1 02/26/08 17:48 |
Tetrachloroethene ND 0.50 0.10 polL 1 02/26/09 17:48
Toluene ND 0.50 0.10 uolL 1 02/26/08 17:48
l trans-1,2-Dichloroethene ND 0.50 0.10 pgiL 1 02/26/09 17:48
trans-1,3-Dichloropropene ND 0.50 0.16 (17 1 02/26/09 17:48
Trichloroethene ND 0.50 0.10 pgiL 1 02/26/09 17:48
Vinyl acetate ND 200 1.00 gl 1 02/26/09 17:48
I Vinyl chloride ND 1.00 0.33 pgL 1 02/26/09 17:48
Qualifirs:  *  Value exceeds Maximum Contaminant Level B Analyte detected in the associated Method Blank
E Value cxceeds the instrument calibration range H Holding times for preparation or analysis exceeded
l J  Analyte detected below the PQL ND Not Detected at the Practical Quantitation Limit (PQL)
P Prim/Conf. column %D or RPD excecds Limit S Spike Recovery outside accepted recovery limits 37
l _ Print Date: 03/02/09 11:57 431355 Project Supervisor: Pamela J. Titus




Life Science Laboratories, Inc. Analytical Results
5000 Brittonfield Parkway, Suite 200

East Syracuse, NY 13057 (315) 437-0200 StateCertNo:

CLIENT: O'Brien & Gere Engineers, Inc. Lab ID: 0902083-001A
Project: GEAE-Quarterly GW Sampling Client Sample ID: TBFebi192009

W Order: 0902088 Collection Date:  02/19/09 9:00
Matrix: WATER Q . Date Received: 02/20/09 10:30
Inst. ID: MSO1 11 Sample Size: 10 mL PrepDate:

ColumnlD: Rix-VMS %Moisture: BatchNo: R16532

Revision:  02/27/09 9:50 TestCode: 8260W CAL FileID: 1-SAMP-T4868.D

Col Type:

Analyte Result Qual PQL MDL Units DF Date Analyzed

VOLATILE ORGANIC COMPOUNDS BY GC/MS SW8260B

Xylenes (tatal) ND ! 0.30 ol 1 02/26/09 17:48
Surr: 1,2-Dichlaroethane-d4 107 . 0.16 %REC 1 02/26/09 17:48
Surr: 4-Bromofluorcbenzene 96 | 0.10 %REC 1 02/26/09 17:48
Surr: Toluene_-da_ 97 0.10 %HREC 1 02/26/09 17:48

Quliﬁ;n: Value exceeds Maximum Contaminant Level B Analyte detccted in the assaciated Method Blank
Value exceeds the instrument calibration range H Holding times for preparation or analysis exceeded
Analyte detected below the PQL ND Not Detected at the Practical Quantitation Limit (PQL)
Prim /Conf. column %D or RPD exceeds limit S Spike Recovery outside accepted recovery limits

w
o

Print Date: 03/02/09 11:57 431355 Project Supervisor: Pamela J. Titus




l Life Science Laboratories, Inc. Analytical Results
5000 Brittonfield Parkway, Suite 200
I East Syracuse, NY 13057 (315) 437-0200 StateCertNo:
CLIENT: O'Brien & Gere Engineers, Inc. Lab ID: 0902083-002A
Project: GEAE-Quarterty GW Sampling Client Sample ID: FBFebl92009-01
l W Order: 0902038 Collection Date:  02/19/09 9:00
Matrix: WATER Q Date Received:  02/20/09 10:30
Inst. 1D: MSO01 11 Sample Size: 10 mL PrepDate;
l ColumnID: Rex-VMS %Moisture: BatchNo: R16532
Revision: 02/27/09 9:50 TestCode: 8260W CAL FilelD: 1-SAMP-T4869.D
Col Type:
l Analyte Result Qual PQL MDL Units DF Date Analyzed
VOLATILE ORGANIC COMPOUNDS BY GC/MS SW8260B
1,1,1-Trichloroethane ND 0.50 0.10 gL 1 © 02/26/08 18:21
l 1,1,2,2-Tetrachloroethane ND 0.50 0.10 g/l 1 02/26/08 18:21
1,1,2-Trichloroethane ND 0.50 0.16 ugh 1 02/26/08 18:21
1,1-Dichloroethane ND © 0.50 0.10 T R 02/26/08 18:21
1,1-Dichioroethene ND 0.50 0.16 w1 02/26/09 18:21
l 1,2-Dichloroethane ND 0.50 0.16 pgiL 1 02/26/09 18:21
~1,2-Dichiloropropane ND 0.50 0.16 ug/L 1 02/26/09 18:21
2-Butanone ND 10.0 1.00 gL 1 02/26/09 18:21
l 2-Hexanone ND 5.00 1.00 pgiL 1 02/26/09 18:21
4-Methyl-2-pentanone ND 5.00 1.00 ug/L 1 02/26/09 18:21
Acetone ND 10.0 1.00 pgiL 1 02/26/09 18:21
Benzene ND 0.50 0.10 pgiL 1 02/26/09 18:21
l Bromodichloromethane ND 0.50 0.10 g/l 1 02/26/08 18:21
Bromoform ND 1.00 0.33 pg/L 1 02/26/08 18:21
Bromomethane ND 1.00 0.33 ug/L 1 02/26/09 18:21
l Carbon disuifide ND 0.50 0.11 ug/L 1 02/26/09 18:21
Carbon tetrachloride ND 0.50 0.10 pg/L 1 02/26/09 18:21
Chlorobenzene ND 0.50 0.10 ugiL 1 02/26/09 18:21
Chioroethane ND 1.00 0.33 pg/L 1 02/26/09 18:21
l Chioroform ND 0.50 0.10 palL 1 02/26/09 18:21
Chioromethane ND 1.00 0.33 pg/L 1 02/26/09 18:21
cis-1,2-Dichloroethene ND 0.50 0.10 pg/lL 1 02/26/09 18:21
l cis-1,3-Dichloropropene ND 0.50 0.16 paiL 1 02/26/08 18:21
Dibromochloromsthane ND 0.50 0.10 poL 1 02/26/09 18:21
Ethylbenzene ND 0.50 0.10 ug/lL 1 02/26/09 18:21
Methylene chicride ND 2.00 0.16 polL 1 02/26/09 18:21
I Styrene ND 0.50 0.10 pgiL 1 02/26/09 18:21
Tetrachloroethene ND 0.50 0.10 polL 1 02/26/09 18:21
Toluene ND 0.50 0.10 Ha/L 1 02/26/09 18:21
l trans-1,2-Dichloroethene ND 0.50 0.10 poiL 1 02/26/09 18:21
trans-1,3-Dichloropropene ND 0.50 0.16 poL 1 02/26/09 18:21
Trichloroethene ND 0.50 0.10 polL 1 02/26/09 18:21
Vinyt acetate ND 2.00 1.00 polL 1 02/26/09 18:21
' Vinyl chioride ND 1.00 0.33 pgiL 1 02/26/03 18:21
Qualifiers:  ° Value exceeds Maximum Contaminant Level B Analyte detected in the associated Method Blank
E Value exceeds the instrument calibration range H Holding times for preparation or analysis exceeded
l 1 Analyte detected below the PQL ND Not Detected at the Practical Quantitation Limit (PQL)
P Prim./Conf. column %D or RPD exceeds limit S Spike Recovery outside accepted recovery limits 3 9
l Print Date: 03/02/09 11:57 431356 Project Supervisor: Pamela J. Titus




Life Science Laboratories, Inc. Analytical Results
5000 Brittonfield Parkway, Suite 200
East Syracuse, NY 13057 (315) 437-0200 StateCertNo:
CLIENT: O'Brien & Gere Engineers, Inc. Lab ID: 0902088-002A
Praject: GEAE-Quarterly GW Sampling Client Sample ID: EBFebi92009-01
W Order: 0902088 Collection Date:  02/19/09 9:00
Matrix: WATER Q Date Received: 02/20/09 10:30
Inst. ID:  MSO01 11 Sample Size: 10 mL PrepDate:
ColumnID: Rix-VMS %Moisture: BaichNo: R16532
Revision:  02/27/09 9:50 TestCode: 8260W CAL  FilelD: 1-SAMP-T4869.D
Col Type:
Analyte Result Qual PQL . MDL Units DF Date Analyzed
VOLATILE ORGANIC COMPOUNDS BY GC/MS Sws2608
Xylenes (total) ND 0.30 oL 1 02/26/09 18:21
Surr: 1,2-Dichloroethane-d4 107 0.16 %REC 1 02/26/09 18:21
Surr: 4-Bromofluorobenzene 98 ) 0.10 %REC 1 02/26/09 18:21
Surr: Toluene-08 96 010 %REC 1 02/26/09 18:21
Qualifiers:  *  Value cxocods Maximum Contaminant Level B Analyte detected in the associated Method Blank
E Value exceeds the instrument calibration range H Holding times for preparation or analysis exceeded
J  Analyte detected below the PQL ND Not Detected at the Practical Quantitation Limit (PQL)
P Prim./Conf. column %D or RPD exceceds limit S Spikc Recovery outside accepted recovery limits

H
o

Print Date: 03/02/09 11:57 431356 Project Supervisor: Pamela J. Titus



l Life Science Laboratories, Inc. Analytical Results
5000 Brittonfield Parkway, Suite 200
l East Syracuse, NY 13057 (315) 437-0200 StateCertNo:
CLIENT: OBrien & Gere Engineers, Inc. Lab ID: 0902088-003A
Project: GEAE-Quarterly GW Sampling Client Sample ID: EBFebi92009-02
I W Order: 0902088 Collection Date:  02/19/09 12:00
Matrix: WATER Q Date Received: 02/20/09 10:30
Inst. ID:  MSO01 11 Sample Size: 10 mL PrepDate:
I ColumnID: Rx-VMS %Moisture: BatchNo: R16532
Revision: 02/27/09 9:50 TestCode: Sliw CAL FilelD: 1-SAMP-T4870.D
Col Type: N\
I Analyte Result \)’ual%L MBDL Units DF Date Analyzed
VOLATILE ORGANIC COMPOUNDS BY GC/MS SW8260B
1,1,1-Trichioroethane ND 0.50 0.10 pglL 1 02/26/09 18:54
| 1,1,2,2-Tetrachloroethane ND 0.50 0.10 wg/L 1 02/26/09 18:54
1,1,2-Trichloroethane ND 0.50 0.16 ug/L 1 02/26/09 18:54
1 ,1-Dichloroethane ND 0.50 0.10 ug/L 1 02/26/09 18:54
1,1-Dichloroethene ND 050 016 gl 1 02/26/09 18:54
l 1,2-Dichloroethane ND 0.50 0.16 gL 1 02/26/09 18:54
1,2-Dichioropropane ND 0.50 0.16 poil 1 02/26/09 18:54
2-Butanone ND 10.0 1.00 gL 1 02/26/09 18:54
I 2-Hexanone ND 5.00 1.00 Mg/l 1 02/26/09 18.54
4-Methyl-2-pentanone ND 5.00 1.00 pg/L 1 02/26/09 18:54
Acetone —1260) 100 1.00 pgiL 1 02/26/09 18:54
Benzene ND 0.50 0.10 poil 1 02/26/09 18:54
I Braomadichloromethane ND 0.50 0.10 pgiL 1 02/26/09 18:54
Bromoform ND 1.00 0.33 poiL. 1 02/26/09 18:54
Bromomethane ND 1.00 0.33 poil 1 02/26/09 18:54
l Carbon disulfide ND 0.50 o po/L 1 02/26/09 18:54
Carbon tetrachioride ND 0.50 0.10 pg/L 1 0226109 18:54
Chlorobenzene ND 0.50 0.10 pgiL 1 02/26/09 18:54
Chloroethane ND 1.00 0.33 pgiL 1 02/26/09 18:54
' Chloroform ND 0.50 0.10 pg/L 1 02/26/09 18:54
Chioromethane ND 1.00 0.33 po/L 1 02/26/09 18:54
cis-1,2-Dichloroethene ND 0.50 0.10 ugiL 1 02/26/09 18:54
I cis-1,3-Dichloropropene ND 0.50 0.16 pa/L 1 02/26/09 18:54
Dibromochioromethane ND 0.50 0.10 pa/l 1 02/26/09 18:54
Ethylbenzene ND 0.50 0.10 wa/l 1 02/26/09 18:54
Methylene chloride ND 2.00 0.16 pgiL 1 02/26/09 18:54
l Styrene ND 0.50 0.10 po/lL 1 02/26/09 18:54
Tetrachloroethene ND 0.50 0.10 polL 1 02/26/09 18:54
Toluene ND 0.50 0.10 pglL 1 02/26/09 18:54
I trans-1,2-Dichloroethene ND 0.50 0.10 uglL 1 02/26/09 18:54
trans-1,3-Dichloropropenes ND 0.50 0.16 po/L 1 02/26/09 18:54
Trichloroethene ND 0.50 0.10 polL 1 02/26/09 18:54
Viny! acetate ND 2.00 1.00 poiL 1 02/26/09 18:54
' Vinyl chioride ND 1.00 0.33 panL 1 02/26/08 18:54
Qualifiers: ©* Value exceeds Maximum Contaminant Level B Analyte detected in the associated Method Blank
E Value exceeds the instrument calibration range H Holding times for preparation or analysis exceeded
I ) Analyte detected below the PQL - ND Nok Detected at the Practical Quantitation Limit (PQL)
P Prim/Conf. column %D or RPD excceds limit S Spike Recovery outside accepted recovery limits 41
I Print Date: 03/02/09 11:57 431357 Project Supervisor: Pamela J. Titus




Life Science Laboratories, Inc. | Analytical Results
5000 Brittonfield Parkway, Suite 200 :

East Syracuse, NY 13057 (315) 437-0200 StateCertNo:

CLIENT: O'Brien & Gere Engineers, Inc. Lab ID: 0902088-003A
Project: GEAE-Quarterly GW Sampling Client Sample ID: EBFebl92009-02
W Order: 0902088 Collection Date:  02/19/09 12:00
Matrix: WATER Q Date Received: 02/20/09 10:30

Inst. ID: MS01 11 Sample Size: 10 mL PrepDate:

ColumnlID: Rx-VMS %YoMoisture: BatchNo: R16532

Revision:  02/27/09 9:50 TestCode: 8260W CAL FilelD: 1-SAMP-T4870.D
Col Type:

Analyte Result Qual PQL .~ MDL Units DF Date Analyzed

VOLATILE ORGANIC COMPOUNDS BY GC/MS SW8§260B
Xylenes (total) ND 1.00 0.30 poil. 1 02/26/09 18:54
Surr: 1,2-Dichloroethane-d4 109 75434 0.16 %REC 1 02/26/09 18:54
1
1

Surr: 4-Bromofluerobenzene 28 5125 0.10 %REC 02/26/09 18:54
Surm: Toluene-d8 97 75-125 0.10 ~ %REC 02/26/09 18:54

* Value exceeds Maximum Contaminant Level B Analyte detected in the associated Method Blank

E Value cxcceds the instrument calibration range H Holding times for preparation or analysis exceeded

I Analyte detected below the PQL ND Not Detected at the Practical Quantitation Limit (PQL)
P Prim./Conf. column %D or RPD exceeds limit S Spike Recovery outside accepted recovery limits

Qualifiers:

i S
N

Print Date: 03/02/09 11:57 431357 Project Supervisor: Pamela J. Titus




Life Science Laboratories, Inc. Analytical Results
5000 Brittonfield Parkway, Suite 200
East Syracuse, NY 13057 (315) 437-0200 StateCertNo:
CLIENT: O'Brien & Gere Engineers, Inc. Lab ID: 0902083-004A
Project: GEAE-Quarterly GW Sampling Client Sample ID: FBFebl92009-03
W Order: 0902088 Collection Date:  02/19/09 14:00
Matrix: WATER Q Date Received: 02/20/09 10:30
Inst. ID: MS01 11 Sample Size: 10 mL PrepDate:
ColumnID: Rtx-VMS %Moisture: BatchNo: R16532
Revision:  02/27/09 9:50 TestCode: 8260W CAL FileID: 1-SAMP-T4871.D
Col Type:
Analyte Result Qual PQL MDL Units DF Date Analyzed
VOLATILE ORGANIC COMPOUNDS BY GC/MS Sws260B
1.1,1-Trichloroethane ND 0.50 0.10 pg/ll 1 02/26/09 19:27
1.1,2,2-Tetrachioroethane ND 0.50 0.10 po/l 1 02726109 19:27
1.1,2-Trichlorcethane ND 0.50 0.16 g/l 1 02/26/09 19:27
1,1-Dichioroethane ND 0.50 0.10 Hg/L 1 02/26/09 19:27
1,1-Dichloroethene ND 0.50 016  ugh 1 02/26/09 19:27
1,2-Dichloroethane ND 0.50 0.18 paL 1 02/26/08 19:27
1,2-Dichloropropane ND 0.50 0.16 ya/L 1 02/26/09 19:27
2-Butanone ND 10.0 1.00 ug/l 1 02/26/09 19:27
2-Hexanone ND 5.00 1.00 Mg/l 1 02/26/08 18:27
4-Methyl-2-pentanone ND 5.00 1.00 g/l 1 02/26/08 19:27
Acetone ND 10.0 1.00 po/L 1 02/26/09 19:27
Benzene ND 0.50 0.10 po/L 1 02/26/03 19:27
Bromodichloromethane ND 0.50 0.10 Mg/l 1 02/26/089 18:27
Bromoform ND 1.00 0.33 Hg/lL 1 02/26/09 19:27
Bromomethane ND 1.00 0.33 g/l 1 02/26/09 19:27
Carbon disulfide ND 0.50 0.1 pg/l 1 02/26/09 19:27
Carbon tetrachioride ND 0.50 0.10 HgL 1 02/26/09 19:27
Chiorobenzene : ND 0.50 0.10 ug/L 1 02/26/09 19:27
Chioroethane ND 1.00 0.33 pgll 1 02/26/09 19:27
Chioroform ND 0.50 .10 o/l 1 02/28/09 19:27
Chlcromethane ND 1.00 0.33 pgL 1 02/26/09 19:27
cis-1,2-Dichloroethene ND 0.50 ) 0.10 g/l 1 02/26/09 19:27
cis-1,3-Dichloropropene ND 0.50 0.16 Hg/L 1 02/26/09 19:27
Oibromochloromethane ND 0.50 0.10 g/l 1 02/26/09 19:27
Ethylbenzene ND 0.50 0.10 pg/L 1 02/26/09 19:27
Methylene chloride ND 2.00 0.16 gl 1 02/26/08 139:27
Styrene ND 0.50 0.10 gL 1 02/26/09 19:27
Tetrachloroethene : ND 0.50 0.10 Mo/l 1 02726/08 19:27
Toluene ND 0.50 0.10 po/lL 1 02/26/09 19:27
trans-1,2-Dichloroethene ND 0.50 0.10 po/L 1 02/26/09 19:27
trans-1,3-Dichlioropropene ND 0.50 0.18 po/L 1 02/26/09 19:27
Trichioroethene ND 0.50 0.10 pg/L 1 02/26/09 19:27
Vinyl acetate ND 2.00 1.00 polL 1 02/26/09 19:27
Viny! chloride ND 1.00 0.33 poL 1 02/26/09 19:27
Qualifiers:  *  Value excoeds Maximum Contaminant Level T B Analyte detectcd in the associated Method Blank
E Value exceeds the instrument calibration range H Holding times for preparation or analysis exceeded
J  Analyte detected below the PQL ND Not Detected at the Practical Quantitation Limit (PQL)
P Prim./Conf. column %D or RPD excecds limit S Spike Recovery outside accepted recovery limits
Print Date: 03/02/09 11:57 431358 Project Supervisor: Pamela J. Titus
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Life Science Laboratories, Inc. Analytical Results
5000 Brittonfield Parkway, Suite 200
East Syracuse, NY 13057 (315) 437-0200 StateCertNo:
CLIENT: O'Brien & Gere Engineers, Inc. Lab ID: 0902088-004A
Project: GEAE-Quarterly GW Sampling Client Sample 1ID: EBFebl192009-03
W Order: 0902088 Collection Date:  02/19/09 14:00
Matrix: WATER Q Date Received: 02/20/09 10:30
Inst. ID:  MSOI 11 Sample Size: 10 mL PrepDate:
ColumniD: Rix-VMS % Moisture: BatchNo: R16532
Revision:  02/27/09 9:50 TestCode: 8260W CAL FilelD: 1-SAMP-T4871.D
Col Type: '
Analyte Result Qual PQL / MDL Units DF Date Analyzed
VOLATILE ORGANIC COMPQUNDS BY GC/MS SW8260B
Xylenes (total) ND 1.00 0.30 pall 1 02/26/09 19:27
Sunm: 1,2-Dichloroethane-d4 110 75134 0.16 %REC 1 02/26/09 19:27
Sumr: 4-Bromofiuorobenzene 95 5-125 0.10 %REC 1 02/26/09 18:27
Sur: Toluene-d8 97 75125 0.10 %REC 1 02/26/09 19:27
Qualifiers:  * Value excoeds Maximum Contaminant Level B Analyte detected in the associated Method Blank -
E Value cxceeds the instrument calibration range H Holding times for preparation or analysis cxcecded
J  Analyte detected below the PQL ND Not Detected at the Practical Quantitation Limit (PQL)
P Prim./Conf. column %D or RPD exceeds limit S Spike Recovery outside accepted recovery limits
Print Date: 03/02/09 11:57 431358 Project Supervisor: Pamela J. Titus




Life Science Laboratories, Inc. Analytical Results
5000 Brittonfield Parkway, Suite 200
East Syracuse, NY 13057 (315) 437-0200 StateCertNo:
CLIENT: O'Brien & Gere Engineers, Inc. Lab ID: 0902083-005A
Project: GEAE-Quarterly GW Sampling Clieat Sample ID: 4 F-7DFebI92009
W Order: 0902088 Collection Date:  02/19/09 13:00
Matrix: WATER Date Received: 02/20/09 10:30
Inst. ID:  MSO1 11 Sample Size: 10 mL PrepDate:
ColumniD: Rtx-VMS % Moisture: BatchNo: R16532
Revision: 02/27/09 9:50 TestCode: W CAL FileID: 1-SAMP-T4856.D
Col Type: N
N N
Analyte Result Qual PQL MDL Units DF Date Analyzed
VOLATILE ORGANIC COMPOUNDS BY GC/MS SW8260B
1,1,1-Trichloroethane ND 0.50 0.10 pgiL 1 02/26/09 11:11
1,1,2,2-Tetrachloroethane ND 0.50 0.10 pg/L 1 02/26/09 11:11
1,1,2-Trichloroethane : ND 0.50 0.16 pg/L 1 02/26/09 11:11
1,1-Dichloroethane ND 0.50 0.10 uglL 1 02/26/08 11:11
1,1-Dichiorcethene ND 0.50 0.16 poilL 1 02/26/08 11:11
1,2-Dichloroethane ND 0.50 0.16 Mo/l 1 02/26/08 11:11
1,2-Dichloropropane ND 0.50 0.16 Ho/L 1 02/26/08 11:11
2-Butanone ND 10.0 1.00 o/l 1 02/26/09 11:11
2-Hexanone ND 5.00 1.00 Ho/l 1 02/26/09 11:11
4-Methyl-2-pentanone ND 5.00 1.00 po/l 1 02/26/08 11:11
Acetone rou ;._a-ee@ 10.0 1.00 pglL . 02726/09 11:11
Benzene ND 0.50 0.10 polL 1 02r26/08 11:11
Bromedichioromethane ND 0.50 0.10 pg/L 1 02726/09 11:11
Bromoform ND 1.00 0.33 yglL 1 02726/09 11:11
Bromomethane ND 1.00 0.33 pglL 1 02/26/09 11:11
Carbon disulfide ND 0.50 011 ug 1 02/26/09 11:11
Carbon tetrachloride ND 0.50 0.10 ug/L 1 02726/09 11:11
Chlorobenzene ND 0.50 0.10 Ho/L 1 02/26/09 11:11
Chioroethane — 1.03 1.00 0.33 pg/l 1 02/26/09 11:11
Chioroform ND 0.50 0.10 Hg/L 1 02/26/09 11:11
Chloromethane ND 1.00 0.33 ug/L 1 02/26/09 11:11
cis-1,2-Dichioroethene ND 0.50 0.10 gl 1 02/26/09 11:11
cis-1,3-Dichloropropene ND 0.50 0.16 pgiL 1 02/26/09 11:11
Dibromochloromethane ND 0.50 0.10 po/lL 1 02/26/09 11:11
Ethylbenzene ND 0.50 0.10 pgil 1 02/26/09 11:11
Methylene chloride ND 2.00 0.16 poll 1 02/26/09 11:11
Styrene ND 0.50 0.10 po/L 1 02/26/09 11:11
Tetrachloroethene ND 0.50 0.10 g/l 1 02/26/09 11:11
Toluene ND 0.50 0.10 pg/L 1 02/26/09 11:11
trans-1,2-Dichloroethene ND 0.50 0.10 Mg/l 1 02/26/09 11:11
trans-1,3-Dichloropropene ND 0.50 0.16 pg/L 1 02/26/09 11:11
Trichloroethene ND 0.50 0.10 wg/L 1 02/26/09 11:11
Vinyl acetate ND 2.00 1.00 pg/L 1 02/26/09 11:11
Vinyl chloride ND 1.00 0.33 pg/l 1 02/26/08 11:11
Qualifiers:  *  Value exceeds Maximum Contaminant Level B Analyte detected in the associated Method Blank
E  Value exceeds the instrument calibration range H Holding times for preparation or analysis excecded
J  Analyte detected below the PQL ND Not Detected at the Practical Quantitation Lirmit (PQL)
P Prim./Conf. column %D or RPD exceeds limit S Spike Recovery outside accepted recovery limits 4 5
Print Date: 03/02/09 11:57 431345 Project Supervisor: Pamela J. Titus



Life Science Laboratories, Inc. Analytical Results
5000 Brittonfield Parkway, Suite 200
East Syracuse, NY 13057 (315) 437-0200 ) ‘ StateCertNo:

CLIENT: O’Brien & Gere Engineers, Inc. Lab ID: ~ 0902088-005A

Project: GEAE-Quarterly GW Sampling

W Order: 0902088
Matrix: WATER

Client Sample ID: 4 F-7DFebl92009

Collection Date:  02/19/09 13:00
Date Received: 02/20/09 10:30

Inst. ID:  MSO1 11 Sample Size: 10 mL PrepDate:
ColumnlID: Rtx-VMS %Moisture: BatchNao: R16532
Revision: = 02/27/09 9:50 TestCode: 8260W CAL FilelD: 1-SAMP-T4856.D
Col Type:
Analyte Result Qual PQL MDL Units DF Date Analyzed
VOLATILE ORGANIC COMPOUNDS BY GC/MS SW8260B
Xylenes (total) ND 1.00 0.30 ug/l 1 02/26/09 11:11
Surr: 1,2-Dichloroethane-d4 101 i 75434 0.16 %REC 1 02/26/09 11:11
Surr: 4-Bromofluorobanzene 97 5-125 0.10 %REC 1 02/26/08 11:11
Surr: Toluene-d8 99 75-125 0.10 %REC 1 - 02/26/09 11:11
Qualifirs:  ° Valuc exceeds Maximum Contaminant Level B Analyte detected in the associated Method Blank
E Value exceeds the instrument calibration range H Holding times for preparation or analysis exceeded
J  Analyte detected below the PQL ND Not Detected at the Practical Quantitation Limit (PQL)

P Prim./Conf column %D or RPD exceeds limit

S  Spike Recovery outside accepted recovery limits

Print Date: 03/02/09 11:57 431345 Project Supervisor: Pamela J. Titus
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Value exceeds the instrument calibration range
Analyte detected below the PQL
Prim./Conf. column %D or RPD exceeds limit

W -

Life Science Laboratories, Inc. Analytical Results

5000 Brittonfield Parkway, Suite 200

East Syracuse, NY 13057 (315) 437-0200 StateCertNo:
CLIENT: O’Brien & Gere Engineers, Inc. Lab ID: 0902088-006A
Project: GEAE-Quarterly GW Sampling Client Sample ID: 4 F-7SFebl92009
W Order: 0902038 Collection Date:  02/19/09 12:50
Matrix: WATER Date Received: 02/20/09 10:30
Inst. ID: MS01 11 Sample Size: 10 mL PrepDate:
ColumnID: Rix-VMS %Moisture: BatchNo: R16516
Revision: 02/26/09 8:29 FileID: 1-SAMP-T4846.D
Col Type:

/i’
Analyte Result ‘ MDL Units f DF \ Date Analyzed
VOLATILE ORGANIC COMPOUNDS BY GC/MS SW38260B
1,1,1-Trichloroethane ND 50.0 10.0 . gL 100 02/25/09 17:53
1,1,2,2-Tetrachloroethane ND 50.0 10.0 © pgl 00 02/25/09 17:53
1,1,2-Trichloroethane ND 50.0 16.0 poiL 100 02/25/09 17:53
1,1-Dichloroethane —18.0() 500 10.0 mgL 100 02/25/09 17:53
1,1-Dichioroethene ND 50.0 16.0 polL 100 02/25/09 17:53
1,2-Dichloroethane ND 50.0 16.0 pgilL 100 02/25/09 17:53
1,2-Dichloropropane ND 50.0 16.0 polL 100 02/25/09 17:53
2-Butanone ND 1000 100 pgiL 100 02/25/08 17:53
_ 2-Hexanone ND 500 100 pg/L 100 02/25/08 17:53
4-Methyl-2-pentanone ND 500 100 pg/L 100 02/25/08 17:53
Acetone ND 1000 100 ug/l 100 02/25/08 17:53
Benzene ND 50.0 10.0 HgiL 100 02/25/09 17:53
Bromodichloromethane ND 50.0 10.0 oL 100 02/25/08 17:53
Bromoform ND 100 33.0 pglL 100 02/25/09 17:53
Bromomethane ND 100 33.0 Hg/lL 100 02/25/09 17:53
Carbon disulfide ' ND 50.0 11.0 gL 100 02/25/09 17:53
Carbon tetrachloride ND 50.0 10.0 pg/ll 100 02/25/09 17:53
Chlorobenzene ND 50.0 10.0 Mg/l 100 02/25/09 17:53
Chloroethane ND 100 33.0 Hg/L 100 02/25/09 17:53
Chioroform ND 50.0 10.0 pg/L 100 02/25/09 17:53
Chloromethane ND 100 330 pgiL 100 02/25/09 17:53
cis-1,2-Dichloroethene L1120 50.0 10.0 pglL 100 02/25/09 17:53
cis-1,3-Dichloropropene . ND 50.0 16.0 pa/L 100 02/25/09 17:53
Dibromochloromethane ND 50.0 100 polL 100 02/25/09 17:53
Ethylbenzene ND 50.0 10.0 wolL 100 02/25/09 17:53
Methylene chloride ND 200 16.0 pgiL 100 02/25/09 17:53
Styrene ND 50.0 10.0 uglL 100 02/25/08 17:53
Tetrachioroethene ND 50.0 10.0 pgL 100 .02125/08 17:53
Toluene ND 50.0 10.0 HgL 100 02/25/09 17:53
trans-1,2-Dichloroethene ND 50.0 10.0 pglL 100 02/25/09 17:53
trans-1,3-Dichloropropene ND 50.0 16.0 Ho/L 100 02/25/09 17:53
Trichloroethene ND 50.0 10.0 pgiL 100 02/25/09 17:53
Vinyl acetate ND 200 100 pgL 100 02/25/09 17:53
Vinyl chioride « 572 100 33.0 pg/lL 100 02/25/09 17:53
Qualifiers:  *©  Value exceeds Maximum Contaminant Lovel B Analyte detected in the associated Method Blank

H Holding times for preparation or analysis exceeded
ND Not Detected at the Practical Quantitation Limit (PQL)
S Spike Recovery outside accepted recovery limits
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Print Date: 03/02/09 11:57 430970

Project Supervisor: Pamela J. Titus




Life Science Laboratories, Inc. Analytical Results
5000 Brittonfield Parkway, Suite 200
East Syracuse, NY 13057 (315) 437-0200 StateCertNo:
CLIENT: O’Brien & Gere Engineers, Inc. Lab ID: 0902088-006A
Project: GEAE-Quarterly GW Sampling Client Sample ID: A F-7SFebl192009
W Order: 0902088 Collection Date:  02/19/09 12:50
Matrix: WATER Date Received: 02/20/09 10:30
Inst. ID:  MSO1 11 Sample Size: 10 mL PrepDate:
ColumnID: Rtx-VMS % Moisture: BatchNo: R16516
Revision:  02/26/09 8:29 TestCode: 8260W CAL FileID: 1-SAMP-T4846.D
Col Type:
Analyte Result Qual PQL J” MDL Units DF Date Analyzed
VOLATILE ORGANIC COMPOUNDS BY GC/MS ' SW82608
Xylenes (total) ND 30.0 vg/L 100 02/25/09 17:53
Surmr: 1,2-Dichloroethane-d4 104 16.0 Y%REC 100 02/25/09 17:53
Sum: 4-Bromoflucrobenzene 96 10.0 %REC 100 02/25/09 17:53
Sun: Toluene-d8 98 100 %REC 100 02/25/09 17:53
Qualifiers:  *  Value exceeds Maximum Contaminant Level B Analyte detected in the associated Method Blank
E Value exceeds the instrument calibration range H Holding times for preparation or analysis exceeded
J  Analyte detected below the PQL ND Not Detected at the Practical Quantitation Limit (PQL)
P Prim./Conf. columa %D or RPD exceeds limit S Spike Recovery outside accepted recovery limits 48
Print Date: 03/02/09 11:57 430970 Project Supervisor: Pamela J. Titus
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' Life Science Laboratories, Inc. Analytical Results
5000 Brittonfield Parkway, Suite 200
I East Syral:use, NY 13057 (315) 437-0200 StateCertNo.
CLIENT: O'Brien & Gere Engineers, Inc. Lab ID: 0902088-007A
Project: GEAE-Quarterly GW Sampling Client Sample ID: 4 F-7PFebl92009
l W Order: 0902088 Collection Date:  02/19/09 12:40
Matrix: WATER Date Received: 02/20/09 10:30
Inst. ID: MS01 11 Sample Size: 10 mL PrepDate:
ColumnID: Rtx-VMS %Moisture: BatchNo: R16532
I Revision:  02/27/09 9:50 TestCode: 8260W CAL FilelD: 1-SAMP-T4866 D
Col Type:
I Analyte Result Qual PQL MDL Units /'DF Date Analyzed
VOLATILE ORGANIC COMPOUNDS BY GC/MS SwWa260B
1,1,1-Trichloroethane ~— 380 10.0 2.00 Ho/L 20 02/26/09 16:42
l 1,1,2,2-Tetrachloroethane ND 10.0 2.00 poll 02/26/09 16:42
1,1,2-Trichioroethane ND 10.0 3.20 pgiL 20 02/26/09 16:42
1,1-Dichlorcethane — 28.0 10.0 2.00 pgil 20 02/26/09 16:42
1,1-Dichioroethene —154 10.0 320 pgL 20 02/26/09 16:42 ¢
I 1,2-Dichloroethane ND 10.0 3.20 pg/L 20 02/26/09 16:42
1,2-Dichloropropane ND 10.0 320 pg/L 20 02/26/09 16:42
2-Butanone ND 200 20.0 pg/L 20 02/26/09 16:42
l 2-Hexanone ND 100 20.0 pg/L 20 02/26/09 16:42
4-Methyl-2-pentanone ND 100 20.0 pa/ll 20 02/286/09 16:42
Acetone ND 200 20.0 Mo/l 20 02/26/09 16:42
Benzene : ND 10.0 2.00 ug/L 20 02/26/09 16:42
I Bromodichloromethane ND 10.0 2.00 pg/l 20 02/26/09 16:42
Bromoform ND 20.0 6.50 po/L 20 02/26/09 16:42
Bromomethane ND 20.0 6.60 po/L 20 02/26/09 16:42
l Carbon disuifide ND 10.0 2.20 oL 20 02/26/09 16:42
Carbon tetrachloride ND 10.0 2.00 po/L 20 02/26/08 16:42
Chicrobenzene ND 10.0 2.00 polL 20 02/26/09 16:42
Chioroethane ND 20.0 6.60 po/L 20 0226/09 16:42
' Chiloroform ND 10.0 © 2.00 pgll 20 02/26/09 16:42
Chloromethane ND 20.0 6.60 polL 20 02/26/09 16:42
cis-1,2-Dichloroethene — 136 10.0 2.00 Ha/L 20 02/26/09 16:42
cis-1,3-Dichloropropene ND 10.0 3.20 pglL 20 02/26/09 16:42
l Dibromochioromethane ND 10.0 2.00 pg/L 20 02/26/09 16:42
Ethylbenzene ND 10.0 2.00 pg/L 20 02/26/09 16:42
Methylene chloride ND 400 320 pgiL 20 02/26/09 16:42
' Styrene ND 10.0 2.00 Mg/ 20 02/26/09 16:42
Tetrachloroethene ND 10.0 2.00 pg/L 20 02/26/09 16:42
Toluene ND 10.0 2.00 ugiL 20 02/26/09 16:42
trans-1,2-Dichloroethene ND 100 2.00 pg/L 20 02/26/09 16:42
' trans-1,3-Dichloropropene ND 10.0 3.20 Ho/L 20 02/26/09 16:42
Trichloroethene — 391 100 2.00 pa/L 20 02/26/09 16:42
Vinyl acetate ND 40.0 20.0 pg/L 20 02/26/02 16:42
I Vinyl chloride ND 20.0 6.60 wg/lL 20 02126/09 16:42
Qualifiers: ¥ Value exceeds Maximum Contaminant Level B Analyte detected in the associated Method Blank
E Value exceeds the instrument calibration range H Holding times for preparation or analysis exceeded
l J  Analyte detected below the PQL ND Not Detected at the Practical Quantitation Limit (PQL)
P Prim./Couf column %D or RPD cxcccds limit S Spike Recovery outside accepted recovery limits 4 9
l Print Date: 03/02/09 11:57 431353 Pro;ect Supervisor: Pamela J. Titus




Life Science Laboratories, Inc. Analytical Results
5000 Brittonfield Parkway, Suite 200

East Syracuse, NY 13057 (315) 437-0200 _ StateCertNo:

CLIENT: O’Brien & Gere Engineers, Inc. Lab ID: 0902088-007A
Project: GEAE-Quarterly GW Sampling Client Sample ID: A F-7PFebl 92009
W Order: 0902088 Collection Date:  02/15/09 12:40
Matrix: WATER Date Received: 02/20/09 10:30

Imst. ID:  MSO01 11 Sample Size: 10 mL PrepDate:

ColumnID: Rtx-VMS % Moisture: BatchNo: R16532

Revision:  02/27/09 9:50 TestCode: 8260W CAL FilelD: 1-SAMP-T4866.D
Col Type:

Analyte Result Qual PQL J’ MDL Units DF Date Analyzed

VOLATILE ORGANIC COMPOUNDS BY GC/MS SW3260B

Xylenes (total) ND 20. 6.00 pgfl 20 02/26/09 16:42
Surr: 1,2-Dichloroethane-d4 109 78134 3.20 %REC 20 02/26/09 16:42
Surr: 4-Bromofluorobenzene 97 75-125 2.00 %REC 20 02726/08 16:42
Surr: Toluene-d8 98 75-125 2.00 %REC 20 02/26/08 16:42

Qualiﬁers: *  Value exceeds Maximum Contaminant Level B An:ily«e detected in the associated Mcthod Blank
E Value exceeds the instrument calibration range H Holding times for preparation or analysis exceeded
J  Analyte detected below the PQL ND Not Detected at the Practical Quantitation Limit (PQL)

P Prim./Conf. column %D or RPD e¢xceeds limit S  Spike Recovery outside accepted recovery limits

1))
o

Print Date: 03/02/09 11:57 431353 Project Supervisor: Pamela J. Titus




I Life Science Laboratories, Inc. Analytical Results
5000 Brittonfield Parkway, Suite 200
l East Syracuse, NY 13057 (315) 437-0200 StateCertNo:
CLIENT: OBrien & Gere Engineers, Inc. Lab ID: 0902088-008A
Project: GEAE-Quarterly GW Sampling Client Sample ID: QSMW-3SFebl92009
l W Order: 0902088 Collection Date:  02/19/09 13:40
Matrix: WATER Date Received: 02/20/09 10:30
Inst. ID:  MSO01 11 Sample Size: 10 mL PrepDate: |
' ColumnID: Rix-VMS %Mioisture: BatchNo: R16516 |
Revision:  02/26/09 8:29 TestCode: 826QW CAL FilelD: 1-SAMP-T4848 D |
Col Type: —\
l Analyte Result QQL MDL Units DF Date Analyzed
VOLATILE ORGANIC COMPOUNDS BY GC/MS = Swa260B
1,1,1-Trichloroethane ND 0.50 0.10 HOL 1 02/25/09 18:58
' 1,1,2,2-Tetrachloroethane ND 0.50 0.10 HoL 1 02/25/09 18:58
1,1,2-Trichioroethane ND 0.50 0.16 Hg/L 1 02/25/09 18:58
_ 1,1-Dichloroethane — 083 050 - 0.10 o/l 1 02/25/00 18:58
1,1-Dichloroethene ND 0.50 0.16 pg/L 1 02/25/09 18:58
l 1,2-Dichloroethane ND 0.50 0.16 po/l 1 02/25/09 18:58
1,2-Dichloropropane ND 0.50 0.16 palL 1 02/25/09 18:58
2-Butanone ND 10.0 1.00 pg/L 1 02/25/09 18:58
l 2-Hexanone ' ND 5.00 1.00 wglt. 1 02/25/09 18:58
4-Methyl-2-pentanone ND 5.00 1.00 pg/L 1 02r25/09 18:58
Acetore JOLL_ 2443 100 1.00 pglL 1 02/25/08 18:58
Berzene 0.21 0.50 0.10 g/l 1 02/25/09 18:58
l Bromodichioromethane ND 0.50 0.10 Mafl 1 02725/08 18:58
Bromoform ND 1.00 0.33 Mg/l 1 02725/08 18:58
Bromomethane ND 1.00 0.33 Mg/l 1 02/25/09 18:58
l Carbon disulfide ND 0.50 0.1 g/l 1 02/25/09 18:58
Carbon tetrachloride ND 0.50 0.10 Mg/l 1 02725/02 18:58
Chlorobenzene ND 0.50 0.10 po/L 1 02/25/09 18:58
Chloroethane ND 1.00 0.33 Mol 1 02/25/09 18:58
l Chiloroform ND 0.50 0.10 pa/L 1 02725/09 18:58
Chioromethane ND 1.00 0.33 po/L 1 02/25/09 18:58
cis-1,2-Dichloroethene i 1.80 0.50 0.10 polL 1 02/25/09 18:58
cis-1,3-Dichloropropene ND 0.50 0.16 polL 1 02/25/09 18:58
Dibromochioromethane ND 0.50 0.10 po/L 1 02/25/09 18:58
Ethylbenzene ND 0.50 0.10 ugll 1 02/25/09 18:58
Methylene chioride ND 2.00 0.16 polL 1 02/25/09 18:58
l Styrene ND 0.50 0.10 polL 1 02/25/09 18:58
Tetrachloroethene ND 0.50 0.10 pg/L 1 02/25/09 18:58
Toluene ND 0.50 0.10 g/l 1 02/25/09 18:58
trans-1,2-Dichloroethene ND 0.50 0.10 pg/L 1 02/25/09 18:58
l trans-1,3-Dichioropropene ND 0.50 0.16 g/l 1 02/25/09 18:58
Trichloroethene ND 0.50 0.10 gL 1 02/25/08 18:58
Vinyl acetate ND 2.00 1.00 giL 1 02/25/08 18:58
l Vinyl chloride —185 1.00 0.33 g/l 1 02/25/09 18:58
Qualificrs:  *  Value excecds Maximum Contaminant Level B Analyie detected in the associated Method Blank
E  Value exceeds the instrument calibration range H Holding times for preparation or analysis exceeded
l J  Analyte detected below the PQL ND Not Detected at the Practical Quantitation Limit (PQL)
P Prim./Conf. column %D or RPD exceeds limit S Spike Recovery outside accepted recovery limits 5 1
l Print Date: 03/02/09 11:57 430971 Project Supervisor: Pamela J. Titus




Life Science Laboratories, Inc. Analytical Results
5000 Brittonfield Parkway, Suite 200
East Syracuse, NY 13057 (315) 437-0200 StateCertNo:
CLIENT: O'Brien & Gere Engineers, Inc. Lab ID: 0902088-003A
Project: GEAE-Quarterly GW Sampling Client Sample ID: OSMW-3SFeblI92009
W Order: 0902088 Collection Date: 02/19/09 13:40
Matrix: WATER Date Received: 02/20/09 10:30
Inst. ID: MSO01 11 Sample Size: 10 mL PrepDate:
ColumnID: Rx-VMS %Moisture: BatchNo: R16516
Revision:  02/26/09 8:29 TestCode: 8260W CAL FilelD: 1-SAMP-T4848.D
Col Type:
Analyte Result Qual PQL MDL Units DF Date Analyzed
VOLATILE ORGANIC COMPOUNDS BY GC/MS SW8260B
Xylenes (total) ND pa/L 1 02/25/09 18:58
Surr: 1,2-Dichlorosthane-d4 107 %REC 1 02/25/09 18:58
Sum: 4-Bromofiuorobenzene a7 %REC 1 02/25/09 18:58
Sun: Toluene-d8 97 %REC 1 02/26/09 18:58
Quliﬁeﬁ: *  Value exceeds Maximum Contaminant Level B Analyie detected in the associated Method Blank
E  Value excceds the instrument calibration range H Holding times for preparation or analysis exceeded
J  Analyte detected below the PQL ND Not Detected at the Practical Quantitation Limit (PQL)
P Prim/Conf. column %D or RP1) excceds limit S Spike Recovery outside accepted recovery limits
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Print Date: 03/02/09 11:57 430971 Project Supervisor: Pamela J. Titus




l Life Science Laboratories, Inc. Analytical Results
5000 Brittonfield Parkway, Suite 200 :
I East Syracuse, NY 13057 (315) 437-0200 StateCertNo:
CLIENT: O'Brien & Gere Engineers, Inc. Lab ID: 0902088-009A
Project: GEAE-Quarterly GW Sampling Client Sample ID: OSMW-3DFebl192009
l W Order: 0902088 Collection Date:  02/19/09 13:50
Matrix: WATER Date Received: 02/20/09 10:30
Inst. ID:  MSO01 11 Sample Size: 10 mL PrepDate:
I ColumnID: Rtx-VMS %Moisture: BatchNo: R16532
Revision:  02/27/09 9:50 TestCode: /8260W CAL FileID: 1-SAMP-T4857.D
Col Type: /‘\ﬁio
A " R
l Analyte Result Qua L MDL Units 6\ Date Analyzed
VOLATILE ORGANIC COMPOUNDS BY GC/MS S 0B
1,1,1-Trichloroethane ND 25.0 5.00 ug/L 50 02/26/08 11:44
l 1,1,2,2-Tetrachloroethane ND 250 5.00 o/l 02/26/08 11:44
1,1,2-Trichloroethane ND 250 8.00 po/L 50 02/26/03 11:44
1,1-Dichloroethane ND 25.0 5.00 pg/L 50 02/26/0S 11:44
1,1-Dichloroethene ND 25.0 8.00 pgiL 50 02/26/09 11:44
. 1,2-Dichloroethane ND 250 8.00 pg/L 50 02/26/08 11:44
1,2-Dichloropropane ND 25.0 8.00 pglL 50 02/126/09 11:44
2-Butanone ND 500 50.0 ugL 50 02/26/08 11:44
. 2-Hexanone ND 250 50.0 poll 50 02/26/09 11:44
4-Methyl-2-pentancne ND 250 50.0 pgL 50 02/26/09 11:44
Acetone ND 500 50.0 g/l 50 02/26/09 11:44
Benzene ND 25.0 5.00 ug/L 50 02/26/09 11:44
I Bromodichloromethane ND 250 5.00 pgfL 50 02/26/09 11:44
Bromoform ND 50.0 16.5 pa/L 50 02/26/09 11:44
Bromomethane ND 50.0 165 pg/L 50 02126109 11:44
l Carbon disulfide ND 25.0 5.50 pgiL 50 02/26/09 11:44
Carbon tetrachloride ND 250 5.00 pa/L 50 02/26/09 11:44
Chicrobenzene ND 25.0 5.00 Mo/l 50 02/26/09 11:44
Chicroethane ND 50.0 18.5 HofL 50 02/26/09 11:44
l Chioroform ND 250 5.00 pa/L 50 02/26/09 11:44
Chloromethane ND 50.0 16.5 pa/l 50 02/26/09 11:44
cis-1,2-Dichloroethene ey 25.0 5.00 pa/L 50 02/26/09 11:44
cis-1,3-Dichloropropene ND 25.0 8.00 wa/L S0 02/26/09 11:44
Dibromochloromethane ND 25.0 5.00 Ha/L 50 02/26/09 11:44
Ethylbenzene ND 250 5.00 pgiL 50 02/26/09 11:44
Methylene chioride ND 100 8.00 Ha/L 50 02/26/09 11:44
l Styrene ND 25.0 5.00 wg/l 50 02/26/09 11:44
Tetrachloroethene ND 250 5.00 gL 50 02/26/08 11:44
Toluene ND 25.0 5.00 poll 50 02/26/09 11:44
trans-1,2-Dichloroethene __180 25.0 5.00 pg/L 50 02/26/09 11:44
l trans-1,3-Dichloropropene ND 250 8.00 e 50 02/26/09 11:44
Trichloroethene 145 25.0 5.00 Vo7 50 02/26/09 11:44
Vinyl acetate ND 100 50.0 [T/ R 50 02/26/09 11:44
. Vinyl chioride 35.@ 50.0 165 WL 50 02726708 11:44
Qualifiers:  *  Valuc cxceeds Maximum Contaminant Level B Analyte detected in the associated Method Blank
E Value exceeds the instrument calibration range H Holding times for preparation or analysis cxceeded
l J  Analyte detected below the PQL ND Not Detected at the Practical Quantitation Limit (PQL)
P Prim./Conf. column %D or RPD exceeds limit S Spike Recovery outside accepted recovery limits 5 3
' Print Date; 03/02/09 11:57 431346 Project Supervisor: Pamela J. Titus




Life Science Laboratories, Inc. Analytical Results

5000 Brittonfield Parkway, Suite 200

East Syracuse, NY 13057 (315) 437-0200 StateCertNo:

CLIENT: O'Brien & Gere Engineers, Inc. Lab ID: 0902088-009A

Project: GEAE-Quarterly GW Sampling Client Sample ID: QSMW-3DFeb192009
W Order: 0902088 Collection Date:  02/19/09 13:50

Matrix: WATER Date Received: 02/20/09 10:30

Inst. ID:  MSO1 11 Sample Size: 10 mL PrepDate:

ColumnID: Rtx-VMS % Moisture: BatchNo: R16532

Revision:  02/27/09 9:50 TestCode: 8260W CAL FilelD: 1-SAMP-T4857.D

Col Type:

Analyte Result Qual PQL MDL Units DF Date Analyzed

VOLATILE ORGANIC COMPOUNDS BY GC/MS SW8260B

Xylenes (total) ND 50.0 ug/L 50 02/26/09 11:44
Sum: 1,2-Dichloroethane-d4 102 75-134 %REC 02/26/09 11:44
Surmr: 4-Bromofluorobenzene 98 %REC 50 02/26/09 11:44
Surm: Toluene-d8 o8 %REC 50 02/26/09 11:44

Qualifiers: Value exceeds Maximum Contaminant Level B Analyte detected in the associated Mcthod Blank
Value exceeds the instrument calibration range H Holding times for preparation or analysis exceeded
Analyte detected below the PQL ND Not Detected at the Practical Quantitation Limit (PQL)
Prim./Conf. colurmn %D or RPD exceeds limit S Spike Recovery outside accepted recovery limits

Print Date: 03/02/09 11:57 431346 Project Supervisor: Pamela J. Titus




l Life Science Laboratories, Inc. Analytical Results
5000 Brittonfield Parkway, Suite 200
' East Syracuse, NY 13057 (315) 437-0200 StateCertNo:
CLIENT: O’Brien & Gere Engineers, Inc. Lab-ID: 0502088-010A
Project: GEAE-Quarterly GW Sampling Client Sample ID: TMW-2PFeb192009
l W Order: 0902088 Collection Date:  02/19/09 15:05
Matrix: WATER Date Received: 02/20/09 10:30
Imst. ID: MSO01 11 Sample Size: 10 mL PrepDate:
I ColumnID: Rix-VMS %Moisture: BatchNo: R16532
Revision:  02/27/09 9:50 TestCode™, 8260W CAL FilelD: 1-SAMP-T4858.D
Col Type: /..D\%
I Analyte RMlt Qual PQL MDL Units DF Date Analyzed
VOLATILE ORGANIC COMPOUNDS BY GC/MS SW8260B
1,1,1-Trichloroethane ND 0.50 0.10 Hg/L 1 02/26/09 12:18
l 1,1,2,2-Tetrachioroethane ND 0.50 0.10 pg/L 1 02/26/09 12:18
1,1,2-Trichloroethane ND 0.50 0.16 Hg/lL 1 02/26/09 12:18
1,1-Dichloroethane » ' 0.34@ 0.50 0.10 Hg/L 1  02/26/09 12:18
1,1-Dichloroethene ND 0.50 0.16 pg/l 1 02/26/08 12:18
l 1,2-Dichloroethane ND 0.50 0.16 pgfL 1 02/26/09 12:18
1,2-Dichloropropane ND 0.50 0.16 ugfl 1 02/26/09 12:18
2-Butanone ND 10.0 1.00 pg/lL 1 02/25/09 12:18
I 2-Hexanone ND 500 1.00 bl 1 02/26/09 12:18
4-Methyl-2-pentanone ND 5.00 1.00 gl 1 02/26/09 12:18
Acetone JOLL .a.oo@ 10.0 1.00 pgiL 1 02/26/08 12:18
Benzene ND 0.50 0.10 g/l 1 02/26/09 12:18
l Bromodichloromethane ND 0.50 0.10 pa/l 1 02/26/09 12:18
Bromoform ND 1.00 0.33 ualL 1 02/26/09 12:18
Bromomethane ND 1.00 0.33 Ho/l 1 02/26/09 12:18
l Carbon disulide ND 0.50 0.11 pa/L 1 02/26/09 12:18
Carbon tetrachioride ND 0.50 0.10 ua/l 1 02/26/09 12:18
Chlorobenzene ND 0.50 0.10 pag/L 1 02/26/03 12:18
Chlorcethane ND 1.00 0.33 ug/L 1 02/26/08 12:18
l Chiloroform ND 0.50 0.10 pg/l 1 02/26/09 12:18
Chioromethane ND 1.00 0.33 pa/l 1 02/26/09 12:18
cis-1,2-Dichloroethene o.a@) 0.50 0.10 pall 1 02/26/08 12:18
cis-1,3-Dichloropropene ND 0.50 0.16 uglL 1 02/26/09 12:18
Dibromochloromethane ND 0.50 0.10 po/L 1 02/26/08 12:18
Ethylbenzene ND 0.50 0.10 poil 1 02/26/09 12:18
Methylene chioride ND 2.00 0.16 o/l 1 02/26/09 12:18
I Styrene ND 0.50 0.10 o/l 1 02/26/08 12:18
Tetrachloroethene ND 0.50 0.10 pg/L 1 02/26/09 12:18
Toluene ND 0.50 0.10 HgL 1 02/26/09 12:18
trans-1,2-Dichloroethene ND 0.50 0.10 Hg/L 1 02/26/09 12:18
' trans-1,3-Dichloropropene ND 0.50 0.16 ugiL 1 02/26/09 12:18
Trichloroethene ND 0.50 0.10 g/l N 02/26/09 12:18
Viny| acetate ND 2.00 1.00 ug/l s ¥ 02/26/09 12:18
l Vinyi chleride ND 1.00 0.33 ugiL 1 02/26/09 12:18
Qualifiers: *  Value cxceeds Maximum Contaminant Level "B Analyte detected in the associated Method Blank
E Value exceeds the instrument calibration range H Holding times for preparation or analysis exceeded
l J  Analyte detected below the PQL ND Not Detected at the Practical Quantitation Limit (PQL)
P Prim./Conf. column %D or RPD exceeds limit S  Spike Recovery outside accepted recovery limits 5 5
I Print Date: 03/02/09 11:57 431347 Project Supervisor: Pamela J. Titus




Value exceeds the instrument calibration range
Analyte detected below the PQL
Prim./Conf. column %D or RPD exceeds limit

o= I #

Life Science Laboratories, Inc. Analytical Results
5000 Brittonfield Parkway, Suite 200
East Syracuse, NY 13057 (315) 437-0200 State?grtNoE .
“CLIENT: O’Brien & Gere Engineers, Inc. Lab ID: 0902088-010A
Project: GEAE-Quarterly GW Sampling Client Sample 1D: TMW-2PFebl192009
W Order: 0902088 Collection Date:  02/19/09 15:05
Matrix: WATER Date Received: 02/20/09 10:30
Imst. TD:  MS01 11 Sample Size: 10 mL PrepDate:
ColumnID: Rtx-VMS % Moisture: BatchNo: R16532
Revision: 02/27/09 9:50 TestCode: 8260W CAL FilelID: 1-SAMP-T4858.D
Col Type:
Analyte Result Qual PQL MpL Units DF Date Analyzed
VOLATILE ORGANIC COMPOUNDS BY GC/MS SW8260B
Xylenes (total) ND ug/lL 1 02/26/08 12:18
Surr: 1,2-Dichloroethane-d4 102 %REC 1 02/26/09 12:18
Surr: 4-Bromoflucrobenzene 98 %REC 1 02/26/09 12:18
Surr; Toluene-d8 98 %REC 1 02/26/09 12:18
Quitiiicrs: Value exceeds Maximum Contaminant Level B Analyte detected in the associated Method Blank

H Holding times for preparation or analysis exceeded
ND Not Detected at the Practical Quantitation Limit (PQL)
S Spike Recovery outside accepted recovery limits

Print Date: 03/02/09 11:57 431347
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Project Supervisor: Pamela J. Titus




l Life Science Laboratories, Inc. Analytical Results
5000 Brittonfield Parkway, Suite 200
' East Syracuse, NY 13057 {315) 437-0200 StateCertNo:
CLIENT: O'Brien & Gere Engineers, Inc. Lab ID: 0902088-011A
Project:  GEAE-Quarterly GW Sampling Client Sample ID: TMW-ISFeb192009
I W Order: (0902088 Collection Date:  02/19/09 9:20
Matrix: WATER Date Received: 02/20/09 10:30
Inst. ID:  MSO1 11 Sample Size: 10 mL PrepDate:
ColumnID: Rtx-VMS YoMoisture; BatchNo: R16532
l Revision: 02/27/09 9:50 TestCode: 8260W CAL FilelD: 1-SAMP-T4867.D
Col Type: e /\’
l Analyte Result éMQL MDL Units / DF \ Date Analyzed
VOLATILE ORGANIC COMPOUNDS BY GC/MS SW826e0B
1,1,1-Trichlorcethane ND 5.00 1.00 pg/L 10 02/26/09 17:15
l 1,1,2 2-Tetrachloroethane ND 5.00 1.00 pa/L 0 02/26/09 17:15
1,1,2-Trichloroethane ND 5.00 1.60 pg/L 10 02/26/09 17:15
1,1-Dichloroethane 330{) s00 1.00 el 10 02/26/09 17:15
1,1-Dichloroethene ND 5.00 1.60 paiL 10 02/26/09 17:15
l 1,2-Dichloroethane ND 5.00 1.60 poiL 10 02/26/09 17:15
1,2-Dichloropropane ND 5.00 1.60 poL 10 02/26/09 17:15
2-Butanone ND 100 10.0 pgiL 10 02/26/09 17:15
l 2-Hexanone ND 50.0 10.0 pg/L 10 02/26/09 17:15
4-Methyl-2-pentanone ' ND 50.0 10.0 uglL 10 02/26/09 17:15
Acetone ND 100 100 polL 10 02/26/09 17:15
Benzene ND 5.00 1.00 HgiL 10 02/26/09 17:15
l Bromodichioromethane ND 5.00 1.00 poiL 10 02/26/09 17:15
Bromoform ND 10.0 3.30 Mol 10 02/26/09 17:15
Bromomethane ND 10.0 330 pgiL 10 02/26/09 17:15
l Carbon disulfide ND 5.00 1.10 . 10 02/26/08 17:15
Carbon tetrachloride ND 5.00 1.00 pg/L 10 02/26/09 17:15
Chlorobenzene ND 5.00 1.00 gL 10 02/26/09 17:15
Chloroethane ND 10.0 3.30 pgiL 10 02/26/08 17:15
l Chioroform ND 5.00 1.00 pall 10 02/26/08 17:15
Chicromethane ND 10.0 3.30 pa/l 10 02/26/08 17:15
cis-1,2-Dichloroethene 184 5.00 1.00 gL 10 02/26/09 17:15
cis-1,3-Dichloropropene ND 5.00 1.60 pgiL 10 02/26/09 17:15
I Dibromochloromethane ND 5.00 1.00 po/L 10 02/26/09 17:15
Ethylbenzene ND 5.00 1.00 pg/L 10 02/26/09 17:15
Methylene chicride ND 20.0 1.60 pg/L 10 02/26/09 17:15
I Styrene ND 5.00 1.00 pg/L 10 02/26/09 17:15
Tetrachloroethene ND 5.00 1.00 pa/L 10 02/26/08 17:15
Toluene ND 5.00 1.00 o/l 10 02/26/09 17:15
trans-1,2-Dichloroethene ND 5.00 1.00 pglL 10 02/26/09 17:15
I trans-1,3-Dichloropropene ND 5.00 1.60 pglt 10 02/26/09 17:15
Trichloroethene -—6.00 5.00 1.00 pgiL 10 02/26/09 17:15
Vinyl acetate ND 20.0 10.0 ugiL 10 02/26/09 17:15
l Vinyl chioride —42.0 10.0 3.30 polL 10 02/26/09 17:15
Qualifiers:  * Value exceeds Maximum Contaminant Level » B Analyte detected in the associated Method Blank
E Value exceeds the instrumcnt calibration range H Holding times for preparation or analysis exceeded
l J  Analyte detected below the PQL ND Not Detected at the Practical Quantitation Limit (PQL)
P Prim./Conf. column %D or RPD excecds limit S Spike Recovery outside accepted recovery limits 57
l Print Date: 03/02/09 11:57 431354 Project Supervisor: Pamela J. Titus




Life Science Laboratories, Inc. Analytical Results l |
5000 Brittonfield Parkway, Suite 200 ‘
East Syracuse, NY 13057 (315) 437-0200 StateCertNo: l |
CLIENT: O’Brien & Gere Engineers, Inc. Lab ID: 0902088-011A |
Project: GEAE-Quarterly GW Sampling Client Sample ID: TMW-1SFebl192009
W Order: 0902088 Collection Date:  02/19/09 9:20 '
Matrix: WATER Date Received: 02/20/09 10:30
Inst. ID:  MSO1 11 Sample Size: 10 mL PrepDate:
ColumpID: Rtx-VMS % Moisture: BatchNo: R16532
Revision:  02/27/09 9:50 TestCode: 8260W CAL  FileD: 1-SAMP-T4867.D
Col Type:
Analyte Result Qual PQL MDL Units DF Date Analyzed I
VOLATILE ORGANIC COMPOUNDS BY GC/MS SW8260B
Xylenes (total) ND 3.00 woll 10 02/26/09 17:15
Surr: 1,2-Dichloroethane-d4 106 1.60 %REC 10 02/26/09 17:15 l
Surr: 4-Bromoflucrobenzene 98 1.00 %REC 10 02/26/09 17:15
Surr: Toluene-d8 96 1.00 %REC 10 02/26/09 17:15
Qualifiers:  *  Value exceeds Maximum Contaminant Level B Analyte detected in the associated Method Blank B
E Value exceeds the instrument calibration range H Holding times for prcparation or analysis exceeded
J  Analyte detected below the PQL ND Not Detected at the Practical Quantitation Limit (PQL) l
P Prim./Conf. column %D or RPD cxceeds limit S Spike Recovery outside accepted recovery limits 5 8
Print Date: 03/02/09 11:57 431354 Project Supervisor: Pamela J. Titus '




l Life Science Laboratories, Inc. Analytical Results
5000 Brittonfield Parkway, Suite 200
I East Syracuse, NY 13057 {315) 4370200 StateCertNo:
CLIENT: O'Brien & Gere Engineers, Inc. Lab I1D: 0902088-012A
Project: GEAE-Quarterly GW Sampling Client Sample ID: TMW-I1DFeb192009
I W Order: 0902088 Collection Date:  02/19/09 9:30
Matrix: WATER Date Received: 02/20/0% 10:30
Inst. ID:  MSO! 11 Sample Size: 10 mL PrepDate:
ColumplD: Rix-VMS BatchNo: R16532
Revision:  02/27/09 9:50 FilelD: 1-SAMP-T4860.D
Col Type:
l Analyte Result Qual PQL MDL Units DF Date Analyzed
VOLATILE ORGANIC COMPOUNDS BY GC/MS SW8260B
1,1,1-Trichloroethane ND 0.50 0.10 pg/L 1 02/26/09 13:23
l 1,1.2,2-Tetrachloroethane ND 0.50 0.10 pg/l 1 02/26/08 13:23
1,1,2-Trichloroethane ND 0.50 0.16 po/l 1 02/26/08 13:23
1,1-Dichloroethane ND 0.50 0.10 po/l 1 02/26/09 13:23
1,1-Dichloroethene ND 0.50 0.16 gL 1 02/26/09 13:23
' 1,2-Dichloroethane ND 0.50 0.16 pa/l 1 02/26/09 13:23
1,2-Dichlcropropane ND 0.50 0.16 pall 1 02/26709 13:23
2-Butanone ND 10.0 1.00 po/l 1 02/26/09 13:23
l 2-Hexanone ND 5.00 1.00 polL 1 02/26/09 13:23
4-Methyl-2-pentanone , ND 500 1.00 ug/lL 1 02/26/09 13:23
Acetone JOUC_ ~—356— 100 1.00 w1 02/26/09 13:23
Benzene ND 0.50 0.10 poil 1 02/26/09 13:23
I Bromeodichloromethane ND 0.50 0.10 po/l 3 02/26/09 13:23
Bromoform ND 1.00 0.33 pOL 1 02/26/09 13:23
Bromomethane ND 1.00 033 polL 1 02/26/09 13:23
I Carbon disulfide ND 0.50 0.11 palL 1 02/26/09 13:23
Carbon tetrachloride ND 0.50 0.10 polL 1 02/26/09 13:23
Chlorobenzene ND 0.50 0.10 po/l 1 02/26/098 13:23
Chloroethane ND 1.00 0.33 po/l 1 02/26/08 13:23
I Chloroform ND 0.50 0.10 /L 1 02/26/08 13:23
Chloromethane ND-~ 1.00 0.33 Mg/l 1 02/26/09 13:23
cis-1,2-Dichioroethene 0. 12;!) 0.50 0.10 ug/lL 1 02/26/08 13:23
cis-1,3-Dichloropropeng ND 0.50 0.16 Mol 1 02/26/09 13:23
' Dibromochioromethane ND 0.50 0.10 pafl 1 02/26/0% 13:23
Ethylbenzene ND 0.50 0.10 ugfL 1 02/26/09 13:23
Methylene chioride ND 2.00 0.16 pg/L 1 02/26/09 13:23
l Styrene ND 0.50 0.10 poll 1 02/26/09 13:23
Tetrachloroethene ND 0.50 0.10 Mg/l 1 02/26/09 13:23
Toluene ND 0.50 0.10 poiL 1 02/26/09 13:23
trans-1,2-Dichloroethene ND 0.50 0.10 pa/l 1 02/26/09 13:23
l trans-1,3-Dichloropropene ND 0.50 0.16 /L 1 02/26/09 13:23
Trichioroethene ND 0.50 0.10 ug/L 1 02/26/09 13:23
Vinyl acetate ND 2.00 1.00 wall 1 02/26/09 13:23
l Vinyl chloride ND 1.00 0.33 pa/l 1 02/26/09 13:23
Qualifiers:  * Value exceeds Maximum Contaminant Level - B Analyte detectcd in the associated Method Blank X
E  Value exceeds the instrument calibration range H Holding times for preparation or analysis exceeded
l J  Analyte detected below the PQL ND Not Detected at the Practical Quantitation Limit (PQL)
P Prim./Conf. column %D or RPD exceeds limit S Spike Recovery outside accepted recovery fimits
l Print Date: 03/02/09 11:57 431348 Project Supervisor: Pamela J. Titus




Life Science Laboratories, Inc. Analytical Results
5000 Brittonfield Parkway, Suite 200

East Syracuse, NY 13057 (315) 437-0200 StateCertNo:

CLIENT: O'Brien & Gere Engineers, inc. Lab ID 0902088-012A
Project: GEAE-Quarterly GW Sampling Client Sample ID: TMW-IDFeb192009

W Order: 0902088 Collection Date:  02/19/09 9:30
Matrix: WATER Date Received: 02/20/09 10:30
Inst. ID: MS01 11 Sample Size: 10 mL PrepDate:

ColumnID: Rtx-VMS % Moisture: BatchNo: R16532

Revision:  02/27/09 9:50 TestCode: 8260W CAL FilelD: 1-SAMP-T4860.D
Col Type:

Analyte : Result Qual PQL _MDL Units DF Date Analyzed

VOLATILE ORGANIC COMPOUNDS BY GC/MS SW8260B

Xylenes (total) ND 1.00 0.30 pa/l 1 02/26/08 13:23
Surr: 1,2-Dichloroethane-d4 104 75- %REC 1 02/26/09 13:23
Surr: 4-Bromofluorobenzene 96 3 125 %REC 1 02/26/09 13:23
Surr; Toluene-d8 97 %REC 1 02/26/09 13:23

*  Value exceeds Maximum Contaminant Level - B Analyte detected in the associated Method Blank

E Value exceeds the instrument calibration range H Holding times for preparation or analysis exceeded

J  Analyte detected below the PQL ND Not Detected at the Practical Quantitation Limit (PQL)
P Prim./Conf. column %D or RPD exceeds limit S Spike Recovery outside accepted secovery limits

Qualifiers:

60

Print Date: 03/02/09 11:57 431348 Project Supervisor: Pamela J. Titus




l Life Science Laboratories, Inc. Analytical Results
5000 Brittonfield Parkway, Suaite 200
l East Syracuse, NY 13057 (315) 437-0200 StateCertNo:
CLIENT: O'Brien & Gere Engineers, Inc. Lab ID: 0902088-013A
Project: GEAE-Quarterly GW Sampling Client Sample ID: 4 F-5PFebi92009
l W Order: (902088 Collection Date:  02/19/09 11:50
Matrix: WATER Date Received: 02/20/09 10:30
Inst. ID: MSO1 11 Sample Size: 10 mL PrepDate:
ColumnID: Rx-VMS % Moisture: BatchNo: R16532
l Revision: 02/27/09 9:50 TestCode: 0W CAL FilelD: 1-SAMP-T4861.D
Col Type: "\; ) RIS
I Analyte Result Qual PQL MDL Units / DF j Date Analyzed
VOLATILE ORGANIC COMPOUNDS BY GC/MS SW&QBze/
1,1,1-Trichloroethane 108 12.5 2.50 pgiL 02/26/09 13:57
l 1,1,2,2-Tetrachioroethane ND 125 2.50 polL 25 02/26/09 13:57
1,1,2-Trichloroethane ND 125 4.00 polL 25 02/26/09 13:57
1,1-Dichloroethane 5.25@) 12.5 250 pgL 25 02/26/08 13:57
1,1-Dichicroethene ~ ND 125 4.00 w25 | 02/26/09 13:57
l 1,2-Dichloroethane ND 125 4.00 gL 25 02/26/08 13:57
1,2-Dichioropropane ND 12.5 4.00 pafl 25 02/26/08 13:57
2-Butanone ND 250 25.0 gL 25 02/26/08 13:57
2-Hexanone ND 125 25.0 Mg/l 25 02/28/09 13:57
l 4-Methyl-2-pentancne ND 125 250 Hafl 25 02/26/09 13:57
Acetone ND 250 25.0 pa/L 25 02/26/09 13:57
Benzene ND 125 2.50 oL 25 02/26/09 13:57
l Bromodichloromethane ND 125 2.50 po/ll 25 02/26/09 13:57
Bromaform ND 250 8.25 g/l 25 02/26/09 13:57 |
Bromomethane ND 250 8.25 paiL 25 02/26/09 13:57
Carbon disulfide ND 125 2.75 pa/L 25 02725109 13:57
I Carbon tetrachloride ND 125 2.50 ugiL 25 02/25/09 13:57
Chiorobenzene ND 125 2.50 pg/L 25 02/26/09 13:57
Chloroethane ND 25.0 8.25 pgiL 25 02126/09 13:57
l Chloroform ND 12.5 2.50 polL 25 02/26/09 13:57
Chloromethane ND 25.0 8.25 pg/lL 25 02/26/09 13:57
cis-1,2-Dichloroethene 238 125 2.50 gL 25 02/26/09 13:57
cis-1,3-Dichloropropene ND 125 4.00 pgL 25 02/26/02 13:57
I Dibromochloromethane ND 125 2.50 V] 8 25 02/26/09 13:57
Ethylbenzene ND 125 2.50 giL 25 02/26/09 13:57
Methylene chioride 4,25 50.0 4.00 ugiL 25 02/26/09 13:57
I Styrene ND 12.5 250 ug/L 25 02/26/09 13:57
Tetrachloroethene ND 125 2.50 gL 25 02/26/09 13:57
Toluene ND 12.5 2.50 pa/L 25 02/26/09 13:57
trans-1,2-Dichloroethene ND 125 2.50 pg/L 25 02/26/08 13:57
I trans-1,3-Dichloropropene ND 125 4.00 g/l 25 02/26/09 13:57
Trichloroethene 298 12.5 250 poill 25 02/26/09 13:57
Vinyi acetate ND 50.0 25.0 pall 25 02/26/08 13:57
I Vinyl chloride ND 250 8.25 poll 25 02/26/09 13:57
Qualifiers:  °  Valuc excoeds Maximum Contaminant Level B Analytc detected in the associated Method Blank
E Value exceeds the instrument calibration range H Holding times for preparation or analysis excecded
l ] Analyte detected below the PQL ND Not Detected at the Practical Quantitation Limit (PQL)
P Prim./Conf column %I} or RPD exceeds limit S ' Spike Recovery outside accepted recovery limits 61
l Print Date; 03/02/09 11:57 431349 Project Supervisor: Pamela J. Titus




Life Science Laboratories, Inc. Analytical Results
5000 Brittonfield Parkway, Suite 200

East Syracuse, NY 13057 (315) 437-0200 StateCertNo:

CLIENT: OBrien & Gere Engineers, Inc. Lab ID: 0902083-013A
Project: GEAE-Quarterly GW Sampling Client Sample ID: 4 F-5PFebi92009
W Order: 0902088 Collection Date:  02/19/09 11:50
Matrix: WATER Date Received: 02/20/09 10:30

Inst. ID: MSO01 11 Sample Size; 10 mL PrepDate:

ColumnID: Rix-VMS %Moisture: BatchNo: R16532

Revision:  02/27/09 9:50 TestCode: 8260W CAL FilelD: 1-SAMP-T4861.D
Col Type:

Analyte Result Quat PQL -~ MDL Units  DF Date Analyzed

VOLATILE ORGANIC COMPOUNDS BY GC/MS SW8260B

Xylenes (total) ND 250 7.50 ugfL 25 02/26/09 13.57
Surr: 1,2-Dichloroethane-d4 107 75/34 4.00 %REC 25 02/26/09 13:57
Surr: 4-Bromofluorobenzene 98 2.50 %REC 25 02/26/09 13:57
Surr: Toluene-d8 88 2.50 %REC 25 ‘ 02/26/09 13:57

Qualifiers: Value exceeds Maximum Contaminant Level B Analyte detected in the associated Method Blank
Value exceeds the instrument calibration range H Holding times for preparation or analysis excecded
Analyte detected below the PQI. ND Not Detected at the Practical Quantitation Limit (PQL)
Prim_/Conf. column %D or RPD exceeds limit S Spike Recovery outside accepted recovery limits

(2]
N

Print Date: 03/02/09 11:57 431349 Project Supervisor: Pamela J. Titus




I Life Science Laboratories, Inc. Analytical Results
5000 Brittonfield Parkway, Saite 200
I East Syracuse, NY 13057 (315) 437-0200 StateCertNo:
CLIENT: O’Brien & Gere Engineers, Inc. Lab ID: 0902088-014A
Project: GEAE-Quarterly GW Sampling Client Sample ID: 4 F-58Febl 92009
l W Order: 0902088 Collection Date:  02/19/09 12:00
Matrix: WATER Date Received: 02/20/09 10:30
Inst. ID: MS01 11 Sample Size: 10 mL PrepDate:
ColumnlID: Rix-VMS % Moisture: BatchNo: R16532
l Revision: 02/27/09 9:50 TestCode: ' 60W CAL FileID: 1-SAMP-T4862.D
Col Type: ,/(1’ <& S !
' Analyte Resﬁ}i Qual PQL MDL Units / DF T Date Analyzed j
VOLATILE ORGANIC COMPOUNDS BY GC/MS sSwsaaepB |
1,1,1-Trichloroethane —559 5.00 1.00 pg/L 10 02/26/09 14:30 ‘
l 1,1,2,2-Tetrachloroethane ND 5.00 1.00 pg/L 02/26/09 14:30
1,1,2-Trichloroethane ND 5.00 1.60 ug/L 10 02/26/0% 14:30
1,1-Dichloroethane ~—228 5.00 1.00 pg/L 10 02/26/09 14:30
1,1-Dichloroethene —7.20 5.00 160 pa/L 10 02/26/09 14:30
I 1,2-Dichloroethane ND 5.00 1.60 pg/L 10 02/26/09 14:30
1,2-Dichloropropane ND 5.00 1.60 po/L 10 02/26/08 14:30
2-Butanone ND 100 10.0 po/l 10 02/26/09 14:30
l 2-Hexanone ND 50.0 100 po/l 10 02/26/09 14:30
4-Methyl-2-pentanone ND 50.0 10.0 po/lL 10 02/26/02 14:30
Acetone ND 100 10.0 pgiL 10 02/26/09 14:30
Benzene ND 5.00 1.00 po/l 10 02/26/09 14:3C
I Bromodichloromethane ND 5.00 1.00 Hg/L 10 02/26/09 14:30
Bromoform ND 10.0 3.30 gL 10 02/26/09 14:30
Bromomethane ND 10.0 3.30 Hg/l 10 02/26/09 14:30
l Carbon disulfide ND 5.00 1.10 pgiL 10 02/26/09 14:30
Carbon tetrachloride ND 5.00 1.00 pg/L 10 02/26/09 14:30
Chlorcbenzene ND 5.00 1.00 Ha/l 10 02/26/09 14:30
Chioroethane ND 100 3.30 pa/l 10 02/26/09 14:30
l Chioraform ND 5.00 1.00 pgiL 10 02/26/09 14:30
Chloromethane ND 10.0 3.30 pall 10 02/26/09 14:30
cis-1,2-Dichloroethene - 124 5.00 1.00 ug/l 10 02/26/09 14:30
cis-1,3-Dichloropropene ND 5.00 1.60 Mg/l 10 02/26/09 14:30
l Dibromochloromethane ND 5.00 1.00 po/l 10 02/26/09 14:30
Ethylbenzene ND 5.00 1.00 pglL 10 02/26/09 14:30
Methylene chioride 1.9[(4) 200 1.60 oL 10 02/26/09 14:30
l Styrene ND 5.00 1.00 pa/L 10 02/26/09 14:30
Tetrachloroethene 2.20’@ 5.00 1.00 palL 10 02/26/09 14:30
Toluene ND 5.00 1.00 Mg/l 10 02/26/09 14:30
I trans-1,2-Dichioroethene 3.50@ 5.00 1.00 o/l 10 02/26/08 14:30
trans-1,3-Dichloropropene ND 5.00 1.60 paL 10 02/26/09 14:30
Trichloroethene —294 5.00 1.00 polL 10 02/26/09 14:30
Vinyl acetate ND 20.0 10.0 gL 10 02/26/09 14:30
l Vinyl chioride ~19.1 100 3.30 po/L 10 02/26/09 14:30
Qualifiers:  * Value exceeds Maximum Contaminant Level "B Analyte detected in the associated Method Blank
E Value exceeds the instrument calibration range H Holding times for preparation or analysis exceeded
I T Analyte detected below the PQL ND Not Detected at the Practical Quantitation Limit (PQL)
P Prim./Conf. column %D or RPD excecds limit S Spike Recovery outside accepted recovery limits 63
I Print Date: 03/02/09 11:57 431350 Project Supervisor: Pamela J. Titus




Life Science Laboratories, Inc. Analytical Results
5000 Brittonfield Parkway, Suite 200
East Syracuse, NY 13057 (315) 437-0200 StateCertNo:
CLIENT: O’Brien & Gere Engineers, Inc. Lab ID: 0902088-014A
Project: GEAE-Quarterly GW Sampling Client Sample ID: 4 F-5SFeb192009
W Order: 0902088 Collection Date:  02/19/09 12:00
Matrix:  WATER Date Received:  02/20/09 10:30
Inst. ID:  MSO1 1! Sample Size: 10 mL PrepDate:
ColumniID: Rtx-VMS % Moisture: BatchNo: R16532
Revision:  02/27/09 9:50 TestCode: 8260W CAL FileID: 1-SAMP-T4862.D
Col Type:
Analyte Result Qual PQL , MDL Units DF Date Analyzed
VOLATILE ORGANIC COMPOUNDS BY GC/MS SW82608
Xylenes (total) ND i 3.00 pa/L 10 02/26/08 14:30
Surr: 1,2-Dichioroethane-d4 1Q7 75-134 1.60 %REC 10 02/26/09 14:30
Surr: 4-Bromofluorobenzene 9 75-125 1.00 %REC 10 02/26/09 14:30
Surmr: quuene-dB 98 75-125 1.00 %REC 10 0_2I26!09 14:30
Qualifiers: Value exceeds Maximum Contaminant Level "B Analyte detected in the associated Method Blank

L

E Value exceeds the instrument calibration range
] Analyte detected below the PQL

P Prim./Conf. column %D or RPD exceeds limit

H Holding times for preparation or analysis exceeded
ND Not Detected at the Practical Quantitation Limit (PQL)
S Spike Recovery outside accepted recovery limits

Print Date: 03/02/09 11:57 431350 Project Supervisor:

Pamela J. Titus

(=2]
=S




l Life Science Laboratories, Inc. Analytical Results
5000 Brittonfield Parkway, Suite 200
l East Syracuse, NY 13057 (315) 437-0200 StateCertNo:
CLIENT: O'Brien & Gere Engineers, Inc. Lab ID: 0902088-015A
Project: GEAE-Quarterly GW Sampling Client Sample ID: A F-5DFebl192009
l W Order: 0902088 Collection Date:  02/19/09 12:10
Matrix: WATER Date Received: 02/20/09 10:30
Inst. ID: MSO01 11 Sample Size: 10 mL PrepDate:
ColumnID: Rix-VMS %Moisture: BatchNo: R16552
l Revision:  03/02/09 11:56 TestCode: \}g\sow CAL FilelD: 1-SAMP-T4895.D
Col Type: )\ A
o Fag =
l Analyte Result Qual PQL MDL Units DF Date Analyzed
VOLATILE ORGANIC COMPOUNDS BY GC/MS sSwsaedB
1,1,1-Trichloroethane ND 0.50 0.10 pa/L 1 02/27/09 18:33
l 1,1,2,2-Tetrachloroethane ND 0.50 0.10 pgiL 1 02/27/09 18:33
1,1,2-Trichloroethane ND 0.50 0.16 wa/l 1 02/27/09 18:33
1,1-Dichloroethane ND 0.50 0.10 gL 1 02/27/09 18:33
1,1-Dichloroethene ND 0.50 0.16 polL 1 | 02/27/08 18:33
l 1,2-Dichioroethane ND 0.50 0.18 pg/L 1 02/27/08 18:33
1,2-Dichloropropane ND 0.50 0.18 pg/L 1 02/27/08 18:33
2-Butanone ND 10.0 1.00 pg/lL 1 0227/09 18:33
I 2-Hexanone ND 5.00 1.00 pgiL 1 02/27/08 18:33
4-Methyl-2-pentanone ND 5.00 1.00 po/L 1 02/27/09 18:33
Acetone LA ...4-3@ 10.0 1.00 pg/L 1 02/27/08 18:33
Benzene ND 0.50 0.10 oL 1 02/27/09 18:33
l Bromodichicromethane ND 0.50 0.10 pg/L 1 02/27/09 18:33
Bromoform ND 1.00 0.33 pa/L 1 02/27/09 18:33
Bromomethane ND 1.00 0.33 pa/l 1 02/27/09 18:33
Carbon disulfide ’ ND 0.50 0.11 gt 1 02/27/09 18:33
Carbon tetrachloride ND 0.50 0.10 Mg/l 1 02/27/09 18:33
Chlorobenzene ND 0.50 0.10 Mg/l 1 02/27/09 18:33
Chioroethane ND 1.00 0.33 Mo/l 1 02/27/09 18:33
l Chioroform ND 0.50 0.10 pa/L 1 02/27/09 18:33
Chicromethane ND 1.00 0.33 Mg/l 1 02/27/09 18:33
cis-1,2-Dichloroethene ND 0.50 0.10 pgiL 1 02/27/09 18:33
cis-1,3-Dichloropropene ND 0.50 0.18 Ho/L 1 02/27/08 18:33
l Dibromochicromethane ND 0.50 0.10 po/lt 1 02/27/09 18:33
Ethylbenzene ND 0.50 0.10 Mol 1 02/27/08 18:33
Methylene chloride ND 2.00 0.16 pa/l 1 02/27/09 18:33
l Styrene ND 0.50 0.10 po/L 1 02/27/09 18:33
Tetrachloroethene ND 0.50 0.10 ug/l 1 02/27/09 18:33
Toluene ND 0.50 0.10 pa/L 1 02/27/09 18:33
trans-1,2-Dichlorcethene ND 0.50 c.10 wgll 1 02/27/09 18:33
' trans-1,3-Dichloropropene ND 0.50 0.16 pg/l 1 02/27/09 18:33
Trichioroethene ND 0.50 0.10 pgiL 1 02727109 18:33
Vinyl acetate ND 2.00 1.00 ugiL 1 02/27/09 18:33
l Vinyl chloride ND 1.00 0.33 ugfl 1 02727/09 18:33
Qualifiers: *  Value exceeds Maximum Contaminant Level B Anaiyte detected in the associated Mcthod Blank
E  Value cxcoeds the instrument calibration range H Holding times for preparation or analysis exceeded
' J  Analyte detected below the PQL ND Not Detected at the Practical Quantitation Limit (PQL)
P Prim./Conf. column %D or RPD cxceeds limit S Spike Recovery outside accepted recovery limits 65
. Print Date: 03/02/09 11:57 431618 Project Supervisor: Pamela J. Titus




Life Science Laboratories, Inc. Analytical Results
5000 Brittonfield Parkway, Suite 200

East Syracuse, NY 13057 (315) 437-0200 StateCertNo:

CLIENT: OBrien & Gere Engineers, Inc. Lab ID: 0902088-015A
Project: GEAE-Quarterly GW Sampling Client Sample ID: 4 F-5DFebl92009
W Order: 0902088 Collection Date:  02/19/09 12:10
Matrix: WATER Date Received: 02/20/09 10:30

Inst. ID:  MSO01 11 Sample Size: 10 mL PrepDate:

ColumnlID: Rtx-VMS % Moisture: BatchNo: R16552

Revision:  03/02/09 11:56 TestCode: 8260W CAL FilelD: 1-SAMP-T4895.D
Col Type:

Analyte Result Qual PQL MDL Units DF Date Analyzed

VOLATILE ORGANIC COMPOUNDS BY GC/MS p SW8260B
Xylenes (total) ND 1.00 0.30 g/l 1 02/27/09 18:33
Surr: 1,2-Dichloroethane-d4 106 75-134 0.16 %REC 1 02/27/09 18:33

1

1

Surr: 4-Bromofluorobenzene 95 0.10 %REC 02/27/09 18:33
Surr: Toluene-d8 97 0.10 %REC 02/27/109 18:33

*  Value exceeds Maximum Contaminant Level ' “B_Analyte detected in the associated Method Blank

E Value exceeds the instrument calibration range H Holding times for preparation or analysis exceeded

J  Analyte detected below the PQL ND Not Detected at the Practical Quantitation Limit (PQL)
P Prim./Confi column %D or RPD exceeds limit S Spike Recovery outside accepted recovery limits

Qualifiers:

(=2]
()]

Print Date: 03/02/09 11:57 431618 Project Supervisor: Pamela J. Titus




l Life Science Laboratories, Inc. Analytical Results
5000 Brittonfield Parkway, Suite 200
. East Syracuse, NY 13057 (315) 437-0200 StateCertNo:
CLIENT: O'Brien & Gere Engineers, Inc. Lab ID: 0902088-016A
Project: GEAE-Quarterly GW Sampling Client Sample ID: ADW-3DFebl192009
l W Order: 0902083 Collection Date: 02/19/09 11:00
Matrix: WATER Date Received: 02/20/09 10:30
Inst. 1D: MS01 11 Sample Size: 10 mL PrepDate:
ColumnlD: Rix-VMS %Moisturpe: BatchNe: R16532
I Revision:  02/27/09 9:50 TestCode: B260W CAL FileID: 1-SAMP-T4863.D
Col Type: (N
N
' Analyte Result Qual PQL MDL Units  DE_ Date Analyzed
VOLATILE ORGANIC COMPOUNDS BY GC/MS sSweasHB
1.1,1-Trichloroethane ND 25.0 5.00 pafl 50 02/26/09 15:03
l 1,1,2,2-Tetrachioroethane ND 25.0 5.00 Mg/l 02/26/08 15:03
1,1,2-Trichloroethane ND 25.0 8.00 HgL 50 02/26/09 15:03
1,1-Dic_hloroethane ND 250 5.00 uglL 50 02/26/09 15:03 ,
1,1-Dichloroethene ND 25.0 8.00 gL 50 | 02/26/09 15:03
' 1,2-Dichloroethane ND 25.0 8.00 g/l 50 02/26/09 15:03
1,2-Dichloropropane ND 25.0 8.00 po/L 50 02/26/09 15:03
2-Butanone ND 500 50.0 pg/L 50 02/26/09 15:03
I 2-Hexanone ND 250 50.0 g/l 50 02/26/09 15:03
4-Methyl-2-pentanone ND 250 50.0 po/l 50 02/26/09 15:03
Acetone ND 500 50.0 pg/L 50 02/26/09 15:03
Benzene ND 25.0 5.00 Ho/L 50 02/26/09 15:03
' Bromodichloramethane ND 25.0 5.00 pg/l 50 02/26/09 15:03
Bromoform ND 50.0 16.5 poAl S0 02/26/09 15:03
Bromomethane ND 50.0 16.5 po/l S0 02/26/09 15:03
I Carbon disulfide : ND 25.0 550 polL 50 02/26/09 15:03
Carbon tetrachioride ND 25.0 5.00 pg/l 50 02/26/09 15:03
Chilorobenzene ND 250 5.00 pofl 50 02/26/08 15:03
Chloroethane ND 50.0 16.5 ugll 50 02/26/09 15:03
l Chioroform ND 25.0 5.00 pa/l 50 02/26/09 15:03
Chloromethane ND 50.0 16.5 ug/L 50 02/26/08 15:03
cis-1,2-Dichloroethene - 678 25.0 5.00 g/l 50 02/26/08 15:03
cis-1,3-Dichloropropene ND 25.0 8.00 pg/L 50 02/26/09 15:03
l Dibromochloromethane ND 250 5.00 Mgt 50 02/26/09 15:03
Ethylbenzene ND 25.0 5.00 Mg/l 50 02/26709 15:03
Methylene chioride ND 100 8.00 ugiL 50 02/26/08 15:03
l Styrene ND 250 5.00 pg/lL 50 02/26/09 15:03
Tetrachioroethene ND 25.0 5.00 pgiL 50 02/26/09 15:03
Toluene ND 25.0 5.00 pg/L 50 02726/09 15:03
trans-1,2-Dichloroethene — 164 250 5.00 Mol 50 02/26/09 15:03
l trans-1,3-Dichloropropene ND 25.0 8.00 po/ll 50 02/26/09 15:03
Trichloroethene —97.0 25.0 5.00 pg/l 50 02/26/09 15:03
Vinyl acetate ND 100 © 500 ug/L 50 02/26/09 15:03
l Vinyl chioride 35.0@ 50.0 165 HglL 50 02/26/09 15:03
Qualifiers:  *  Valueexceeds Maximum Contaminant Level B Analyte detected in the associated Method Blank
E Value cxceeds the instrument calibration range H Holding times for preparation or analysis exceeded
I J  Analyte detected below the PQL ND Not Detected at the Practical Quantitation Limit (PQL)
P Prim./Conf. column %D or RPD exceeds limit S Spike Recovery outside accepted recovery limits 67
l Print Date: 03/02/09 11:57 431351 Project Supervisor: Pamela J. Titus




Life Science Laboratories, Inc. Analytical Results
5000 Brittonfield Parkway, Suite 200
East Syracuse, NY 13057 (315) 437-0200 StateCertNo:

CLIENT: O'Brien & Gere Engineers, Inc. Lab ID: 0902088-016A

Project: GEAE-Quarterly GW Sampling

W Order: 0902088
Matrix: WATER

Client Sample ID: ADW-3DFebl92009

Collection Date:  02/19/09 11:00
Date Received: 02/20/09 10:30

Inst. ID: MSO01 11 Sample Size: 10 mL PrepDate:
ColumnID: Rtx-VMS % Moisture: BatchNo: R16532
Revision:  02/27/09 9:50 TestCode: 8260W CAL FileID: 1-SAMP-T4863.D
Col Type:
Analyte Result Qual PQL MDL Units DF Date Analyzed
VOLATILE ORGANIC COMPOUNDS BY GC/MS SW8260B
Xylenes (total) ND 50.0 15.0 po/L 50 02/26/09 15:03
Surr: 1,2-Dichloroethane-d4 106 75434 8.00 %REC 50 02/26/08 15:03
Surr: 4-Bromofluorobenzene 98 5-125 5.00 %REC 50 02/26/08 15:03
Surr: Toluene-d8 g7 75-125 5.00 %REC S0 » 02126!09 15:03
Q_u.liﬁcrs: * Value exceeds Maximum Contaminant Level B Analyte detected in the associated Method Blank
E Value exceeds the instrument calibration range H Holding times for preparation or analysis excesded
J  Analyte dctected below the PQL ND Not Detected at the Practical Quantitation Limit (PQL)
P Prim./Conf. column %D or RPD exceeds limit S Spike Recovery outside accepted recovery limits

Print Date: 03/02/09 11:57 431351 Project Supervisor: Pamela J. Titus
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l Life Science Laboratories, Inc. Analytical Results
5000 Brittonfield Parkway, Suite 200
l East Syracuse, NY 13057 (315) 437-0200 StateCertNo:
CLIENT: O’Brien & Gere Engineers, Inc. Lab 1D: 0902088-017A
Project: GEAE-Quarterly GW Sampling Client Sample ID: ADW-5DFeb192009
l W Orderz: 0902088 Collection Date:  02/19/09 10:00
Matrix: WATER Date Received: 02/20/09 10:30
Inst. ID: MSO01 11 Sample Size: 10 mL PrepDate:
I ColumnID: Rtx-VMS %Moisture: BatchNo: R16552
Revision:  03/02/09 11:56 TestCode: __ 8260W CAL FilelD: 1-SAMP-T4896.D
Col Type: '
l Analyte R;\}Egl PQL MDL Units DF Date Analyzed
VOLATILE ORGANIC COMPOUNDS BY GC/MS SWa260B
1,1,1-Trichloroethane ND 0.50 0.10- pg/L 1 02/27/09 19:06
I 1,1,2,2-Tetrachloroethane ND 0.50 0.10 po/L 1 02/27/09 13:06
1,1,2-Trichloroethane ND 0.50 0.16 g/l 1 02/27/09 13:06
1,1-Dichloroethane ND 0.50 0.10 pa/l 1 02/27/09 18:06
1,1-Dichloroethene ND 0.50 0.16 pglL 1 02/27/09 13:06
l 1,2-Dichloroethane ND 0.50 0.16 paL 1 02/27/08 19:06
1,2-Dichloropropane ND 0.50 0.16 pglL 1 02/27/09 19:06
2-Butanone ND 10.0 1.00 poll 1 02/27/08 19:06
l 2-Hexanone ND 5.00 1.00 gL 1 02/27/09 19:06
4-Methyl-2-pentanone ND 5.00 1.00 po/L 1 02/27/08 19:06
Acetone JOUL —<esD 100 1.00 pgil 1 02/27/09 19:06
Benzene ND 0.50 0.10 pafL 1 02/27/09 19:06
I Bromodichloromethane ND 0.50 0.10 Ho/L 1 02/27/09 19:06
Bromoform ND 1.00 033 pg/L 1 02727109 19:06
Bromomethane ND 1.00 0.33 Mg/l 1 02/27/09 19:06
l Carbon disuifide ND 0.50 0.11 pg/L 1 02/27/09 19:06
Carbon tetrachloride ND 0.50 0.10 pa/L 1 02/27/09 19:06
Chiorobenzene ND 0.50 0.10 Ho/L 1 02/27/09 19:06
Chioroethane ND 1.00 033 Ha/L 1 02/27/09 19:06
I Chioroform ND 0.50 0.10 paiL 1 02/27/09 19:06
Chicromethane ND 1.00 0.33 ug/L 1 02/27/09 19:06
cis-1,2-Dichloroethene ND 0.50 0.10 ug/L 1 02/27/09 19:06
l cis-1,3-Dichloropropene ND 0.50 0.16 pa/l 1 02/27/09 19:06
Dibromochioromethane ND 0.50 0.10 ug/L 1 02/27/09 19:06
Ethylbenzene ND 0.50 0.10 o/l 1 02/27/09 13:06
Methylene chioride ND 2.00 0.16 po/L i 02/27/09 19:06
l Styrene ND 0.50 0.10 Ho/L 1 02/27/09 19:06
Tetrachloroethene ND 0.50 0.10 po/l 1 02/27/09 19:06
Toluene ND 0.50 0.10 po 1 02/27/08 19:06
trans-1,2-Dichloroethene ND 0.50 0.10 poL 1 02/27/08 19:06
I trans-1,3-Dichloropropene ND 0.50 0.16 pg/L 1 02/27/09 18:06
Trichioroethene ND 0.50 0.10 ugfL 1 02/27/08 19:06
Vinyl acetate ND 2.00 1.00 ug/L 1 02/27/09 19:06
I Vinyl chioride ND 1.00 0.33 pg/L 1 02/27/08 19:06
Qualifiers: " Value exceeds Maximum Contaminant Level " B Analyte detected in the associated Mcthod Blank
E Value exceeds the instrument calibration range H Holding times for preparation or analysis exceeded
I J  Analyte detected below the PQL ND Not Detected at the Practical Quantitation Limit (PQL)
P Prim./Conf. column %D or RPD exceeds limit S Spike Recovery outside accepted recovery limits 6 9
. Print Date: 03/02/09 11:57 431619 Project Supervisor: Pamela J. Titus




Life Science Laboratories, Inc. Analytical Results
5000 Brittonfield Parkway, Suite 200

East Syracuse, NY 13057 (315) 4370200 StateCertNo:

CLIENT: O’Brien & Gere Engineers, Inc. Lab—ﬁ): ‘ 0902088-017A
Project: GEAE-Quarterly GW Sampling Client Sample ID: ADW-5DFebl92009

W Order: 0902088 Collection Date:  02/19/09 10:00
Matrix: WATER Date Received: 02/20/09 10:30
Inst. ID: MS01 11 Sample Size: 10 mL PrepDate:

ColumnID: Rtx-VMS % Moisture: BatchNo: R16552

Revision: 03/02/09 11:56 TestCode: 8260W CAL FilelD: 1-SAMP-T4896.D

Col Type:
Analyte Result Qual PQL MDL Units DF Date Analyzed

VOLATILE ORGANIC COMPOUNDS BY GC/MS SW8260B

Xylenes (total) ND 1.00 0.30 ug/L 02/27/09 19:06
Surr: 1,2-Dichloroethane-d4 107 75-13¢ 0.16 %REC 02/27/09 19:06
Surr: 4-Bromofluorobenzene 98 7 5 0.10 %REC 02/27/09 19:06
Surr: Toluene-d8 97 5-125 0.10 %REC 02/27/09 19:06

Qualifiers: * Value exceeds Maximum Contaminant Level B Analyte detected in the associated Mcthod Blank

E Value exceeds the instrument calibration range H Holding times for preparation or analysis exceeded

J  Analyte detected below the PQL ND Not Detected at the Practical Quantitation Limit (PQL)
r

Prim./Conf. column %D or RPD exceeds limit S  Spike Recovery outside accepted recovery limits

~J
o

Print Date: 03/02/09 11:57 431619 Project Supervisor: Pamela J. Titus
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l Life Science Laboratories, Inc. Analytical Results
5000 Brittonfield Parkway, Suite 200
l East Syracuse, NY 13057 (315) 437-0200 StateCertNo:
CLIENT: O‘Brien & Gere Engineers, Inc, Lab ID: 0902038-013A
Project: GEAE-Quarterly GW Sampling Client Sample ID: 4DW-7DFebl192009
' W Order: 0902088 Collection Date:  02/19/09 10:30
Matrix: WATER Date Received: 02/20/09 10:30
Inst. ID: MSO01 11 Sample Size: 10 mL PrepDate:
ColumniD: Rtx-VMS % Moisture: BatchNo: R16532
l Revision:  02/27/09 9:50 TestC/od;Qgéow CAL FileID: 1-SAMP-T4865.D
. Col Type:
\ -
I Analyte Result Q;}PQL MDL Units DF Date Analyzed
VOLATILE ORGANIC COMPOUNDS BY GC/MS SW8260B
1,1,1-Trichloroethane ND 0.50 0.10 Ha/l 1 02/26/09 16:09
I 1,1,2,2-Tetrachioroethane ND 0.50 0.10 ugiL 1 02/26/09 16:09
1,1 2-Trichloroethane ND 0.50 0.16 ug/L 1 02/26/09 16:09
1 .1-Dithoroethane ND 0.50 0.10 Mo/l 1 02126/09 16:08
1,1-Dichloroethene ND 050 - 0.16 g/l 1 02/26/09 16:09
. 1,2-Dichioroethane ND 0.50 0.16 pglL 1 02/26/09 16:09
1,2-Dichloropropane ND 0.50 0.16 ug/L 1 02/26/09 16:09
2-Butanone ND 10.0 1.00 HgiL 1 02/26/09 16:09
' 2-Hexanone ND 5.00 1.00 polL 1 02/26/09 16:09
4-Methyl-2-pentancne _ ND 5.00 1.00 ug/L 1 02/26/08 16:09
Acstone JOUL ~2e¢D 100 1.00 po/L 1 02/26/09 16:09
Benzene ND 0.50 0.10 pa/l 1 02/26/09 16:09
I Bromaodichloromethane ND 0.50 0.10 wg/L 1 02/26/09 16:09
Bromoform ND 1.00 0.33 ug/l 1 02726109 16:09
Bromomethane ND 1.00 0.33 oL 1 02/26/09 16:09
Carbon disulfide ND 0.50 0.11 o/l 1 02/26/09 16:09
Carbon tetrachloride ND 0.50 0.10 Ho/L 1 02/26/09 16:09
Chilorobenzene ) ND 0.50 0.10 pg/l 1 02/26/09 16:09
Chioroethane ~1.01 1.00 0.33 Mg/t 1 02/26/09 16:09
I Chioroform ND 0.50 0.10 parL 1 02/26/09 16:09
Chioromethane ND 1.00 0.33 pg/L 1 02/26/09 16:09
cis-1,2-Dichloroethene ND 0.50 0.10 po/l 1 02/26/09 16:09
cis-1,3-Dichloropropene ND 0.50 0.16 pa/L 1 02/26/09 16:09
l Dibromochloromethane ND 0.50 0.10 Ho/L 1 02/26/05 16:09
Ethylbenzene ND 0.50 0.10 (T8 1 02126109 16:09
Methylene chioride ND 2.00 0.16 pa/L 1 02/26/09 16:09
l Styrene ND 0.50 0.10 po/lL 1 02/26/09 16:09
Tetrachloroethene ND 0.50 0.10 ug/llL 1 02/26/09 16:08
Toluene ND 0.50 0.10 ug/lL 1 02/26/09 16:09
trans-1,2-Dichloroethene ND 0.50 0.10 po/L 1 02/26/09 16:09
l trans-1,3-Dichloropropene ND 0.50 0.16 pa/l 1 02726/09 16:08
Trichloroethene ND 0.50 0.10 pg/l 1 02/26/09 16:09
Vinyl acetate ND 200 1.00 polL 1 02/26/09 16:09
l Vinyl chioride ND 1.00 0.33 pgiL 1 02/26/09 16:08
Qualifiers: ' Value exceeds Maximum Contaminant Level B Analyte detected in the associated Method Blank
E Value exceeds the instrument calibration range H Holding times for preparation or analysis exceeded
I J  Analyte detected below the PQL ND Not Detected at the Practical Quantitation Limit (PQL)
P Prim./Conf. column %D or RPD exceeds limit S Spike Recovery outside accepted recovery limits 71
l Print Date: 03/02/09 11:57 431352 Project Supervisor: Pamela J. Titus




Life Science Laboratories, Inc. Analytical Results l
5000 Brittonfield Parkway, Suite 200
East Syracuse, NY 13057 (315) 4370200 StateCertNo: l
CLIENT: O'Brien & Gere Engineers, Inc. Lab ID: 0902088-018A
Project: GEAE-Quarterly GW Sampling Client Sample ID: ADW-7DFebl 92009
W Order: 0902088 Collection Date:  02/19/09 10:30 .
Matrix: WATER Date Received: 02/20/09 10:30
Inst. ID:  MSO01 11 Sample Size: 10 mL PrepDate:
ColumnID: Rix-VMS %Moisture: BatchNo: R16532
Revision:  02/27/09 9:50 TestCode: 8260W CAL FileID: 1-SAMP-T4865.D
Col Type:
Analyte Result Qual PQL MDL Units  DF Date Analyzed I
VOLATILE ORGANIC COMPOUNDS BY GC/MS : SW82608
Xylenes (total) ND 0.30 pgiL 1 02/26/09 16:09
Surr: 1,2-Dichloroethane-d4 106 D.16 %REC 1 02/26/09 16:09 I
Surmr: 4-Bromofluorobenzene 97 0.10 %REC 1 02/26/09 16:09
Sun: Toluene-d8 g7 0.10 %REC 1 02/26/09 16:09
Qualifiers:  *  Value exceeds Maximum Contaminant Level B Analyte detected in the associated Method Blank
E Value exceeds the instrument calibration range H Holding times for preparation or analysis exceeded
J  Analyte detected below the PQL ND Not Detected at the Practical Quantitation Limit (PQL) I
P Prim./Couf. column %D or RPD exceeds limit S Spike Recovery outside accepted recovery limits 72
Print Date: 03/02/09 11:57 431352 Project Supervisor: Pamela J. Titus l




Print Date: 03/06/09 14:48 431620 Project Supervisor: Pamela J. Titus

I Life Science Laboratories, Inc. Analytical Results
000 Brittonfield Parkway, Suite 200
l East Syracuse, NY 13057 (315) 437-0200 StateCertNo:
CLIENT: O’Brien & Gere Engineers, Inc. Lab ID: 0902095-001A
Project:  GEAE-Quarterly GW Sampling Client Sample ID: TBFeb202009
I W Order: 0902095 Collection Date:  02/20/09 8:10
Matrix: WATER Q Date Received: 02/21/09 9:18
Inst. ID: MSO01 11 Sample Size: 10 mL PrepDate:
. ColumnID: Rix-VMS %Moisture; BatchNo: R16552
Revision: 03/02/09 11:56 TestCode;C>260W CAL FilelD: 1-SAMP-T4897.D
Col Type: — ﬂ
I Analyte Result Qual PQL MDL Units DF Date Analyzed
VOLATILE ORGANIC COMPOUNDS BY GC/MS SWa260B
1,1,1-Trichioroethane ND 0.50 0.10 uo/L 1 02/27/08 19:39
I 1,1,2,2-Tetrachloroethane ND 0.50 0.10 po/l 1 02/27/09 19:33
1,1,2-Trichloroethane ND 0.50 0.16 po/L 1 02/27/09 19:39
1,1-Dichloroethane v0.18® 0.50 0.10 pg/l 1 02/27/09 18:39
1,1-Dichloroethene ND 0.50 0.18 pg/L 1 02/27/09 18:39
l 1,2-Dichloroethane ND 0.50 0.16 g/l 1 02/27/09 18:39
1,2-Dichloropropane ND 0.50 0.16 ug/L 1 02/27/09 19:39
2-Butancne ND 10.0 1.00 pgiL 1 02/27/09 19:39
I 2-Hexanone ND 5.00 1.00 polL 1 02/27/09 19:38
4-Methyl-2-pentanone ND 5.00 1.00 pglL 1 02/27/08 19:38
Acetone 29447 100 1.00 po/L 1 02/27/09 19:39
Benzene 0.?;‘6 0.50 0.10 g/l 1 02/27/09 19:39
l Bromodichloromethane ND 0.50 0.10 Hg/L 1 02/27/09 19:39
Bromoform ND 1.00 033 Ho/L 1 02/27/09 19:39
Bromomethane ND 1.00 0.33 pgil 1 02727/09 19:39
I Carbon disulfide ND 0.50 0.11 Mg/l 1 02127109 19:39
Carbon tetrachioride ND 0.50 0.10 ug/l 1 02/27/09 19:39
Chiorobenzene ND 0.50 0.10 o/l 1 02/27/09 19:38
Chloroethane ND 1.00 0.33 17 1 02/27/08 19:39
I Chioroform ND 0.50 0.10 po/L 1 02/27/09 19:39
Chioromethane ND . L 1.00 0.33 pg/L 1 02/27/09 19:39
cis-1,2-Dichloroethene 0. | 0.50 0.10 paiL 1 02/27/09 19:39
l cis-1,3-Dichloropropene ND 0.50 0.16 pa/l 1 02/27/09 19:39
Dibromochloromethane ND 0.50 0.10 po/L 1 02/27/09 19:39
Ethytbenzene ND 0.50 0.10 Mo/l 1 02/27/09 19:39
Methylene chioride ND 2.00 0.16 gL 1 02/27/08 19:39
I Styrene ND 0.50 0.10 HgiL 1 02/27/09 19:38
Tetrachloroethene ND 0.50 0.10 T 1 02/27/09 19:39
Toluene ND 0.50 0.10 po/l 1 02/27/09 19:38
I trans-1,2-Dichloroethene ND 0.50 0.10 Y 02/27/09 19:39
trans-1,3-Dichloropropene ND 0.50 0.16 Hg/lL 1 02/27/09 19:39
Trichloroethene ND 0.50 0.10 ugiL 1 02/27/09 19:39
Vinyl acetate ND/ 2.00 1.00 pg/L 1 02/27/09 19:39
l Vinyl chioride 0.42 ¥ 1.00 0.33 Mol 1 02/27/09 19:39
aﬁﬁeﬁt * Value cxceeds Maximum Contaminant Level B Analyte detected in the associated Method Blank
E Value exceeds the instrument calibration range H Holding times for preparsation or anatysis exceeded
l J  Analyte detected below the PQL ND Not Detected at the Practical Quantitation Limit (PQL)
P Prim./Conf. column %D or RPD exceeds limit S Spike Recovery outside accepted recovery limits 73




Life Science Laboratories, Inc.
5000 Brittonfield Parkway, Suite 200

East Syracuse, NY 13057

(315) 437-0200

Analytical Results

StateCertNo: o

CLIENT: O’Brien & Gere Engineers, Inc.

Project:
W Order:
Matrix:
Inst. ID:

Revision:
Col Type:

GEAE-Quarterly GW Sampling
0902095
WATER Q
MsS01 11
ColumnID: Rix-VMS
03/02/09 11:56

Sample Size: 10 mL
% Moisture:

TestCode: 8260W CAL

Lab ID: 0902095-001A
Client Sample ID: TBFeb202009
Collection Date:  02/20/09 8:10
Date Received: 02/21/09 9:18
PrepDate:
BatchNo:
FilelD:

R16552
1-SAMP-T4897.D

Analyte

Resuit Qual PQL

s

MDL Units DF Date Analyzed

VOLATILE ORGANIC COMPOUNDS BY GC/MS

Xylenes (total)

Surr; 1,2-Dichloroethane-d4
Surr: 4-Bromofluorobenzene
Surr: Toluene-d8

ND
111
95
98

1.00

75434
5125

75-125

*
E
J

P

Valuc exceeds Maximum Contaminant Level
Value ecxceeds the instrument calibration range
Analyte detected below the PQL

Prim./Conf. column %D or RPD exceeds limit

SW3260B
pgiL
%REC
%REC
%REC

02/27/09 19:38
02/27/09 19:39
02/27/09 19:39
02/27/09 19:39

0.30
0.16
0.10

1
1
1
0.10 1

B Analyte detected in the associated Method Blank

H Holding times for preperation or analysis excecded
ND Not Detected at the Practical Quantitation Limit (PQL)

S Spike Recovery outside accepted recovery limits

Print Date: 03/06/09 14:48

431620

Project Supervisor: Pamela J. Titus
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I Life Science Laboratories, Inc. Analytical Results
5000 Brittonfield Parkway, Suite 200
I East Syracuse, NY 13057 (315) 437-0200 StateCertNo:
CLIENT: O’Brien & Gere Engineers, Inc. Lab ID: 0902095-002A
Project:  GEAE-Quarterly GW Sampling Client Sample ID: TMW-2SFeb202009
l W Order: (0902095 Collection Date:  02/20/09 8:10
Matrix: GROUNDWATER Date Received: 02/21/09 9:18
Imst. ID:  MSO0C1 11 Sample Size: 10 mL PrepDate: |
l ColumaID: Rx-VMS %Moisture: BatchNo: R16552 |
Revision: 03/02/09 11:56 TestCoder\) 8260W CAL FileID: 1-SAMP-T4898.D
Col Type: /g\{n&\
&
l Analyte Result Qual PQL MDL Units DF Date Analyzed
VOLATILE ORGANIC COMPOUNDS BY GC/MS SWB2608
1,1,1-Trichloroethane ND 0.50 0.10 pall 1 02/27/09 20:12
I 1,1,2,2-Tetrachioroethane ND 0.50 0.10 pail 1 02/27/09 20:12
1,1,2-Trichloroethane ND 0.50 0.16 pgiL 1 02/27/09 20:12
1,1-Dichloroethane ND 0.50 0.10 pgiL 1 02/27/09 20:12
1,1-Dichloroethene ND 0.50 0.16 gL 1 02/27/09 20:12
1,2-Dichloroethane ND 0.50 0.16 gL 1 02/27/09 20:12
1,2-Dichioropropane ND 0.50 0.16 gL 1 02727109 20:12
2-Butanone ND 10.0 1.00 ugL 1 02/27/08 20:12
l 2-Hexanone ND 5.00 1.00 gL 1 02/27/08 20:12
4 Methyl-2-pentanone ND 5.00 1.00 pgiL 1 02727108 20:12
Acetone ND 10.0 1.00 pglL 1 02/27/08 20:12
Benzene ' ND 0.50 0.10 pgiL 1 02/27/09 20:12
I Bromodichloromethane ND 0.50 0.10 pa/l 1 02/27/09 20:12
Bromoform ND 1.00 0.33 o/l 1 02/27/09 20:12
Bromomethane ND 1.00 0.33 po/L 1 02/27/09 20:12
l Carbon disulfide ND 0.50 0.1 uaiL 1 02/27/09 20:12
Carbon tetrachioride ND 0.50 0.10 pg/l 1 02/27/09 20:12
Chiorobenzene ND 0.50 0.10 gL 1 02/27/09 20:12
Chloroethane ND 1.00 0.33 pg/L 1 02/27/09 20:12
I Chioroform ND 0.50 0.10 gL 1 02/27/09 20:12
Chioromethane 0520 ) 1.00 0.33 gL 1 02/27/08 20:12
cis-1,2-Dichloroethene ND 0.50 0.10 gL 1 02/27/09 20:12
I cis-1,3-Dichloropropene ND 0.50 0.16 g/l 1 02/27/09 20:12
Dibromochicromethane ND 0.50 0.10 oL 1 02/27/09 20:12
Ethylbenzene ND 0.50 0.10 gL 1 02/27/08 20:12
Methylene chioride ND 2.00 0.16 uglL 1 02/27/09 20:12
I Styrene ND 0.50 0.10 ygiL 1 02/27/09 20:12
Tetrachioroethene ND 0.50 0.10 ug/L 1 02/27/08 20:12
Toluene ND 0.50 0.10 pg/L 1 02/27/09 20:12
I trans-1,2-Dichloroethene ND 0.50 0.10 pgiL 1 02/27/09 20:12
trans-1,3-Dichloropropene ND 0.50 0.16 pglL 1 02/27/09 20:12
Trichloroethene ND 0.50 0.10 poll 1 02/27/09 20:12
Vinyl acetate ND 2.00 1.00 pa/L 1 02/27/09 20:12
I Vinyl| chioride ND 1.00 0.33 palL 1 02/27/09 20:12
Qualifiers:  ° Value exceeds Maximum Contaminant Level B Analyte detected in the associated Method Blank
E Value exceeds the instrument calibration range H Holding times for preparation or analysis exceeded
l 1 Analyte detected below the PQL ND Not Detected at the Practical Quantitation Limit (PQL)
P Prim /Conf. column %D or RPD exceeds limit S  Spike Recovery outside accepted rccovery limits 7 5
' Print Date: 03/06/09 14:48 431621 Project Supervisor: Pamela J. Titus




Life Science Laboratories, Inc.

5000 Brittonfield Parkway, Suite 200

Analytical Results

StateCertNo:

East Syracuse, NY 13057 K (315) 437-0200

CLIENT: OBrien & Gere Engineers, Inc.
Project: GEAE-Quarterly GW Sampling

W Order: 0902095
Matrix: GROUNDWATER

Lab ID: 0902095-002A
Client Sample ID: TMW-2SFeb202009

Collection Date:  02/20/09 8:10
Date Received: 02/21/09 9:18

Inst. ID:  MSO01 11 Sample Size: 10 mL PrepDate:

ColumnID: RxX-VMS %Moisture: BatchNo: R16552

Revision: 03/02/09 11:56 TestCode: 8260W CAL FileID: 1-SAMP-T4898.D

Col Type:

Analyte Result Qual PQL ~ MDL Units DF Date Analyzed

VOLATILE ORGANIC COMPOUNDS BY GC/MS SW38260B

Xylenes (total) ND 1.0 0.30 gL 1 02/27/09 20:12
Sum: 1,2-Dichioroethane-d4 110 78134 0.16 %REC 1 02/27/08 20:12
Surr: 4-Bromofiucrobenzene 98 5-125 0.10 %REC 1 02/27/08 20:12
Surr: Toluene-d8 97 75125 0.10 %REC 1 02/27/09 20:12

P Value exceeds Maximum Contaminant Level B Analyte detected in the associated Method Blank

*
E Value exceeds the instrument calibration range
J  Analyte detected below the PQL

P Prim./Conf. column %D or RPD exceeds limit

H Holding times for preparation or analysis excesded
ND Not Detected at the Practical Quantitation Limit (PQL)
S Spike Recovery outside acoepted recovery limits

~
(o))

Print Date: 03/06/09 14:48 431621 Project Supervisor: Pamela J. Titus




I Life Science Laboratories, Inc. Analytical Results
5000 Brittonfield Parkway, Suite 200
l East Syracuse, NY 13057 (315) 437-0200 StateCertNo:
CLIENT: O'Brien & Gere Engineers, Inc. Lab ID: 0902095-003A
Project: GEAE-Quarterly GW Sampling Client Sample ID: TMW-2DFeb202009
I W Order: 0902095 ' Collection Date:  02/20/09 8:15
Matrix: . GROUNDWATER Date Received: 02/21/09 9:18
Imst. ID:  MSO1 11 Sample Size: 10 mL PrepDate:
l ColumnID: Rtx-VMS %Moisture: BatchNo: R16610
Revision:  03/06/09 14:47 TestCodd:  8260W CAL FileID: 1-SAMP-T4910.D
Col Type: ”Na
I Analyte Result 6};1 PQL MDL Units DF Date Analyzed
VOLATILE ORGANIC COMPOUNDS BY GC/MS SW8260B
1,1,1-Trichioroethane ND 0.50 0.10 Mgl 1 03/03/09 14:34
I 1,1,2,2-Tetrachloroethane ND 0.50 0.10 Mgl 1 03/03/09 14:34
1,1,2-Trichioroethane ND 0.50 0.16 Mg/l 1 03/03/08 14:34
1,1-Dichioroethane ND 0.50 0.10 g/l 1 03/03/08 14:34
I 1,1-Dichloroethene ND 0.50 0.16 pglL 1 03/03/09 14:34
1,2-Dichioroethane ND 0.50 0.16 wgll 1 03/03/09 14:34
1,2-Dichloropropane ND 0.50 0.16 poll 1 03/03/09 14:34
2-Butanone ND 10.0 1.00 ugfl 1 03/03/08 14:34
I 2-Hexanone ND 5.00 1.00 g/l 1 03/03/09 14:34
4-Methyl-2-pentanone ND 5.00 1.00 poL 1 03/03/09 14:34
Acatone 1oL -jg 10,0 1.00 w4 03/03/08 14:34
l Benzene .60 0.50 0.10 pail 1 03/03/09 14:34
Bromodichloromethane ND 0.50 0.10 pall 1 03/03/09 14:34
Bromoform ND 1.00 0.33 pg/L 1 03/03/09 14:34
Bromomethane ND 1.00 0.33 Hol 1 03/03/09 14:34
l Carbon disulfide ND 0.50 0.1 Hg/L 1 03/03/09 14:34
Carbon tetrachloride ND 0.50 0.10 po/lL 1 03/03/09 14:34
Chiorobenzene ND 0.50 0.10 oL 1 03/03/09 14:34
Chioroethane ND 1.00 0.33 polL 1 03/03/09 14:34
I Chloroform ND 0.50 0.10 pall 1 03/03/09 14:34
Chloromethane ND 1.00 0.33 Ha/L 1 03/03/09 14:34
cis-1,2-Dichloroethene OH U 44-@ 0.50 0.10 pglL 1 03/03/09 14:34
I cis-1,3-Dichloropropene ND 0.50 0.16 po/L 1 03/03/08 14:34
Dibromochloromethane ND 0.50 0.10 polL 1 03/03/09 14:34
Ethylbenzene ND 0.50 0.10 po/L 1 03/03/09 14:34
Methylene chioride ND 2.00 0.16 pa/L 1 03/03/09 14:34
I Styrene ND 0.50 0.10 pgiL 1 03/03/09 14:34
Tetrachloroethene ND 0.50 0.10 po/L 1 03/03/09 14:34
Toluene ND 0.50 0.10 polL 1 03/03/09 14:34
I trans-1,2-Dichloroethene ND 0.50 0.10 poiL 1 03/03/09 14:34
trans-1,3-Dichloropropene ND 0.50 0.16 poll 1 03/03/09 14:34
Trichloroethene 0.12@ 0.50 0.10 pgil. 1 03/03/09 14:34
Vinyl acetate ND 200 1.00 pg/l 1 03/03/09 14:34
l Vinyl chloride ND 1.00 0.33 TR 1 03/03/0S 14:34
Qualifiers:  *  Value excecds Maximum Contaminant Level B Analyte detected in the associated Method Blank
E Value exceeds the instrument calibration range H Holding times for preparation or analysis exceeded
I J  Analyte detected below the PQL ND Not Detected at the Practical Quantitation Limit (PQL)
P Prim./Conf. column %D or RPD exceeds limit S Spike Recovery outside accepted recovery limits 77
l Print Date: 03/06/09 14:48 432530 Project Supervisor: Pamela J. Titus




Life Science Laboratories, Inc. Analytical Results
5000 Brittonfield Parkway, Suite 200
Ea.:st Syracuse, NY 13057 (315) 437-0200 StateCertNo:
CLIENT: O’Brien & Gere Engineers, Inc. Lab ID: 0902095-003A
Project: GEAE-Quarterty GW Sampling Client Sample ID: TMW-2DFeb202009
W Order: 0902095 Collection Date:  02/20/09 8:15
Matrix: GROUNDWATER Date Received: 02/21/09 9:18
Imst. ID:  MSO1 11 Sample Size: 10 mL PrepDate: .
ColumnID: Rtx-VMS % Moisture: BatchNo: R16610
Revision:  03/06/09 14:47 TestCode: 8260W CAL FilelD: 1-SAMP-T4910.D
Col Type:
Analyte Result Qual PQL MDL Units DF Date Analyzed
VOLATILE ORGANIC COMPOUNDS BY GC/MS o SW8260B
Xylenes (total) ND 1.00 / 0.30 poll. 1 03/03/09 14:34
Surr: 1,2-Dichloroethane-d4 106 754134 0.16 %REC 1 03/03/09 14:34
Surr; 4-Bromofiuorobenzene 97 5-125 0.10 %REC 1 03/03/09 14:34
Surr: Toluene-d8 98 75125 0.10 %REC 1 03/03/09 14:34
Qualifiers: Value exceeds Maximum Contaminant Level B Analyte detected in the associated Mcthod Blank

Analyte detected below the PQL

P Pnm./Conf column %D or RPD exceeds limit

*
E Value cxceeds the instrument calibration range
J

H Holding times for preparation or analysis exceeded
ND Not Detected at the Practical Quantitation Limit (PQL)
S  Spike Recovery outside accepted recovery limits

Print Date: 03/06/09 14:48 432530

Project Supervisor: Pamela J. Titus
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*
E Value exceeds the instrument calibration range
J  Analyte detected below the PQL

P Prim./Conf. column %D or RPD exceeds limit

H Holding times for preparation or analysis exceeded
ND Not Detected at the Practical Quantitation Limit (PQL)
S Spile Recovery outside accepled recovery limits

Print Date: 03/06/09 14:48

432531

Project Supervisor: Pamela J. Titus

. Life Science Laboratories, Inc. Analytical Results
5000 Brittonfield Parkway, Suite 200
l East Syracuse, NY 13057 (315) 437-0200 StateCertNo:
CLIENT: O’Brien & Gere Engineers, Inc. Lab ID: 09502095-004A
Project:  GEAE-Quarterly GW Sampling Client Sample ID: 4 F-25PFeb202009
l W Order: 0902095 Collection Date:  02/20/09 8:35
Matrix: GROUNDWATER Date Received: 02/21/09 9:18
Imst. ID: MSO1 11 Sample Size: 10 mL PrepDate:
l ColumnID: Rix-VMS %Moisture: BatchNo: R16610
Revision: 03/06/09 14:47 TestCode: 8260W CAL FileID: 1-SAMP-T4911.D
Col Type: P
L ) = =
I Analyte Resulh, g POL MDL Units /DF ™\ Date Analyzed
VOLATILE ORGANIC COMPOUNDS BY GCMS SWs2§08
1,1,1-Trichloroethane —338 10.0 2.00 gL 20 03/03/09 15:07
. 1,1,2,2-Tetrachloroethane ND 10.0 2.00 ug/L 03/03/09 15:07
1,1,2-Trichloroethane ND 10.0 3.20 paL 20 03/03/09 15:07
1,1-Dichloroethane — 3656 10.0 2.00 polL 20 03/03/09 15:07
l 1,1-Dichloroethene 20.0 10.0 3.20 pg/L 20 03/02/09 15:07
1,2-Dichloroethane T ND 10.0 3.20 pa/L 20 03/03/09 15:07
1,2-Dichloropropane ND 10,0 3.20 gL 20 03/03/08 15:07
2-Butanone ND 200 20.0 pg/L 20 03/03/08 15:07
l 2-Hexanane ND 100 20.0 gL 20 03/03/09 15:07
4-Methyl-2-pentanone ND 100 20.0 ug/L 20 03/03/09 15:07
Acetone ND 200 20.0 polL 20 03/03/09 15:07
Benzene ND 10.0 2.00 pg/l 20 03/03/09 15:07
I Bromodichloromethane ND 10.0 2.00 ya/lL 20 03/03/09 15:07
Bromaform ND 20.0 6.60 piL 20 03/03/08 15.07
Bromomethane ND 20.0 6.60 po/L 20 03/03/08 15:07
I Carbon disulfide ND 10.0 220 g/l 20 03/03/09 15:07
Carbon tetrachloride ND 10.0 2.00 Hg/L 20 03/03/09 15:07
Chlorobenzene ND 10.0 2.00 pg/ll 20 03/03/09 15:07
Chioroethane ND 20.0 6.60 pg/L 20 03/03/09 15:07
I Chloroform ND 10.0 2.00 g/l 20 03/03/09 15:07
Chloromethane ND 20.0 6.60 [T 20 03/03/089 15:07
cis-1,2-Dichloroethene —— 358 10.0 2.00 pa/l 20 03/03/08 15:07
I cis-1,3-Dichloropropene ND 10.0 3.20 ugiL 20 03/03/08 15:.07
Dibromochloromethane ND 10.0 2.00 pg/L 03/03/03 15:07
Ethylbenzene ND 10.0 2.00 ug/L 20 03/03/09 15:07
Methylene chloride ND 40.0 3.20 ugiL 03/03/09 15:07
I Styrene ND 10.0 2.00 pg/L 20 03/03/09 15:07
Tetrachloroethene ND 10.0 2.00 poll 03/03/09 15:07
Toluene ND 10.0 2.00 palL 20 03/03/09 15:07
I trans-1,2-Dichloroethene ND 10.0 2.00 pa/L 20 03/03/09 15:07
trans-1,3-Dichioropropene ND 10.0 320 paiL 20 03/03/08 15:07
Trichloroethene ——200 10.0 2.00 pglL 20 03/03/09 15:07
Vinyl acetate ND 40.0 200 Hg/L 20 03/03/09 15:07
I Viny| chioride Tl 1266 200 6.60 W 20 03/03/09 15:07
I Qualifiers: Value excecds Maximum Contaminant Level B  Analyte detected in the associated Method Blank

79




Life Science Laboratories, Inc.
5000 Brittonfield Parkway, Suite 200

East Syracuse, NY 13057 (315) 437-0200

Analytical Results

StateCertNo:

CLIENT: O'Brien & Gere Engineers, Inc.

Project: GEAE-Quarterly GW Sampling

W Order: 0902095

Matrix: GROUNDWATER

Inst. 1D: MSO01 11 Sample Size: 10 mL
ColumnID: Rtx-VMS % Moisture:

Revision: 03/06/09 14:47 TestCode: 8260W CAL
Col Type:

Lab ID: 0902095-004A
Client Sample ID: 4 F-25PFeb202009
Collection Date:  02/20/09 8:35

Date Received: 02/21/09 9:18
PrepDate:

BatchNo: R16610

FilelD: 1-SAMP-T4911.D

Analyte Result Qual PQL

MDL Units DF Date Analyzed

VOLATILE ORGANIC COMPOUNDS BY GC/MS

Xylenes (total) ND 20.0
Surr: 1,2-Dichlioroethane-d4 103 75-1
Surr: 4-Bromofluorobenzene 98 78125
Surr: Toluene-d8 g8 75-125

SW8260B
6.00 ug/L 20 03/03/09 15:07
3.20 %REC 20 03/03/09 15:07
2.00 %REC 20 03/03/09 15:07
200 %REC 20 03/03/09 15:07

*  Value exceeds Maximum Contaminant Level
E Value exceeds the instrument calibration range

J  Analyte detected below the PQL

P Prim./Conf. column %D or RPD exceeds limit

Q—lsaliﬁcn:

B Analyte detected in the associated Method Blank

H  Holding times for preparation or analysis exceeded
ND Not Detected at the Practical Quantitation Limit (PQL)

S Spike Recovery outside accepted recovery limits

Print Date: 03/06/09 14:48 432531 Project Supervisor: Pamela J. Titus
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l Life Science Laboratories, Inc. Analytical Results
5000 Brittonfield Parkway, Suite 200 ,
I East Syracuse, NY 13057 (315) 437-0200 StateCertNo:
CLIENT: O'Brien & Gere Engineers, Inc. Lab ID: 0902095-005A
Project: GEAE-Quarterly GW Sampling Client Sample ID: 4 F-3PFeb202009
I W Order: 0902095 Collection Date:  02/20/09 13:55
Matrix: GROUNDWATER Date Received: 02/21/09 9:18
Inst. ID: MS01 11 Sample Size: 10 mL PrepDate:
I ColumnID: Rx-VMS %Moisture: BatchNo: R16552
Revision:  03/02/09 11:56 TestCode: ™N\8260W CAL FilelD: 1-SAMP-T4901.D
Col Type: \\’é( it
l Analyte Result Qual PQL MDL Units / DF \] Date Analyzed
VOLATILE ORGANIC COMPOUNDS BY GC/MS swszU
1,1,1-Trichloroethane —60.0 2.50 0.50 gL 5 02/27/09 21:52
l 1,1,2,2-Tetrachioroethane ND 2.50 0.50 pg/L 5 02/27/09 21:52
1,1,2-Trichloroethane ND 2.50 0.80 uglL 5 02/27/09 21:52
1,1-Dichloroethane —5.15 250 0.50 oL 5 02/27/09 21:52
1,1-Dichloroethene ND 2.50 0.80 g/l 5 0227/09 21:52
I 1,2-Dichloroethane ND 2.50 0.80 gL 5 02/27/09 21:52
1,2-Dichloropropane ND 2.50 0.80 polL 5 02/27/09 21:52
2-Butancne ND 50.0 5.00 172718 S 02/27/08 21:52
l 2-Hexanone ND 25.0 5.00 po/l 5 02/27/09 21:52
4-Methyl-2-pentanone ND 25.0 5.00 pa/L 5 02/27/09 21:52
Acetone DL, 524D 500 5.00 polL 5 02/27/09 21:52
Benzene , ND 2.50 0.50 po/L 5 02/27/09 21:52
l Bromodichioromethane ND 2.50 0.50 pg/iL 5 02/27/09 21:52
Bromoform ND 5.00 1.65  pglL 5 02/27/09 21:52
Bromomethane ND 5.00 1.85 pa/L S 02727109 21:52
I Carben disulfide ' ND 2.50 0.55 pgiL 5 02/27/09 21:52
Carbon tetrachloride ND 2.50 0.50 uglL 5 02/27/09 21:52
Chilorobenzene ND 2.50 0.50 ug/lL 5 02/27/09 21:52
Chloroethane ND 5.00 1.65 gL 5 02/27/09 21:52
l Chloroform , —2.50 2.50 0.50 ug/lL 5 02/27/09 21:52
Chioromethane ND 5.00 1.65 wo/l 5 02/27/09 21:52
cis-1,2-Dichloroethene (A —340 250 0.50 gL 5 02/27/09 21:52
I cis-1,3-Dichloropropene ND 2.50 0.80 pg/lL 5 02/27/09 21:52
Dibremochloromethane ND 2.50 0.50 poll 5 02/27/08 21:52
Ethytbenzene ND 250 0.50 pglL 5 02/27/09 21:52
Methylene chloride o.ssQ) 10.0 0.80 pgiL 5 02/27/09 21:52
l Styrene ND 250 0.50 po/l 5 02/27/08 21:52
Tetrachloroethene — 885 2.50 0.50 pg/L 5 02/27/09 21:52
Toluene ND 2.50 0.50 wg/L 5 02/27/09 21:52
l trans-1,2-Dichioroethene ND 2.50 0.50 pg/L 5 02/27/09 21:52
trans-1,3-Dichloropropene ND 250 0.80 pa/l 5 0227108 21:52
Trichioroethene 970 2.50 0.50 pa/L 5 02/27/08 21:52
Vinyl acetate ND 10.0 5.00 poiL 5 02/27/09 21:52
I Vinyl chioride ND 5.00 1.65 pgiL 5 02/27/09 21:52
Qualifiers:  *  Value exceeds Maximum Contaminant Level " 777B  Analyte detected in the associated Method Blank i
E Valuc exceeds the instrument calibration range H Holding times for preparation or analysis exceeded
l ] Analyte detected below the PQL ND Not Detected at the Practical Quantitation Limit (PQL)
_ P Prim./Conf. column %D or RPD exceeds limit S Spike Recovery outside accepted recovery limits 8 1
' Print Date: 03/06/09 14:48 431622 Project Supervisor: Pamela J. Titus




Life Science Laboratories, Inc. Analytical Results
5000 Britionfield Parkway, Suite 200

East Syracuse, NY 13057 (315) 437-0200 StateCertNo:

CLIENT: O’Brien & Gere Engineers, Inc. Lab ID; 0902095-005A
Project: GEAE-Quarterly GW Sampling Client Sample ID: 4 F-3PFeb202009

W Order: 0902095 Collection Date:  02/20/09 13:55
Matrix: GROUNDWATER Date Received: 02/21/09 9:18
Imst. ID: MS01 11 Sample Size: 10 mL PrepDate:

ColumnID: Ritx-VMS %M oisture: BatchNo: R16552

Revision: 03/02/09 11:56 TestCode: 38260W CAL FilelD: 1-SAMP-T4901.D

Col Type:
Analyte Result Qual PQL MDL Units DF Date Analyzed

VOLATILE ORGANIC COMPOUNDS BY GC/MS SW8260B

Xylenes (total) ND 5.00 1.50 pgiL 5 02/27/09 21:52
Surr: 1,2-Dichlorosthane-d4 113 ,75-134 0.80 %REC 5 02/27/09 21:52
Surr: 4-Bromofluorobenzene 95 75- 0.50 %REC 5 02/27/09 21:52
Surr: Toluene-d8 97 75-125 0.50 %REC S 02/27109 21:52

Qualifiers: Valuc exceeds Maximum Contaminant Level "B Analyte detected in the associated Method Blank
. Value exceeds the instrument calibration range H Holding times for preparation or analysis exceeded
Analyte detected below the PQL. ND Not Detected at the Practical Quantitation Limit (PQL)
Prim./Conf. column %D or RPD exceeds limit S Spike Recovery outside accepted recovery limits

82

Print Date: 03/06/09 14:48 431622 Project Supervisor: Pamela J. Titus




I Life Science Laboratories, Inc. Analytical Results
5000 Brittonfield Parkway, Suite 200
I East Syracuse, NY 13057 (315) 437-0200 StateCertNo:
CLIENT: O’Brien & Gere Engineers, Inc. Lab ID: 0902095-006A
Project: GEAE-Quarterly GW Sampling Client Sample 1D: 40C PSTMW-2S
I W Order: 0902095 Collection Date:  02/20/09 14:30
Matrix: GROUNDWATER Date Received: 02/21/09 9:18
Inst. ID:  MSO01 11 Sample Size: 10 mL PrepDate:
I ColumnID: Rix-VMS %Moisture: . BatchNo: R16610
Revision: 03/06/09 14:47 TestCode: 6 W CAL FilelD: 1-SAMP-T4912.D
Col Type: , /(')
l Analyte Raultq(fzual PQL MDL Units DF Date Analyzed
VOLATILE ORGANIC COMPOUNDS BY GC/MS swaaeoe
1,1,1-Trichloroethane —28.0 0.50 0.10 ugiL 1 03/03/02 15:40
l 1,1,2,2-Tetrachloroethane ND 0.50 0.10 ugiL 1 03/03/09 15:40
1,1,2-Trichloroethane ND 0.50 0.16 pgiL 1 03/03/09 15:40
1,1-Dichioroethane (/L,—o.sa 0.50 0.10 ugiL 1 03/03/09 15:40
l 1,1-Dichioroethene 037D 050 016 pgilL 1 03/03/09 15:40
1,2-Dichioroethane ND 0.50 0.16 pg/lL 1 03/03/09 15:40
1.2-Dichloropropane ND 0.50 0.16 gl 1 03/03/09 15:40
2-Butanone ND 10.0 1.00 paiL 1 03/03/09 15:40
l 2-Hexanone ND 5.00 1.00 pg/L 1 03/03/09 15:40
4-Methyl-2-pentancne ND 5.00 1.00 pglL 1 03/03/09 15:40
Acetone JO R4 100 1.00 gL 1 03/03/09 15:40
Benzene ND 0.50 0.10 pgiL 1 03/03/09 15:40
l Bromodichloromethane ND 0.50 0.10 pgiL 1 03/03/09 15:40
Bromoform ND 1.00 0.33 pglL 1 03/03/09 15:40
Bromomethane ND 1.00 0.33 gL 1 03/03/09 15:40
l Carbon disulfide ND 0.50 0.1 pg/lL 1 03/03/09 15:40
Carbon tetrachloride ND 0.50 0.10 pglL 1 03/03/09 15:40
Chiorobenzene ND 0.50 0.10 pgiL 1 03/03/09 15:40
Chloroethane ND 1.00 0.33 uoll 1 03/03/09 15:40
l Chicroform ND 0.50 0.10 ugiL 1 03/03/09 15:40
Chloromethane ND 1.00 0.33 ugiL 1 03/03/09 15:40
cis-1,2-Dichloroethene ND 0.50 Q.10 po/L 1 03/03/09 15:40
I cis-1,3-Dichloropropene ND 0.50 0.16 pgiL 1 03/03/09 15:40
Dibromoachloromethane ND 0.50 0.10 pgiL 1 03/03/09 15:40
Ethylbenzene ND 0.50 0.10 uglL 1 03/03/09 15:40
Methylene chloride ND 2.00 0.16 pg/lL 1 03/03/09 15:40
I Styrene ND 0.50 0.10 uglL 1 03/03/09 15:40
Tetrachloroethene ND 0.50 0.10 uglL 1 03/03/09 15:40
Toluene ND 0.50 0.10 ug/L 1 03/03/09 15:40
l trans-1,2-Dichioroethene ND 0.50 0.10 uglL 1 03/03/09 15:40
trans-1,3-Dichloropropene ND 0.50 0.16 ug/L 1 03/03/09 15:40
Trichloroethene 219 050 0.10 pgiL 1 03/03/09 15:40
Vinyl acetate ND 2.00 1.00 polL 1 03/03/09 15:40
l Vinyl chioride ND 1.00 0.33 pgiL 1 03/03/09 15:40
Qualifiers:  *  Value exceeds Maximum Contaminant Level B Analyte detected in the associated Method Blank
E Valuc exceeds the instrument calibration range H Holding times for preparation or analysis exceeded
. 7 Analyte detected below the PQL ND Not Detected at the Practical Quantitation Limit (PQL)
P Prim./Conf. column %D or RPD exceeds limit S Spike Recovery outside accepted recovery limits 83
l Print Date: 03/06/09 14:438 432532 Project Supervisor: Pamela J. Titus




Life Science Laboratories, Inc. Analytical Results
5000 Brittonfield Parkway, Suite 200

East Syracuse, NY 13057 (315) 437-0200 StateCertNo:

CLIENT: O’Brien & Gere Engineers, Inc. Lab ID: 0902095-006A
Project: GEAE-Quarterly GW Sampling Client Sample ID: 4QC PSTMW-2S
W Order: 0902095 Collection Date:  02/20/09 14:30
Matrix: GROUNDWATER Date Received: 02/21/09 9:18

Inst. ID: MSo1 11 Sample Size: 10 mL PrepDate:

ColumnID: Rtx-VMS % Moisture: BatchNo: R16610

Revision:  03/06/09 14:47 TestCode: 8260W CAL FileID: 1-SAMP-T4912D
Col Type:

Analyte Result Qual PQL MDL Units DF  Date Analyzed

VOLATILE ORGANIC COMPOUNDS BY GC/MS SwWaze0B
Xylenes (total) ND J 0.30 HaiL 1 03/03709 15:40
Surr: 1,2-Dichloroethane-d4 103 %REC 1 03/03/09 15:40

1

1

Surr: 4-Bromofiucrobenzene 100 %REC 03/03/09 15:40
Surr: Toluene-d8 99 %REC 03/03/09 15:40

Qualifiers: *  Value exceeds Maximum Contaminant Level B Analyte detected in the associated Method Blank

E  Value exceeds the instrument calibration range H Holding times for prcparation or analysis exceeded

J  Analyte detected below the PQL ND Not Detected at the Practical Quantitation Limit (PQL)
P

Prim./Conf. column %D or RPD ¢xceeds limit S Spike Recovery outside accepted recovery limits

84

Print Date: 03/06/09 14:48 432532 Project Supervisor: Pamela J. Titus




Life Science Laboratories, Inc. Analytical Results
5000 Brittonfield Parkway, Suite 200
East Syracuase, NY 13057 (315) 437-0200 St;ateCertNo:

CLIENT: O'Brien & Gere Engineers, Inc. Lab ID: 0902095-007A

Project: GEAE-Quarterly GW Sampling Client Sample ID: AOC LDMW-IS

W Order: 0902095 Collection Date:  02/20/09 14:45

Matrix: GROUNDWATER Date Received: 02/21/09 9:18

Inst. ID:  MSO01 11 Sample Size: 10 mL PrepDate:

ColumnID: Rix-VMS % Moisture: BatchNo: R16610

Revision:  03/06/09 14:47 TestCode: 8260W CAL  FileID: 1-SAMP-T4913.D
Col Type: sogs
Analyte Result\Qual-FQL MDL Units ﬁmmm Analyzed

VOLATILE ORGANIC COMPOUNDS BY GC/MS

SW8280
1.00 g 10 03/03/09 16:13

1,1,1-Trichloroethane L= 982 5.00

1,1,2,2-Tetrachloroethane ND 5.00 1.00 HgiL 10 03/03/09 16:13
1,1,2-Trichloroethane ND 5.00 1.60 poiL 10 03/03/09 16:13
1,1-Dichloroethane J ey 5.00 1.00 pgiL 10 03/03/09 18:13
1,1-Dichloroethene 4.10( 5.00 1.60 polL 10 03/03/09 16:13
1,2-Dichlaroethane ND 5.00 1.60 Mo/l 10 03/03/09 16:13
1,2-Dichloropropane ND 5.00 1.60 ug/l 10 03/03/09 16:13
2-Butanone ND 100 10.0 gL 10 03/03/09 16:13
2-Hexanone ND 50.0 10.0 Mg 10 03/03/09 16:13
4-Methyl-2-pentanone ND 50.0 10.0 poll 10 03/03/09 16:13
Acetone ND 100 10.0 Mgl 10 03/03/09 16:13
Benzene ND 5.00 1.00 HgiL 10 03/03/09 16:13
Bromodichloromethanse ND 5.00 1.00 Mol 10 03/03/08 16:13
Bromoform ND 10.0 3.30 pgiL 10 03/03/09 16:13
Bromomethane ND 10.0 3.30 pg/L 10 03/03/09 16:13
Carbon disulfide ND 5.00 1.10 pall 10 03/03/09 16:13
Carbon tetrachioride ND 5.00 1.00 ug/L 10 03/03/09 16:13
Chiorobenzene ND 5.00 1.00 pgiL 10 03/03/09 16:13
Chioroethane ND 10.0 3.30 pgiL 10 03/03/09 16:13
Chioroform 42 5.00 1.00 Mg 10 03/03/09 16:13
Chioromethane ND 10.0 3.30 pg/l 10 03/03/09 16:13
cis-1,2-Dichloroethene (A_—10.4 5.00 1.00 gL 10 03/03/09 16:13
cis-1,3-Dichioropropene ND 5.00 1.60 polL 10 03/03/09 16:13
Dibromochioromethane ND 5.00 1.00 pall 10 03/03/08 16:13
Ethybenzene ND 5.00 1.00 po/L 10 03/03/09 16:13
Methylene chloride ND 20.0 1.60 polL 10 03/03/09 16:13
Styrene ND 5.00 1.00 ugiL 10 03/03/09 16:13
Tetrachloroethene 1.20 5.00 1.00 polL 10 03/03/08 16:13
Toluene ND 5.00 1.00 ugiL 10 03/03/09 16:13
trans-1,2-Dichloroethene 480y ) 500 1.00 po/L 10 03/03/09 16:13
trans-1,3-Dichloropropene ND 5.00 1.60 Hoi 10 03/03/09 16:13
Trichloroethene 150 5.00 1.00 pgil 10 03/03/09 16:13
Vinyl acetate ND 20.0 10.0 ught 10 03/03/09 16:13
Vinyl chioride ND 10.0 3.30 pgiL 10 03/03/09 16:13

Qualifiers:  °  Value exceeds Maximum Contaminant Level Ty W B Analyte detected in the associated Method Blank
E Value exceeds the instrument calibration range H Holding times for preparation or analysis exceeded
J  Analyte detected below the PQL ND Not Detected at the Practical Quantitation Limit (PQL)

P Prim./Conf. column %D or RPD exceeds limit

Print Date: 03/06/09 14:48

432533

S Spike Recovery outside accepted recovery limits

Project Supervisor: Pamela J. Titus
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Life Science Laboratories, Inc. Analytical Results
5000 Brittonfield Parkway, Suite 200

East Syracuse, NY 13057 (315) 437-0200 StateCertNo:

CLIENT: O’Brien & Gere Engineers, Inc. Lab ID: 0902095-007A
Project:  GEAE-Quarterly GW Sampling Client Sample ID: 40C LDMW-1S
W Order: 0902095 Collection Date:  02/20/09 14:45
Matrix: GROUNDWATER Date Received: 02/21/09 9:18

Inst. ID: MS01 1] Sample Size: 10 mL PrepDate:

ColumniD: Rix-VMS % Moisture: BatchNo: R16610

Revision:  03/06/09 14:47 TestCode: 8260W CAL FileID: 1-SAMP-T4913.D
Col Type:

Analyte Result Qual PQL : Units  DF Date Analyzed

VOLATILE ORGANIC COMPOUNDS BY GC/MS SW8260B

Xylenes (total) ND 10.0 , o/l 10 03/03/09 16:13
Surr; 1,2-Dichloroethane-d4 A %REC 10 03/03/09 16:13
Surr: 4-Bromofiuorobenzene y %REC 10 03/03/09 16:13
Surr: Toluene-d8 \ ! %REC 10 03/03/09 186:13

*  Value exceeds Maximum Contaminant Level B Analyte detected in the associated Method Blank

E Value exceeds the instrument calibration range H Holding times for preparation or analysis exceeded

J  Analyte detected below the PQL ND Not Detected at the Practical Quantitation Limit (PQL)
P Prim./Conf. column %D or RPD exceeds limit S Spike Recovery outside acceptcd recovery limits

86
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l Life Science Laboratories, Inc. Analytical Results
5000 Brittonfield Parkway, Suite 200
I East Syracuse, NY 13057 (315) 437-0200 StateCertNo:
CLIENT: O’Brien & Gere Engineers, Inc. Lab ID: 0903002-001A |
Project: GEAE-Quarterly GW Sampling Client Sample ID: TBFeb272009 |
I W Order: 0903002 Collection Date:  02/27/09 16:00
Matrix: WATER Q ) Date Received: 02/28/09 9:40
Imst. ID:  MS04 73 Sample Size: 10 mL PrepDate:
l ColumnID: Rtx-VMS %Moisture: BatchNo: R16651
Revision:  03/12/09 9:43 TestCode: 8260W CAL FileID: 1-SAMP-R2979.D
Col Type:
l Analyte Result Qual PQL MDL Units DF Date Analyzed
VOLATILE ORGANIC COMPOUNDS BY GC/MS SW8260B
1,1,1-Trichloroethane ND 0.50 0.10 HoL 1 03/11/09 11:52
l 1,1,2,2-Tetrachloroethane ND 0.50 0.10 HO/L 1 03/11/08 11:52
1,1,2-Trichloroethane ND 0.50 0.16 po/L 1 03/11/08 11:52
1,1-Dichloroethane ND 0.50 0.10 po/L 1 03/11/09 11:52
1,1-Dichlorosthene ND 0.50 0.16 Mo/l 1 03/11/08 11:52
l 1,2-Dichlorcethane ND 0.50 0.16 pg/L 1 03/11/08 11:52
1,2-Dichloropropane ND 0.50 0.16 o/l 1 03111408 11:52
2-Butanone ND 10.0 1.00 poiL 1 03/11/09 11:52
l 2-Hexanone ND 5.00 1.00 po/L 1 03/11/09 11:52
4-Methyt-2-pentanone ND 5.00 1.00 poil 1 03/11/09 11:52
Acetone ND 10.0 1.00 polL 1 03/11/08 11:52
Benzene ND 0.50 0.10 Ho/ll 1 03/11/09 11:52
I Bromodichloromethane ND 0.50 0.10 P/l 1 03/11/08 11:52
Bromoform ND 1.00 033 pglL 1 03/11/09 11:52
Bromomethane ND 1.00 033 po/lL 1 03/11/09 11:52
I Carbon disulfide ND 0.50 0.11 pglL 1 03/11/09 11:52
Carbon tetrachloride ND 0.50 0.10 Ho/lL 1 03/11/09 11:52
Chicrabenzene ND 0.50 0.10 Mo/l 1 03/11/09 11:52
Chioroethane ND 1.00 0.33 HoL 1 03/11/09 11:52
I Chloroform ND 0.50 0.10 pofl 1 03/11/08 11:52
Chicromethane ND 1.00 0.33 HolL 1 03/11/09 11:52
cis-1,2-Dichloroethene ND 0.50 0.10 Ho/ll 1 03/11/08 11:52
l cis-1,3-Dichloropropene ND 0.50 0.16 polL 1 03/11/08 11:52
Dibromochloromethane ND 0.50 0.10 pall 1 03/11/09 11:52
Ethylbenzene ND 0.50 0.10 /L 1 03/11/09 11:52
Methylene chioride ND 2.00 0.16 Mg 1 03/11/09 11:52
I Styrene ND 0.50 0.10 pg/L 1 03/11/09 11:52
Tetrachloroethene ND 0.50 0.10 pgiL 1 03/11/09 11:52
Toluene ND 0.50 0.10 pall 1 03/11/09 11:52
trans-1,2-Dichloroethene ND 0.50 0.10 pa/L 1 * 03/11/09 11:52
l trans-1,3-Dichloropropene ND 0.50 0.16 ug/L 1 03/11/09 11:52
Trchioroethene ND 0.50 0.10 pgfL 1 03/11/09 11:52
Vinyl acetate ND 2.00 1.00 pg/L 1 03/11/09 11:52
l Vinyl chloride ND 1.00 033 pgiL 1 03/11/09 11:52
Qualifiers:  *  Value cxceeds Maximum Contaminant Level B Analyte detected in the associated Method Blank
E  Value exceeds the instrument calibration range H Holding times for preparation or analysis exceeded
l J  Analyte detected below the PQL ND Not Detected at the Practical Quantitation Limit (PQL)
P Prim./Conf. column %D or RPD exceeds limit S Spike Recovery outside accepted recovery limits 87
l Print Date: 03/12/09 9:44 433730 Project Supervisor: Pamela J. Titus




Life Science Laboratories, Inc. Analytical Results
5000 Brittonfield Parkway, Suite 200

East Syracuse, NY 13057 (315) 437-0200 StateCertNo:

CLIENT: O’Brien & Gere Engineers, Inc. Lab ID: 0903002-001A
Project: GEAE-Quarterly GW Sampling Client Sample ID: TBFeb272009
W Order: 0903002 Collection Date:  02/27/09 16:00
Matrix: WATER Q Date Received: 02/28/09 9:40
Inst. ID:  MS04 73 Sample Size: 10 mL PrepDate:

ColumnID: Rtx-VMS % Moisture: BatchNo: R16651

Revision:  03/12/09 9:43 TestCode: 8260W CAL FileID: 1-SAMP-R2979.D
Col Type: '

Analyte Result Qual PQL / MDL Units DF Date Analyzed

VOLATILE ORGANIC COMPOUNDS BY GC/MS SW8260B

Xylenes (total) ND 0.30 03/11/08 11:52
Surmr: 1,2-Dichloroethane-d4 10 0.16 03/11/09 11:52
Surm: 4-Bromofluorebenzene 91 0.10 03/11/09 11:52
Sum: Toluene-d8 99 0.10 03/11/09 11:52

Qualifiers:  *  Valuc exceeds Maximum Contaminant Level B Analyte detected in the associated Method Blank
E Value exceeds the instrument calibration range H Holding times for preparation or analysis exceeded

)  Analyte detected below the PQL ND Not Detected at the Practical Quantitation Limit (PQL)-
P

Prim./Conf. column %D or RPD exceeds limit S Spike Recovery outside accepted recovery limits

88
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' Life Science Laboratories, Inc. Analytical Results
5000 Brittonfield Parkway, Suite 200
East Syracuse, NY 13057 (315) 437-0200 StateCertNo:
l CLIENT: O’Brien & Gere Engineers, Inc. Lab ID: 0903002-002A
Project: GEAE-Quarterly GW Sampling Client Sample ID: 4 F-23PFeb272009
I W Order: 0903002 Collection Date:  02/27/09 10:10
Matrix: GROUNDWATER Date Received: 02/28/09 9:40
Inst. ID:  MS04 73 Sample Size: 10 mL PrepDate:
ColumniID: Rtx-VMS % Moisture: BatchNo: R16651
I Revision:  03/12/09 9:43 TestCode: 8260W CAL FilelD: 1-SAMP-R2980.D
Col Type:
l Analyte Result Qual PQL MDL Units /DF '\ Date Analyzed
VOLATILE ORGANIC COMPOUNDS BY GC/MS S B
1,1,1-Trichloroethane 438 125 250 UW 03/11/08 12:23
1,1,2,2-Tetrachloroethane ND 12.5 2.50 po/L 25 03/11/09 12:23
l 1,1,2-Trichloroethane ND 12.5 4,00 po/l 25 03/11/09 12:23
1,1-Dichloroethane 119.- 128 2,50 po/l 25 03/11/09 12:23
1,1-Dichloroethene 265 - 125 4.00 po/L 25 03/11/08 12:23
l 1,2-Dichloraethane ND 125 4.00 po/L 25 03/11/09 12:23
1,2-Dichioropropane ND 12.5 4.00 po/l 25 03/11/08 12:23
2-Butanone ND 250 250 pg/l 25 03/11/08 12:23
2-Hexanone ND 125 250 po/l 25 03/11/08 12:23
l 4-Methyl-2-pentanone ND 128 250 pa/L 25 03/11/08 12:23
Acetone ND 250 250 po/L 25 03/11/08 12:23
Benzene ND 12.5 2.50 pg/l 25 03711/08 12:23
l Bromadichloromethane ND 125 2.50 po/l 25 03/11/08 12:23
' Bromoform ND 25.0 8.25 pg/l 25 037/11/08 12:23
Bromomethane ND 25.0 8.25 pg/l 25 03/11/08 12:23
Carbon disulfide ND 128 275 Hg/L 25 03/11/08 12:23
I Carbon tetrachloride ND 12.5 250 pg/L 25 03/11/08 12:23
Chlorobenzene ND 12.5 250 po/l 25 03/11/08 12:23
Chlorcethane ND 25.0 8.25 wg/L 25 03/11/09 12:23
I Chiloroform ND 12.6 250 poL 25 03/11/09 12:23
Chloromethane ND 25.0 8.25 po/l 25 03/11/09 12:23
cis-1,2-Dichioroethene 215 125 2.50 pg/L 25 03/11/09 12:23
cis-1,3-Dichioropropene ND 125 4.00 pg/L 25 03/11/09 12:23
l Dibromochloromethane ND 125 2.50 pg/L 25 03/11/09 12:23
Ethylbenzene ND 12.5 250 po/ll 25 03/11/09 12:23
Methylene chloride - ND 50.0 400 ug/l 25 03/11/09 12:23
l Styrene ND 125 2.50 po/L 25 03/11/09 12:23
Tetrachloroethene 45‘6) 125 2.50 o/l 25 03/11/09 12:23
Toluene ND 125 2.50 po/L 25 03/11/09 12:23
trans-1,2-Dichloroethene ND 12.5 2.50 Ho/L 25 03/11/09 12:23
' trans-1,3-Dichloropropene " ND 125 4.00 ug/L 25 03/11/09 12:23
Trichloroethene 264-— 125 2.50 Hg/L 25 03/11/09 12:23
Vinyl acetate ND 50.0 250 uofl 25 0311/09 12:23
l Viny! chioride ND 25.0 8.25 ugiL 25 03/11/09 12:23
Qualifiers: "% Value cxceeds Maximum Contaminant Level B Analyte detected in the associated Method Blank
E Value exceeds the instrument calibration range H Holding times for preparation or analysis exceeded
l J  Analyte detected below the PQL ND Not Detected at the Practical Quantitation Limit (PQL)
P Prim./Coof. column %D or RPD exceeds limit S Spike Recovery outside acoepted recovery limits 8 9
l Print Date: 03/12/09 9:44 433731 Project Supervisor: Pamela I. Titus




Life Science Laboratories, Inc.
5000 Brittonfield Parkway, Suite 200

East Syracuse, NY 13057 (315) 437-0200

Analytical Results

StateCertNo:

CLIENT: O’Brien & Gere Engineers, Inc.

Project: GEAE-Quarterly GW Sampling

W Order: 0903002

Matrix: GROUNDWATER

Inst. ID: MS04 73 Sample Size: 10 mL
ColumnlID: Rtx-VMS % Moaisture:

Revision:  03/12/09 9:43 TestCode: 8260W CAL
Col Type:

Lab ID: 0903002-002A
Client Sample ID: 4 F-23PFeb272009
Collection Date:  02/27/09 10:10

Date Received: 02/28/09 9:40
PrepDate:

BatchNo: R1665] ,

FileID: 1-SAMP-R2980.D

Analyte Result Qual PQL

MDL Units DF Date Analyzed

VOLATILE ORGANIC COMPOUNDS BY GC/MS

Xylenes (total) ND 25.0
Surr: 1,2-Dichloroethane-d4 104 751
Surr: 4-Bromofluorobenzene 91 75125
Surr: Toluene-d8 99 75-125

SwazeoB

7.50 gL 25 03/11/09 12:23
%REC 25 03/11/09 12:23
%REC 25 03/11/09 12:23
%REC 25 03/11/09 12:23

Qualifiers: * Valve exceeds Maximum Contaminant Level
E Value exceeds the instrumcnt calibration range
J  Analyte detected below the PQL
P

Prim./Caonf. column %D or RPD exceeds limit

B Analyte detected in the associated Method Blank

H Holding times for preparation or analysis exceeded
ND Not Detected at the Practical Quantitation Limit (PQL)

S Spike Recovery outside accepted recovery limits

Print Date: 03/12/09 9:44 433731 Project Supervisor: Pamela J. Titus
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Life Science Laboratories, Inc.

5000 Brittonfield Parkway, Suite 200

East Syracuse, NY 13057 ‘ (315) 437-0200 StateCertNo:
CLIENT: O’Brien & Gere Engineers, Inc. Lab ID: 0903002-003A

Project: GEAE-Quarterly GW Samplin,
W Order: 0903002 i

Client Sample ID: GM-9SFeb272009
Collection Date: 02/27/09 10:35

Analytical Results
Matrix: GROUNDWATER Date Received: 02/28/09 9:40
Inst. ID:  MS04 73 Sample Size: 10 mL PrepDate:
ColumnID;: Rx-VMS % Moisture: BatchNo: R16651
Revision: 03/12/09 9:43 TestCode: 60W CAL FileID: 1-SAMP-R2981.D
Col Type: A
Analyte Result Qual PQL MDL Units DE_ Date Analyzed
VOLATILE ORGANIC COMPOUNDS BY GC/MS SwW8a2608 \
1,1,1-Trchloroethane ND 5.00 1.00 Ho/lL 10 03/11/09 12:55
1,1,2 2-Tetrachloroethane ND 5.00 1.00 Mgl : 03/11/09 12:55
1.1,2-Trichloroethane ND 5.00 1.60 o/l 10 03711/09 12:55
1,1-Dichioroethane 380l 500 1.00 polL 10 03/11/08 12:55
1,1-Dichloroethene 3.652‘6 5.00 1.60 po/L 10 03/11/09 12:55
1,2-Dichloroethane ND 5.00 1.60 HalL 10 03/11/09 12:55
1,2-Dichloropropane ND 5.00 1.60 po/L 10 03/11/0Q 12:85
2-Butanone ND 100 10.0 Hg/lL 10 03/11/0Q 12:55
2-Hexanone ND 50.0 10.0 pg/L 10 03/11/09 12:55
4-Methyl-2-pentanone ND 50.0 10.0 gl 10 03/11/09 12:55
Acetone ND 100 100 Mg/l 10 03/11/09 12:55
Benzene ND 5.00 1.00 Hg/l 10 03/11/09 12:55
Bromodichloromethane ND 5.00 1.00 oL 10 03/11/09 12:55
Bromoform ND 10.0 3.30 woll 10 03/11/09 12:55
Bromom_ethane ND 10.0 3.30 ualL 10 03111408 12:55
Carbon disuffide ND 5.00 1.10 yglL 10 03/11/09 12:55
Carbon tetrachloride ND 5.00 1.00 g/l 10 03/11/09 12:55
Chiorobenzene ND 5.00 1.00 ug/L 10 03/11/09 12:55
Chloroethane ND 10.0 3.30 po/L 10 03/11/09 12:55
Chtoroform ND 5.00 1.00 gL 10 03/11/09 12:55
Chlcromethane ND 10.0 3.30 ugiL 10 03/11/09 12:55
cis-1,2-Dichicroethene 323— 500 1.00 ygfL 10 03/11/09 12:55 |
cis-1,3-Dichloropropene ND 5.00 1.60 uglL 10 03/11/09 12:55 |
Dibromochloromethane ND 5.00 1.00 pgiL 10 03/11/09 12:55 ‘
Ethylbenzene ND 5.00 1.00 ug/L 10 03/11/09 12:55 j
Methylene chioride ND 20.0 1.60 g/l 10 03/11/09 12:55 |
Styrene ND 5.00 1.00 ugil 10 03/11/09 12:55
Tetrachloroethene ND 5.00 1.00 pg/L 10 03/11/09 12:55
Toluene ND 5.00 1.00 pg/L 10 03/11/09 12:55
trans-1,2-Dichloroethene 1 .z@ 5.00 1.00 HgiL 10 03/11/09 12:55
trans-1,3-Dichloropropene ND 5.00 1.80 Mo/l 10 03/11/09 12:55
Trichloroethene ND 5.00 1.00 Mg/l 10 03/11/09 12:55
Vinyl acetate ND 20.0 10.0 paiL 10 03/11/09 12:55
Vinyl chioride 592~ 10.0 3.30 g/l 10 03/11/09 12:55
Qualifiers: " Value exceeds Maximum Contaminant Level B Analyte detected in the associated Method Blank

E  Value exceeds the instrument calibration range H Holding times for preparation or analysis excceded

J  Analyte detected below the PQL ND Not Detected at the Practical Quantitation Limit (PQL)

P Prim./Conf. column %D or RPD exceeds limit S Spike Recovery outside accepted recovery limits 91
Print Date: 03/12/09 9:44 433732 Project Supervisor: Pamela J. Titus






